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Abstract

Neutron multiplicity counting is a non-destructive assay method for determining the
mass of fissile materials (primarily plutonium) using the measured values of the singles,
doubles and triples detection rates. Traditionally, the detection rates are obtained from
the counting statistics of neutron detectors. The main problem with this approach is
that it is sensitive to the overlapping of pulses which, especially at high count rates,
lead to dead time losses in the counting electronics. This feature limits the applica-
bility of the method to the measurement of samples with low emission intensities. To
overcome this constraint, an alternative version of neutron multiplicity counting has
been developed. The new approach is based on the direct analysis of the continuous
voltage signals of the detectors (primarily fission chambers). Since the procedure does
not rely on counting individual pulses, it is inherently free from dead time losses caused
by their overlapping. As a result, the proposed method provides an alternative to tra-
ditional multiplicity counting, especially when measuring high intensity samples, like
spent nuclear fuel. The thesis presents the complete process of establishing the new
version of multiplicity counting. Based on a stochastic model of continuous detector
signals, expressions are derived for some of their one- two and three-point (in time)
moments (including their mean, covariance function and bicovariance function) and it
is shown that the singles, doubles and triples detection rates can be recovered from
them. In a computational study, detector signals are simulated and analysed in order
to investigate the effect of certain parameters (the measurement time, the detection
efficiency, the amplitude of the electronic noise and the intensity of non-neutron pulses)
on the estimated values of the detection rates. To demonstrate the practical use of
the proposed method, measurements have been performed using a 2°2Cf source and the
detection rates recovered from the moments of the recorded signals were compared with
reference values obtained with pulse counting.

Keywords: nuclear safeguards; neutron multiplicity counting; fissile material assay;
fission chamber, master equation, Kolmogorov equation.
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Chapter 1

Introduction

Neutron multiplicity counting is a widely used non-destructive assay method for
measuring the mass of fissile materials (primarily plutonium) [1]. The goal in a mea-
surement is to estimate the singles, doubles and triples detection rates which quantify
the intensity of detecting one, two or three neutrons, respectively, from the same emis-
sion event. The sample mass can then be obtained from the detection rates with
algebraic inversion. Traditionally, the measurement is performed with *He-gas-filled
detectors and the detection rates are determined from their pulse counting statistics.
This approach comes, however, with several practical difficulties. The major problem is
caused by dead time originating from the overlapping of pulses, which leads to a loss of
counts in the counting electronics. Although various dead time correction techniques are
available [2], their use is limited to moderate count rates; at very high count rates, for
example when measuring spent nuclear fuel [3], they break down completely. Another
(purely technical) problem is the global shortage on *He, which is a key component of
the neutron detectors used in the measurements [4].

To overcome the above problems, an alternative version of neutron multiplicity
counting has been developed. Relying on a recently published stochastic model of
continuous detector signals [5], the new method is based on the direct analysis of the
continuous voltage signals of neutron detectors (primarily fission chambers). In ap-
plying the method, the values of the singles, doubles and triples detection rates are
obtained from suitably chosen moments (cumulants) of the measured signals. Since
this procedure does not rely on counting individual pulses, it is inherently free from
dead time losses originating from their overlapping. As a result, the detection rates
with the new method can be determined even at very high count rates, which makes
it a viable alternative to traditional multiplicity counting, especially when measuring
high intensity samples, like spent nuclear fuel.

The remaining part of the thesis is structured as follows. Chapter [2| begins with
a general overview of the subject of fissile material measurement, which is followed
by a detailed description the theoretical background and some experimental aspects
of neutron multiplicity counting. Chapters summarize the author’s activity in
developing the new version of neutron multiplicity counting by reviewing three aspects
of this process.

Chapter [3[ describes the theoretical basis of the method formed by a set of equations
that relate certain moments of the continuous detector signals with the singles, doubles
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and triples detection rates. The mathematical model behind these equations evolved
through three stages. In each stage, expressions are derived for the moments in a master
equation formalism and the ability to extract the detection rates from these moments
is discussed. Then a set of formulas are presented that express the singles, doubles
and triples detection rates with the appropriate moments of signals recorded by a large
detector array, and that serve as a practical tool for analysing measurements.

Chapter [d] presents a computational study in which the properties of the new method
are investigated from a practical aspect. A numerical algorithm for the efficient esti-
mation of the moments of recorded signals is described along with a software tool that
implements its. The impact of various parameters (the measurement time, the detec-
tion efficiency, the electronic noise as well as the non-neutron pulses) on the estimated
detection rates is investigated by analysing a large number of simulated measurements.
Additionally, the sensitivity of the traditional as well as the new method of multiplicity
counting to dead time losses caused by the overlapping of pulses is compared.

Chapter [5| reports on experimental activities aiming to demonstrate the practical
use of the new method. Measurements have been performed at the Kyoto University
Critical Assembly (KUCA) facility on a ?*2Cf sample using four fission chambers. The
measurement set-up and the associated data acquisition system is described. The de-
tection rates were estimated both from the moments of the continuous detector signals
as well as using the traditional pulse counting approach. The applicability of the newly
proposed method is assessed by comparing these two sets of values.

Finally, Chapter [6] summarizes the results presented in the preceding chapters and
highlights the key achievements in the form of propositions.



Chapter 2

Overview of neutron multiplicity
counting

2.1 Nuclear safeguards

The term nuclear safequards refers to the means to ensure the peaceful use of nuclear
energy and to prevent its use for military purposes. Two organizations are currently
responsible for this activity: Furatom, which belongs under the European Commission,
performs safeguards activities in countries of the European Union; the International
Atomic Energy Agency (IAEA ), which reports to the United Nations, has a competence
in almost every country. Since the two agencies have similar practices and cooperate
within Europe, nuclear safeguards will be described from the aspect of the TAEA in the
rest of this section. The discussion is largely based on References [6,7].

From the technical point of view, nuclear safeguards is a set of practices and methods
applied for “the timely detection of diversion of significant quantities of nuclear material
from peaceful nuclear activities to the manufacture of nuclear weapons or of other
nuclear explosive devices or for purposes unknown, and deterrence of such diversion by
the risk of early detection” [6]. The legal basis of this activity is the Treaty on the Non-
Proliferation of Nuclear Weapons [8] to which 190 states have joined as of February
2015. In the following, certain parts of the above description are elaborated in a little
more detail.

The subject of nuclear safeguards are materials that can be used to manufacture
nuclear explosive devices. Collectively, these are referred to as nuclear materials. Nu-
clear materials are divided into two categories: direct use materials and indirect use
materials. From a direct use material a nuclear weapon can be produced without trans-
mutation or further enrichment; it includes plutonium containing less than 80 % 23*Pu,
highly enriched uranium and ?*3U. Every nuclear material, which is not direct use ma-
terial is called an indirect use material; it includes depleted, natural and low enriched
uranium as well as thorium; these must be further processed in order to produce direct
use materials.

For the production of a nuclear bomb, at least one critical mass of nuclear material
must be available in a highly enriched metallic form. However, when utilized for peaceful
purposes, nuclear materials are not in this form. Therefore, to manufacture a nuclear
explosive device, a state must divert an appropriate amount of a nuclear material and
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convert it into the required form. The amount of material for which the manufacturing
of an explosive device cannot be excluded is referred to as a significant quantity, which
takes into account unavoidable losses in the conversion and manufacturing processes,
hence should not be confused with critical masses. Significant quantities of various
nuclear materials are listed in Table 2.1, The time required to convert different forms
of nuclear material to the metallic components of a nuclear explosive device is called
the conversion time. Estimates for the conversion time of nuclear materials are listed

in Table 2.2

Table 2.1: Significant quantities of various nuclear materials. Values are taken from
Reference [9).

category material quantity

U (350 >20%)  25kg in 235U

direct use -
material U 8ke
Pu (¥%Pu < 80%) 8kg
75kg in 235U (or 10 t natural
o 235
1nd1re§t 1se U (PU <20%) U or 20t depleted U)
material

Th 20t

Table 2.2: Conversion times of various nuclear materials. Values are taken from Refer-
ence [9].

material conversion time

Pu, HEU, 233U metal 7-10 days

PuOy, Pu(NO3)4 or other pure Pu compounds

HEU or 23U oxide or other pure U compounds

1-3 weeks
MOX or other non-irradiated pure mixtures con-
taining Pu, U (¥3U + #°U > 20 %)
Pu, HEU and/or ?*3U in scrap or other miscella-
neous impure compounds
Pu, HEU, 233U in irradiated fuel 1-3 months
U (< 20% 2%U), 30U, Th 3-12 months

To detect any of such diversion of nuclear materials, the IAEA makes regular inspec-
tions to all nuclear facilities of a state. The frequency of inspections is determined by
the type and amount of nuclear material handled in the facility based on the conversion
times listed in Table[2.2] The most important activity performed during the inspection
is nuclear material accountancy. In applying nuclear material accountancy, inspectors

4



determine the amount of nuclear material present in the facility by counting items (e.g.
fuel assemblies, bundles, rods or containers) and measuring their attributes with various
techniques. Such measurement techniques are the topic of the next section.

2.2 Nuclear material measurement techniques

There are two fundamental groups of techniques for measuring the characteristics
of nuclear materials: destructive techniques and nondestructive techniques. In this
section the principal techniques of these two groups are summarized briefly based on
references [34|7,|10].

In destructive analysis, a small sample is taken from the nuclear material under
investigation which is then submitted to a series of physical and/or chemical measure-
ment procedures. The major advantage of destructive methods is that they provide
the highest accuracy, typically less than 1%. However, they require a fixed laboratory
to which the samples need to be transported for analysis. As a result they are costly
and time consuming. Moreover, destructive techniques can only be used on pure (ho-
mogeneous) materials so that the sample of the item represents well the entire item.
The most frequently used destructive techniques are: gravimetry, titrimetry and mass
spectrometry; a good summary of these methods can be found in [7].

Nondestructive techniques measure nuclear materials without altering or making
direct contact with them. The advantage of nondestructive techniques is that they
can be performed on site using portable (often online) systems. For this reason, they
are faster, simpler and less expensive compared to destructive techniques. They are,
however, less accurate: the usual measurement precision is in the order of 1 %. Nonde-
structive measurements are often performed, when it is either impossible or impractical
to sample an item for destructive analysis; examples include fresh fuel assemblies or
nuclear waste. Most techniques are based on detecting radiation emitted from the ma-
terial; from all the possible radiation types, gamma ray, x ray and neutron are used for
their large penetrability in bulk materials. There are two types of nondestructive assay
techniques: active and passive. Passive techniques measure radiation that is sponta-
neously emitted during nuclear decay [3]; active techniques measure radiation that is
stimulated by neutron or gamma-ray irradiation [11]. The principal nondestructive
techniques are classified as gamma-ray spectroscopy, neutron counting and calorimetry.
In the following, a brief description of neutron counting is given.

There are three sources of neutrons in a nuclear material: a) spontaneous fission
of the (mainly even) isotopes of uranium and plutonium; b) fission induced on the
fissile isotopes of uranium and plutonium by neutrons (including both internal and
external sources); ¢) (a,n) reactions induced on light elements (such as oxygen and
fluorine) by « particles from the decay of uranium and plutonium isotopes. Neutrons
in fission are emitted in groups of 0-10 and generate correlated detections; the third
process produces single neutrons which cause independent detections. The intensity of
neutron counts in the detector carries information on the overall quantity of the fissile
material. The masses of specific isotopes can be calculated when isotopic composition
of the sample is known from e.g. gamma-ray spectroscopy or mass spectroscopy. The
passive form of neutron counting relies on neutrons from spontaneous fission; it is used
to analyze plutonium samples which have a high measurable spontaneous fission yield.
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In active measurements, an isotopic neutron source (typically Am-Li) is used to induce
fission reactions in the sample; this is used to measure uranium samples which have low
spontaneous fission yield. In general, the advantage of neutron counting over gamma
spectroscopy is that neutrons penetrate high density heavy materials much better than
gamma rays, hence they can effectively be used to assay materials which are dense or
stored in large containers.

There are three fundamental types of neutron counting measurements: total neu-
tron counting, neutron coincidence counting and neutron multiplicity counting. Total
neutron counting is responsive to all neutrons emitted from the sample. As a result, it
cannot differentiate between the three sources of neutrons. For this reason, it is used to
measure samples with one dominating neutrons source. For example: a highly enriched
UFg or PuF} is dominated by the («, n) source; a pure uranium or plutonium metal is
dominated by the spontaneous fission source. Neutron coincident counting is responsive
to correlated detection events originating from induced fission or spontaneous fission.
As a result, it can be used to measure samples, which have a strong uncorrelated neu-
tron background, but in which only one fission source dominates. For example: a small
impure plutonium sample has a dominating spontaneous fission source with an («,n)
background; in the active assay of a pure uranium sample a dominated induced fis-
sion source is accompanied with a background from the driver isotopic neutron source.
Neutron multiplicity counting is the extension of coincident counting, which can also
differentiate between neutrons from induced fission and spontaneous fission. As a re-
sult, it is used to measure samples with all three neutron sources present. For example:
highly heterogeneous Pu materials, including moist or impure Pu oxides or oxidized
metal, or Pu waste.

The method presented in this thesis is closely related to neutron multiplicity count-
ing. For this reason, a detailed description of multiplicity counting is given in the
following section.

2.3 Neutron multiplicity counting

Neutron multiplicity counting is a well-established technique for the quantitative
analysis of nuclear materials. Although in principle any material capable of fission
(either spontaneously or induced by an external particle) can be characterized with
this method, most items assayed are samples from fresh, spent or reprocessed reactor
fuel, which are primarily composed of uranium and plutonium [3}[12]. The passive form
of the measurement is used to analyze plutonium items; in case of uranium items, an
active measurement is performed. Since this second type of analysis is relatively rare,
the discussion in this section will focus exclusively on the passive assay of plutonium.
The basic theory of active assays is described in Reference |13]; examples of practical
applications can be found in [14417].

2.3.1 Basic principles

The practical applicability of (passive) neutron multiplicity counting is based on the
fact that the distribution of the number of neutrons produced in the fission of a plu-
tonium nuclide is known from nuclear physics experiments. As a result, by measuring



the neutron radiation emitted from the sample, information can be obtained on the
quantity of the plutonium present in it. Figure [2.1| shows the conceptual view of typi-
cal measurement setup. The measured sample is located inside sample cavity which is
open to air at atmospheric pressure. The cavity is surrounded by a large number (usu-
ally several dozens) of neutron detectors, most often 3He-filled proportional counters.
The space between the detectors is filled with polyethylene to thermalize fast neutrons
originating from fission.

@@@

@'@

@@@

Figure 2.1: A conceptual view of the experimental setup of a multiplicity counting
measurement, in which a heavy-nuclide sample (S), emitting neutrons spontaneously,
is surrounded by a large number of neutron detectors (D).

As mentioned earlier, the majority of plutonium samples that are assayed with
multiplicity counting originates from reactor fuel. As an illustration, Table lists
the typical plutonium compositions of low-, medium and high-burnup fuel from a light
water reactors. It is seen that the plutonium content of such samples consists mainly
of the isotope 2*°Pu and smaller quantities of 2*°Pu, *'Pu, ?*?Pu and ?**Pu. Among
these, nuclides with an even mass number decay by spontaneous fission; they are: 238Pu,
20y, 242Py (see Table[2.4). Since multiplicity counting relies on neutrons produced in
spontaneous fission, the method provides information on the quantities of these three
isotopes only.

Table 2.3: Plutonium isotopic compositions representative of low-, medium and high-
burnup fuel from light water reactor and the specific spontaneous neutron fission yield
of each isotope. Table from Reference [3].

weight fraction of Pu (%)

isotope

low burnup medium burnup high burnup
B8Py 0.024 0.059 1.574
BIPu 89.667 82.077 57.342
20py 9.645 16.297 24.980
Mpy 0.556 1.231 10.560
M2py 0.109 0.336 5.545
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As seen in Table [2.3] the major even component in plutonium samples is *°Pu.
For this reason, it is customary to introduce the so-called **°Pu-effective mass. It is
defined as the mass of 2*°Pu that would give the same detector response as all the
even isotopes in the measured sample. Denoting the mass of the plutonium isotope
with mass number A by my, the 2°Pu-effective mass can be written as the following
weighted linear sum [1]:

my, = 2.52 magg + Maso + 1.68 Mg, (2.1)

where the weights 2.52 and 1.69 account for the difference in the spontaneous fission
neutron yields of the isotopes (see Table [2.4)).

The #*°Pu-effective mass can be directly deduced from the measured detector re-
sponse, hence it is the conventional target quantity of the assay. The quantity of the
specific isotopes (both with even and odd mass numbers) can only be obtained in the
knowledge of their relative composition within the sample; this information might be
acquired by an independent gamma-ray spectroscopy or mass spectroscopy measure-
ment. Denoting the weight fraction of the plutonium isotope with mass number A in
the sample by f,4, the total mass of the even isotopes can be written as:

Mipy — mSio . (2.2)
2.52 fogs + foao + 1.68 fouo

Note that in most samples mS; is somewhat larger than mp, [3].

As it will be seen in Section [2.3.5] the 2*°Pu-effective mass is obtained from the
counting statistics of the detection system in a measurement. Three quantities, in
particular, are determined directly from the detector counts: the singles, doubles and
triples detection rates. The singles rate (also referred to as the totals rate) gives the to-
tal number of registered detection events per unit time. The doubles rate (also referred
to as the reals rate or pairs rate) gives the number of correlated detection event-pairs
per unit time; these are induced by neutrons from the same spontaneous fission event.
Analogously, the triples rate gives the number of correlated detection event-triplets per
unit time. An analytical expression can be derived for the ?‘°Pu-effective mass as a
function of the three detection rates as well as certain detector parameters and nuclear
constants [1,/1§]. The effective mass of an unknown sample can then be calculated from
the measured detection rates using this formula [19]. Most often, however, calibra-
tion curves are constructed for all three detection rates using simulations or reference
standards with known compositions and masses. In this case, the effective mass of the
unknown sample is obtained by simply locating the measured detection rates on the
calibration curves [20-23].

2.3.2 The origin of neutrons in a sample

As we have noted above, the most important source of neutrons in a plutonium
sample is spontaneous fission. The number of neutrons emitted in a fission event is
called the multiplicity (hence the name neutron multiplicity counting) and it typically
varies from 0 to 6 or more in individual events. Figure [2.2a] shows the multiplicity
distribution of the spontaneous fission of 2*°Pu; the average multiplicity is around 2.156.
The rate of spontaneous fission events, in general, shows a strong dependence on the



number of protons and neutrons in the nuclide: it is high for even-even isotopes but
negligible in other cases. Table shows the average spontaneous neutron yields of
different plutonium isotopes. Combining with the data from Table[2.3] one can conclude
that the primary source of spontaneous fission neutrons in most plutonium sample is
240Py1. The energy spectrum of neutrons released in the spontaneous fission of 24°Pu is
shown on Figure ; the average neutron energy is about 1.96 MeV [1].

Spontaneous fission is, however, not the only source of neutrons in a fissile sam-
ple. Almost all isotopes of plutonium listed in Table decay also via alpha particle
emission; the only exception is 2#'Pu, which is primarily a beta particle emitter. The
typical energy of the alpha particles from plutonium isotopes is around 5.2 MeV which
is higher than the typical energies of fission neutrons and is suitable for causing (a, n)
reaction on certain light elements, such as O, N, C or F, that are possibly present in the
sample. This reaction will yield a single neutron. Clearly, the (o, n) neutron yield of a
plutonium sample will strongly depend on its purity and chemical form. In pure metal-
lic samples, every alpha particle is essentially absorbed in the heavy elements, hence no
neutrons are produced in (a, n) reactions. However, plutonium often comes in the form
of plutonium diozide (PuOs) used as reactor fuel and plutonium tetrafluoride (PuFy)
used in reprocessing plants. In these cases, additional neutrons might be produced in
the following reactions: *O + a — 2!Ne + n and F 4+ o — ?2Na + n. Typical values
of the (o, n) neutron yields are listed in Table for these two compounds. Note that
the number of neutrons originating from («,n) reactions can easily approach or even
exceed those originating from spontaneous fission.

Table 2.4: Specific neutron yields of plutonium isotopes from spontaneous fission and
from (o, n) reaction in oxide or fluoride form. Values are taken from Reference |3].

specific neutron yield (g7's™1)

isotope from spontaneous  from (a,n) reaction

fission in PuOy;  in PuFy
238py, 2590 13400 2200000
239y 00218 381 5600
240py, 1020 141 21000
241pyy 0.05 1.3 170
242py, 1720 2.0 270

Spontaneous fission and («,n) reaction are the primary sources of neutrons in a
plutonium sample. The primary neutrons, however, can participate in further reactions
as they migrate through the sample; some of these create new neutrons, while others
decrease their numbers. The most important reaction that populates neutrons is fission
induced by neutrons (both primary or secondary) on the isotopes of plutonium. Due
to its large weight fraction in samples, the most significant source of induced fission
neutrons is 29Pu. Just as in the case of spontaneous fission, the neutron multiplicity of
induced fission is random and its distribution is shown on Figure for one thermal
and one fast neutron energy; the corresponding average multiplicities are 2.876 and
3.163, respectively. The spectrum of induced fission neutrons is similar to that of the
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spontaneous fission neutrons in 2*°Pu. Although it depends on the incident neutron en-
ergy, this dependence is generally weak. Figure shows the neutron spectrum of the
thermal induced fission of 23?Pu; the average neutron energy is around 2 MeV. Besides
induced fission, (n,2n) reaction might also occur, though its threshold energy is higher
than the typical energies of neutrons in the sample, hence it can usually be neglected.
The most significant reaction that might decrease the neutron population in the sample
is the (n,~) reaction on plutonium isotopes. However, as seen from Figure , the
amount of neutrons lost due to capture is small compared to the amount of neutrons
produced in induced fission at typical neutron energies of 1-5 MeV. In the theoreti-
cal description of multiplicity counting, the above mentioned secondary reactions are
treated together and their overall effect is referred to as sample multiplication.

100.025eV
. 0.3 ’ 2
-~ 0.3 -~ I 2MeV
ey ey
= 0.2 = 0.2
Q Q
< <
Q Q
2 01 2 0.1
0 0
0O 1 2 3 4 5 6 01 2 3 4 5 6
multiplicity (-) multiplicity (-)
(a) Multiplicity distribution of 24°Pu spon- (b) Multiplicity distribution of 23%Pu in-
taneous fission. duced fission at two incident neutron ener-
gies.

Figure 2.2: The multiplicity distribution of spontaneous and induced fission of some
plutonium isotopes. Values are taken from .

According to what we have said so far, in terms of neutron emission a plutonium
sample can be considered as a mix of three sources: a spontaneous fission source, an
(a,n) source and a sample multiplication source. Clearly, each of them contributes
to the overall neutron output, however, the individual contributions are generally not
known when dealing with an unknown sample. One of the few exceptions to this is a
pure metallic plutonium, in which case the (a,n) source is practically zero.

It is easy to see that the 2*°Pu-effective mass, which is the target quantity of the
assay, is directly related to the number of spontaneous fission events in the sample.
For this reason, determining the 2*°Pu-effective mass is equivalent to determining the
strength of the spontaneous fission source. Neutron detectors, however, cannot directly
differentiate between neutrons of different origins. As a consequence, the characteriza-
tion of the spontaneous fission source can only be made on a statistical basis with a
stochastic analysis of the measured detector response. Since, however, the three sources
are not independent from each other (as it is clear from the discussion above), one es-
sentially needs to quantify all three sources at once. Such an analysis of the detector
response requires a stochastic mathematical model of the emission and detection process
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Figure 2.3: Some cross-section and neutron spectrum data of the 2*°Pu and #*Pu
isotopes.

of neutrons. This is the topic of the following two sections.

2.3.3 Mathematical model of neutron emission — Bohnel mo-
ments

Based on the discussion in the previous section, the process of neutron emission in
a plutonium sample can be summarized as follows. Primary source events occur spon-
taneously at random time instants. The primary source event is either a spontaneous
fission or an («, n) reaction, producing zero, one or more neutrons. As these neutrons
migrate towards the surface of the sample, they engage in secondary reactions (in-
cluding induced fission or radiative capture) in which some of them multiplicate while
others disappear. As a net result, each primary source event is followed by the emission
of a burst of neutrons from the entire sample. The complete process is illustrated on
Figure

Mathematically, the sample-wise emission of the neutrons can be described as a
compound Poisson process with (unknown) parameters {Qs, n}. Here, Q) is the inten-
sity of the primary source events (spontaneous fission or («,n) reaction) and m is the
(random) number of neutrons released from the sample after each primary event; the
probability mass function of this latter will be denoted by P(n).

Expressions specifying Q5 and P(n) were first given by Bohnel as well as by
Hage and Cifarelli independently. They all assumed a simple point model of
the sample with no space or energy dependence (see the assumptions below). However,
while Hage and Cifarelli follows a combinatorial approach resulting in complicated
recurrence relations, Bohnel uses probability generating functions which leads to

11
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Figure 2.4: Illustration of the neutron emission process in a heavy-nuclide sample. A
small number of neutrons are produced spontaneously via spontaneous fission of a heavy
isotope or via («,n) reaction of a light matrix isotope following the alpha-decay of a
heavy isotope. These neutrons (and the induced ones as well) might either leave the
sample, get captured (e.g.: in (n,~y) reaction), or undergo multiplication (e.g.: induced
fission). The dashed lines represent the path of the neutrons.

compact and closed analytical formulas. Several extensions of Bohnel’s model have
been published [30-34] over the years. However, for its simplicity and because it forms
the basis of the theory of multiplicity counting (see Section , the original version
is presented in the following.

The key assumptions of the model can be summarized in three points, while also
introducing the notations used:

1. The sample is a homogeneous mixture of 2*Pu, 2*°Pu and possible light elements.
The source of spontaneous fission is 24°Pu. The probability mass function of the
multiplicity of spontaneous fission is denoted by pg(n); its ith factorial moment
is v4;. The total intensity of spontaneous fission in the sample is F'. The source
of induced fission is ?*?Pu. The probability mass function of the multiplicity of
induced fission is denoted by pi¢(n); its ith factorial moment is v4;. The total
intensity of the («,n) reactions in the sample is denoted by S,. Note that since
pst(n) and pi(n) are measurable nuclear parameters, their corresponding factorial
moments vg; and v4; are assumed to be known.

2. The energy spectrum (hence the mean energies) of all neutrons, whether they are
from spontaneous fission, («, n) reaction or induced fission, are the same. As a
result, when colliding with a 2%Pu nuclide, each of them induces fission with equal
probability. While this assumption is more or less valid in the case of neutrons
originating from the two forms of fission, the mean energy and the spectrum of
neutrons from (o, n) is usually different (see Section [2.3.2)). In his paper, Bohnel
has outlined the process of re-deriving the equations with non-identical spectra,
but the results were very complex.

3. The probability of suffering a collision is the same for every neutron regardless
the position it was born and is denoted by p. This assumptions holds for samples
that are dilute or small with respect to the neutron mean free path. The collision
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is assumed to be induced fission on 23°Pu; neutron capture is neglected. As a
consequence, the probability of leaving the sample is 1 — p for each neutron.

Using the above assumptions and notations, the following quantities are introduced
to describe the three sources of neutrons:

e The amount of spontaneous fission in the sample is given by the spontaneous
fission rate, F. Clearly, F' is proportional to the 2*°Pu-effective mass:

F = gaso mSy, (2.3)

where go49 is the specific spontaneous fission rate of 24°Pu. Since this latter is a
physical constant known from experiments, when F is known, the value of mgl,
can be calculated. Note that F' does not depend on the chemical form of the
sample or its geometry; it is only a function of its isotopic composition and the
total mass.

e Although the number of (a,n) reactions is determined by the («, n) intensity S,
it is more customary to introduce the so-called a-ratio, defined as
Sa
Vst F7

a= (2.4)
where vy is the average number of neutrons generated in a spontaneous fission
event. The a-ratio gives the expected fraction of neutrons generated in (a,n)
reactions relative to those generated in spontaneous fission, per unit time. Unlike
F, o does not only depend on the isotopic composition of the sample; it is also a
strong function of its chemical form.

e The quantity used to characterize the multiplication property of the sample is
called the net leakage multiplication, defined as

(2.5)

where v is the average number of neutrons created in an induced fission event
and p is the collision probability. It gives the total number of neutrons that leave
the sample per one primary source neutron. Clearly, M is a function of not only
the plutonium isotopic composition and the chemical form of the sample, but also
its geometry.

In order to describe the neutron emission from the sample completely, the parame-
ters Qs and P(n), introduced above, need to be given in terms of the three unknowns
F, o and M, characterizing the strengths of the neutron sources, as well as the physical
constants vg; and v4;. Using , it is easy to see that ()5 can be written as

Qs =F+ S, =F(1+ avg,). (2.6)

The probability mass function P(n) is specified via its probability generating function,
defined as

o0

G(z) =Y P(k) 2" (2.7)

k=0

13
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The derivation of G(z) is performed in two steps using a backward master equation
formalism [26] [35]. First the generating function of the number of emitted neutrons
per one initial neutron, denoted as ¢, is calculated:

91(2) = (1 = p) 2z + pgielgr (2)], (2.8)

where g denotes the generating function of pi(n). It is then shown that G can be

expressed with g, as
F Sa
G(z) = 0. 9stlg1(2)] + 0. 91(2), (2.9)

where gsr denotes the generating function of pg(n).
In the possession of the generating function G,the factorial moments of the corre-
sponding distribution can be obtained by simple differentiation as

d*G(z)
TR Tk

(2.10)
z=1
For the purposes of multiplicity counting, one usually uses the first three factorial
moments v, vy and v [1] often referred to as the Bohnel moments. In order to simplify
the upcoming formulas, let us introduce the following modified form of these moments
[18]:
U = Vp(1 + avesy). (2.11)

The first three of the modified Béhnel moments can be written as [18]
h=Muvgi(1+ ), (2.12a)

52 = M2 |:st,2 + ( 1) l/sf71(1 + 04)1/172:| , (212b)

Vi1 —

M—-1
53 = M3 Vgt 3 -+ (V ) [3st,27/i,2 + st,l(l + Oé)Viyg]
i1 —
) (2.12¢)
pa(Md (1+a)}
Vs )V, | .
Vi — 1 f,1 2
Finally, let us note that the following relation holds:

2.3.4 Mathematical model of neutron detection — detection
rates

As we have seen in the previous section, the expression of the () rate of
the primary source events together with expression (2.12)) of the factorial moments
v; (i = 1,2,3) of the number of neutrons released from the sample after a primary
source event form a system of algebraic equations with the three unknown parameters
F, o and M. As a consequence, the determination of the parameters of an unknown
sample is equivalent to determining @, and 7; (¢ = 1,2,3). These factorial moments
of the number of emitted neutrons are, however, not directly measurable. Therefore,
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they need to be converted into a set of other quantities, which are measurable. The
classical choice of measurable quantities are the singles, doubles and triples detection
rates, denoted traditionally as S, D and T'; these serve as the basis of the multiplicity
counting method [1]. A recently suggested alternative approach uses the mean, variance
and skewness of the number of detected counts [36]. In the following, the method of
multiplicity counting is described.

Consider an array of detectors that detect neutrons coming from the sample. Let
ng denote the number of neutrons detected following an emission. Let us introduce the
intensity of detection £ neutrons from the same sample emission and denote it by C}.
By definition, S = C, D = Cy and T' = (5. It is easy to see that C}, in general, can
be written as

Cr = QE K’;d)} = Q. (2.14)

where 7, denotes the kth factorial moment of n,. Then, the singles, doubles and triples
rates take the forms:

S =Q.r, (2.152)
D=qQ, % (2.15b)
T=0Q. %. (2.15¢)

To arrive to the final expressions of the detection rates, one must specify the forms
of the moments 7. These are derived by Cifarelli, Dierckx and Hage [12,[37] as well as
by Ensslin [1]. Although the assumptions made are similar in the two cases (see below),
the calculation of Cifarelli, Dierckx and Hage is based on a combinatorial model of the
neutron emission, whereas Ensslin follows the generating function approach of Bohnel
(see Section . In the following, this latter case is summarized briefly.

The following assumptions are made when calculating the expression of r:

1. The detection efficiency does not depend on neutron energy and is uniform over
the sample volume. As a consequence, the detection probability is the same for
every neutron and will be denoted by ¢.

2. When a new neutron is created in the sample, it suffers a collision or leaves the
sample instantly. As a consequence, neutrons leave the sample simultaneously
and at the same time when the primary source event (spontaneous fission or
(a,m) reaction) has occurred. This is called the superfission concept [26]. It is a
realistic assumption, whenever fission chains in the sample are much shorter than
the migration time of the neutrons to the detectors, which is usually the case with
small samples in thermal detection systems [3].

Let Py(n) denote the probability mass function of n,. Using the first assumption
above, it can be written in terms of P(n) as

Pa(k) =" P(n) (Z) eb(1 — )t (2.16)
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Using this expression, it is easy to show that the probability generating function G4(2)
of ng can be written as

Ga(z) = Gl +¢e(z —1)]. (2.17)
where G(z) is the probability generating function of n and was given by (2.9). The
factorial moments 7 can now be obtained from the derivatives of G4(2); the first three
moments take the form [1,/18]

r = (218&)
Ty = €2y (2.18b)
r3 = U3, (2.18¢)

In almost every practical case, neutrons travel through a moderating material before
they get detected. Since the time these neutrons spend in the moderator is random,
neutrons from the same emission will reach the detectors at different time instants,
despite leaving the sample simultaneously. This migration time is referred to as the de-
tector die-away time [1] and in thermal detection systems it typically has a distribution
illustrated on Figure 2.5] The fact of non-simultaneous detection has an effect on the
estimation of ro and rs.

)

Tgate

prob. density (a.u.
(@]
.
T

Figure 2.5: The probability density function of the detection time of neutrons after
a sample emission event. The emission occurred at time ?y; ¢; denotes the detection
of the first neutron in a concrete measurement. Following a short 7. time called the
pre-delay, a gate of length 7. is opened during which detections are counted.

The estimation of r; in an experimental setup is straightforward: one needs to count
every detection following an emission event. This procedure is not affected by the non-
simultaneous detection of neutrons. In the case of 75 and r3, however, a gate is opened
with a short delay by the first detection; this short delay is called the pre-delay and will
be denoted by 7. After opening the gate, detections are counted for a finite time; this
time is called the gate width and will be denoted by Tgate. Because the window is finite,
there is a non-zero probability of missing some correlated pairs or triples, which leads
to an underestimation of 7, and r3. This underestimation can be taken into account by
introducing the so-called doubles and triples gate fraction factors, denoted as f; and
fi- In particular, one can show that the underestimated values of ro and r3 are [1]

ry =¢evy fy (2.19a)
rs = s fr. (2.19b)
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The values and mathematical forms of f; and f; depend on the distribution of the
die-away time. Assuming an exponential distribution with a time constant €, one can

show [1] that f; = f and f; = f?, where
f=eTerel0(] — o Teme/0) (2.20)

Now, returning to the definitions (2.15)) and substituting the above expressions of
r1, ro and 73, singles, doubles and triples detection rates can be written as

S =Qv e, (2.21a)
D = Qs 52%, (2.21b)
T =Qsvs 53%, (2.21c)

or, by using the modified factorial moments (2.12)), as

S=Fne, (2.22a)
D = F, 62%, (2.22b)
T=Fru 83%. (2.22¢)

2.3.5 Recovering the plutonium effective mass from the detec-
tion rates

By inserting the modified factorial moments into the expressions of
the detection rates, a system of algebraic equations is obtained for the three unknown
sample parameters, F', M and «. If we invert this system, then the unknown parameters
are expressed with the measured values of the singles, doubles and triples rates, along
with some reactor physics constants and detector parameters. The inversion procedure
is described in [1,/18]; here only the results are summarized.

First, the value of the sample multiplication M needs to be determined by solving
the following third order equation:

a+bM+cM?+ M =0, (2.23)

where

T veo(1 — 1vigq)

a =
e2 f S (st,z Vif,3 — Vsf3 Vif,2)
b— 2D [st,3 (Vif,l - 1) -3 Vst 2 Vif,2]
€ faS (Vst2 Vies — Vst 3 Vi2)
6 D vy o Vi1
c — 1.

€faS (st,z Vif,3 — Vsf,3 Vif,z)
Once M is known, F' and « can be calculated as

B 1 2D M (M — 1) Vit 2 S
e M2y |efa Vg1 — 1

(2.25)
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and

w5
_ngsf,lM

Using ([2.3)), the 2*°Pu-effective mass can be obtained from F' as

1. (2.26)

eff F

Moy = ——

) 2.27
9240 ( )

2.3.6 The design of multiplicity counter devices

Depending on the characteristics (e.g. size and composition) of the measured sample
as well as the measurement environment, neutron multiplicity counters come in many
different shapes, forms and sizes. There are, however, four design goals that every
device tries to achieve; these are:

1. Maximize the neutron detection efficiency. Because the triples rates are propor-
tional to the third power of the detection efficiency, a large detection efficiency is
required to increase its detection rate. Large detection efficiencies can be achieved
by using *He detectors. A typical goal is 50-60 %.

2. Minimize dead time losses. Triples rates are extremely sensitive to dead time
arising in the counting electronics. This type of dead time can be decreased by
the increase of independent amplifier /discriminator units that process the signals
of the detectors.

3. Minimize the die-away time. The width of the counting gate is chosen in a way
that it covers the die-away time. The larger the gate is, the more emission events
will be overlap within one counting gate, which increases the uncorrelated back-
ground in the counting statistics thus decreasing the precision.

4. Minimize the effect of sample placement within the cavity and the difference in the
energy spectrum of neutron sources. This is important because the assumption of
the theory in Section was that the detection efficiency is space and energy
independent.

Maximizing efficiency and minimizing die-away time are usually competing goals.
Depending on which of the two is preferred, there are two classes of multiplicity counters:
thermal counters as well as epithermal counters. The majority of multiplicity counters
are thermal devices which, in general, provide a high detection efficiency of around
50-60 %. Since thermal neutron detectors are usually based on some type of a neutron
capturing reaction, thermal counters usually have a good gamma insensitivity [3,3§].
Because they are both thermal detectors, a strong moderation is required to achieve
good detection efficiency which, in turn, produces a large die-away time in the order of
10-100 ps. Most are equipped with *He gas-filled detectors. BF3 gas-filled detectors are
sometimes used in high gamma fields because they are less sensitive to gamma radiation
then 3He detectors; their efficiency is, however, a factor of 2 less. The description of
several thermal multiplicity counters can be found in [1,/19,22]. A small fraction of
counters are fast or epithermal counters. Since these detectors are usually based on
recoil reactions of fast neutrons, epithermal counters have a small die-away time on the
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order of 10ns [3]. On the other hand, they are generally more sensitive to gamma rays
and are sometimes not as efficient as thermal counters. Such systems have been used
in the past [21], but enjoy a renewed interest [23}39-44].

The typical layout of the electronic circuit connected to the detectors of a thermal
multiplicity counter with *He detectors is shown of Figure 2.6, The voltage applied to
the detectors is around 1500V so that they operate in the proportional region where
the pulse amplitudes are proportional with the deposited energy [38]. Pulses in this
region have a fast rise time on the order of 0.1 ps and the recovery time of the detector
(the time before it can provide another pulse) is around 1-2 ps. Usually a small number
of detectors are connected parallelly and attached to a common integrated circuit con-
taining a pre-amplifier and amplifier and an integral discriminator [1]. The logic pulses
produced by the discriminator are typically 50 ns wide and the effective time constant
of the circuit (the time before it can create a new logic pulse) is 150 ns. Dead time losses
might occur at high count rates due to the overlapping of voltage pulses, however, the
probability of such losses decreases with the number of detectors connected. For this
reason, multiplicity counters have typically 10-60 independent discriminator circuits,
with 2-8 detectors in each |1]. Each of these circuits produce an independent stream of
logic pulses which are then unified into a single stream by a derandomizer circuit. Due
to its internal buffer, the derandomizer circuit can reduce dead time originating from
the overlapping of logic pulses even at a very high count rate of 2 MHz. Finally, the
unified pulse stream is sent through a multiplicity shift register, that determines the
detection rates. The operation of the shift register will be described in Section [2.3.7

detector group 1

100 55

,,,,,,,,,,,,

derandomizer

; amplifier discriminator j

,,,,,,,,,,,,

detector group N

Figure 2.6: Layout of a typical electronic circuit connected to a multiplicity counter.

As an illustration, Figure[2.7shows the Plutonium Scrap Multiplicity Counter [1,45].
The device measures impure plutonium and mixed oxide scrap materials in the mass
range of a few tens of grams to several kilograms. The horizontal cross section of the
device is 66 cmx 66 cm and has a height of 92 cm. The design contains 80 *He detectors
embedded into a polyethylene moderator in a circular arrangement; this provides a 55 %
detection efficiency and a 47 ps die-away time. The signals of the detectors are processed
by 19 preamplifier /discriminator circuits; the dead-time coefficient (see Section [2.3.8)
is 121 ns. The device has a relatively flat axial efficiency profile.
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Figure 2.7: The design schematic of the Plutonium Scrap Multiplicity Counter from
Reference [1]. The sample cavity is surrounded by 80 3He gas-filled neutron detectors.
The space between the detectors is filled with polyethylene for moderation. Graphite
plates are placed above and below the cavity to reflect escaping neutrons.

2.3.7 Estimation of the detection rates — the shift register

As we have seen in Section [2.3.4] to estimate singles, doubles and triples detection
rates, one needs to count single pulses, correlated pairs and correlated triplets, respec-
tively, that belong to the same spontaneous fission event. Figure [2.8 shows typical
streams of logic pulses produced by the derandomizer circuit in two different cases. In
the first case shown on Figure [2.8a] the emission intensity and the die-away time is
low enough that pulses originating from subsequent emissions are far away from each
other and form well separated groups. In this case, the correlated pulses can easily
be identified. Most often, however, the emission intensity and the die-away time are
so large, that pulses from subsequent emissions overlap as shown on Figure [2.8bl The
separation of correlated pulses from uncorrelated ones in this case is possible only on a
statistical basis. In multiplicity counters, this separation is performed by an integrated
circuit called the multiplicity shift register. In the following, the operation of the shift
register is described from a mathematical point of view.

L

time (a.u.) time (a.u.)

detection
detection

(a) Low emission intensity and die-away (b) Large emission intensity and die-away
time: pulses from subsequent emissions are time: pulses from subsequent emissions over-
separated. lap.

Figure 2.8: An illustration of the logic pulse stream sent to a multiplicity shift register
at low and high emission intensities.

The multiplicity shift register operates as a sort of buffer and stores incoming pulses
for a predetermined time interval of length 7u.. Note that 7gae is identical to the
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gate width introduced in Section and illustrated on Figure 2.5 A typical length
of the gate width is 32 pus. As time passes, incoming pulses shift through the register
and the whole process takes time Tyue. At any time, the number of events stored in
the shift register is called the multiplicity of the shift register. In order to keep track
of the multiplicity at all times, the shift register has an associated up-down counter.
When an event enters the register, the value of the counter is increased by one; when an
event leaves the register, the value of the counter is decreased by one. The shift register
is also associated with a multiplicity scaler, which registers the number of times that
different multiplicities occur during a course of a measurement, i.e. the unnormalized
multiplicity distribution of the register. The multiplicity scaler is an array of sub-scalers,
each associated with a multiplicity 0,1,..., N, where N is a maximal multiplicity that
can be registered. When the shift register receives a trigger signal (we shall specify
what a trigger signal is in the next paragraph), the multiplicity scaler reads the value
of the counter and the value of the corresponding sub-scaler is increased.

In order to estimate correlated multiplicities, two shift registers are used each with a
separate multiplicity scaler. The relation of the two registers is illustrated on Figure 2.9}
The vertical dashed line represents the present time. Pulses on the right represent past
detections, whereas pulses on the left represent future detections. The two shift registers
have the same gate width 7, chosen to be close to the die-away time, however, they
are separated in time. The detection events first flow through the reals plus accidentals
(R+A) gate into which they enter after a time called predelay, denoted as Ty, with
respect to the time of their detection, which is typically a small fraction of the die-away
time. After the R+A gate, the detection events flow through a second gate called the
accidentals (A) gate, following a time called long delay, denoted as Tiong, which is chosen
to be much larger than the die-away time (and the gate width). Whenever a new event
is detected, both shift registers are triggered and their multiplicity scalers get updated.

trigger ‘
signal | R+A gate A gate

—
Tpre Tgate Tgate

Tlong

Figure 2.9: Illustration of the operation logic of the multiplicity shift register.

As an example, Figure 2.10| shows the multiplicity distribution of the R + A and
A gates measured with a 3.8 kg plutonium metal sample. One can see that although
the shape of the distribution is similar in the two gates, the actual values differ. Since
the predelay is much smaller than the die-away time, the R + A gate will contain the
multiplicities from two types of events: events that are correlated with the trigger signal
because they are from the same emission (reals) and events that not correlated with
the trigger signal either because they are from a different emission or because they are
from an uncorrelated background (accidentals). On the other hand, since long delay is
much longer than the die-away time, the A gate will contain multiplicities only from
events, which are not correlated with the trigger event (accidentals).
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Figure 2.10: A measured multiplicity distribution of a 3.8 kg plutonium metal sample.
Values are taken from [1].

The correlated detection rates can be estimated from the multiplicity distribution
of the R+A and A gates. The procedure is based on the fact that because the two gates
are of equal length, the number of non-correlated events (accidentals) in them are the
same within statistical uncertainty. As a result, the number of real correlated events
can be obtained in a form of a difference in the two multiplicity distribution. After a
measurement of length 7') let F; and B; denote the observed number of multiplicities
1 =20,...,N in the R 4+ A gate and the A gate, respectively. The estimated values of
the singles, doubles and triples rates can than be written as :
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Formulas for calculating the uncertainties of the above estimates can be found in [46]
and will not be presented here.

2.3.8 Dead time correction of the estimated detection rates

In every detection system there is a minimum time that must separate two events
so that they can be distinguished. This minimum time is called the dead time .
Dead time may arise in several parts of a detection chain for various reasons. Within
a neutron detector, a dead time is posed by the charge collection time: in gas-filled
detectors, a charge signal can be obtained 1-2 ps after the neutron interaction .
The preamplifier output pulse has a rise time of around 0.1 ps and the amplifier has a

22



time constant around 0.5 ps. The integral discriminator produced logic pulses of width
50ns [1]. When two events are closer than the dead time, they will be treated as one,
so the information on one of the events is lost. This is called the dead time loss. Dead
time losses can become severe especially at high counting rates. In such cases, losses
must be quantified and compensated for; this process is called dead time correction. It
should be emphasized that there is a large literature on the topic of dead time, both
in general and specific to multiplicity counting. For this reason, only a brief overview
is given here on the general treatment of dead time, then the most frequently used
techniques applied to multiplicity counting will be discussed.

Essentially, there are two fundamental types of dead time correction techniques: em-
pirical and theoretical. Empirical correction techniques provide ad-hoc formulas, which
contain dead time parameters that can be determined from a given system with reference
measurements. Theoretical correction techniques, on the other hand, derive formulas
for the detection rates based on a stochastic model of the dead time process. There are
two common models of dead time: paralyzable (or updating) and non-paralyzable (or
non-updating) [38]; they are illustrated on Figure A fixed dead time 7 is assumed.
In both models a registered true event starts a dead time period of length 7 and any
further event that occurs during the dead period is lost. The difference in the models
is how the lost true events affect the dead period. In the non-paralyzable model, lost
events have no effect on the dead period; in the paralyzable model, however, these ef-
fects (although lost), prolong the dead period by 7 again. It is important to emphasize
that these two models are idealizations. The dead time in real detection systems can
be described by one of them, by a mix of them, or by none of them. For example,
the pulse formation in an ionization chamber creates a paralyzable dead time, because
when the detector is ionized, a new detected particle will cause additional ionization; in
a coincidence circuit, however, incoming logic pulses create non-paralyzable dead time.

From a mathematical point of view, the fundamental difficulty with developing dead
time correction techniques is that the detection process will not be Markovian in the
presence of dead time, since a detection event in the present time will affect detection
events in a future time [47].

paralyzable

paral [ — 1 =7
i oo (8 i

non-paralyzable W 1 ‘ 1
[ 1] | |

Figure 2.11: Illustration of the paralyzable and non-paralyzable model of dead time.

model

In multiplicity counting, the most dominant source of dead time losses could be
integral discriminator, that serves many detectors [3]. This source of the dead time
is, however, greatly reduced by applying many independent pulse processing circuits
each of which serves only a small number of detectors (see Section [2.3.6]). Nevertheless,
at large count rates other dead time sources might become so dominant that the esti-
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mated detection rates become smaller than that given by the expressions ([2.28]), hence
corrections become necessary.
The most frequently used empirical correction technique provides formulas for the

singles and doubles rates only. In particular, the corrected detection rates are written
as [1},4849]:

S = Sef S/t (2.29)
D = De’?, (2.30)

where S and D are the detection rates estimated by the shift register according to
. Above, § = A+ B S, where A and B are dead-time parameters. Their values
depend on the actual multiplicity counter. The standard method to determine A and B
is to perform measurements with several 2*>Cf sources of different strengths and adjust
A and B in a way that the corrected D/S ratio is constant for all strengths [3}49].
Since no such empirical formula exists for the triples rate, usually a theoretical formula
shown below is used [1},50].

The most widespread theoretical correction method is that derived by Dytlewski [46].
This approach calculates the corrected detection rates from the multiplicity distribu-
tions registered in the R+A and A gates (see Section :
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where ¢ is a dead time parameter. The above set of formulas were recently extended
to the correction of quads [51].

The fundamental assumption of the above model is that the incoming detection form
a Poisson process, i.e the inter-event times are independent and identically distributed
exponential variables. This is certainly not the case with multiplicity counting, where
the goal is exactly to characterize the correlation between detection events. Dead time
models, that take into account the non-Poissonian character of the detection process
have been published [47],52-57].
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2.4 The improvement of traditional multiplicity count-
ing

Although multiplicity counting is used to measure un-irradiated samples (fresh fuel
assemblies, nuclear warheads, laboratory items), most of the plutonium can be found
in spent reactor fuel [3]. The assay of spent fuel poses two major challenges that make
the quantification of plutonium difficult [58-60]: a large gamma background created
primarily by the fission fragments, and an extremely large neutron “background” origi-
nating from the spontaneous fission of certain transuranic elements (mainly 2*2Cm and
21Cm). Two standard techniques to manage the gamma background are the appli-
cation of gamma shielding materials as well as the use of detectors with low gamma
sensitivity (e.g. fission chambers) [60]. To separate the neutron signature of pluto-
nium from that of the transuranic elements, two measurement techniques have been
introduced [61]: the passive neutron reactivity technique [62-64] and the differential
die-away self-interrogation technique [65]. Both of these are close relatives of multi-
plicity counting, because they rely on determining the doubles and triples detection
rates.

Due to the high overall neutron (typically 107-10® n/s [58]) and gamma emission
rate of irradiated fuels, the estimation of singles rate and, especially, the estimation of
the doubles and triples rates is difficult with the standard approach of pulse counting
using *He detectors. One possibility to overcome this problem is to adopt a practice
used in on-line flux measurement of reactors: the analysis of the continuous signals of
fission chambers operated in Campbelling or current mode. This option is elaborated
in the following.

2.4.1 The operation modes of detectors

Consider a neutron detector subject to a permanent neutron radiation. Let us
assume, that the observed detection rate is S and the time evolution of each voltage
pulse induced by a detection is described by the function f(¢). Clearly, the fluctuating
voltage signal observed at the output of the detector is an aggregate of the individual
pulses; let us denote it by y(t).

Depending on how information on the detection process is extracted from the voltage
signal y(t), we distinguish between three modes of operation: pulse mode, Cambelling
mode and current mode; these are illustrated on Figure [2.12] The appropriate mode
of operation in a given practical situation will be determined primarily by the value of
the detection rate S.

At low detection rates, the average time between two consecutive detections is large
(compared to the duration of pulses) and adjacent pulses are well separated from each
other. In this case, the most appropriate mode of operation is the pulse mode. In pulse
mode operation, the signal is sent through an integral discriminator which selects every
pulse that crosses a given threshold value and creates a stream of logic pulses. These
can then be counted allowing to estimate the detection rates S. Since pulses induced
by gamma particles are smaller compared to neutron induced pulses in most detectors,
the gamma background is effectively suppressed by pulse amplitude discrimination.

As the detection rate increases, the average time between two consecutive detection
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events becomes shorter and adjacent pulses tend to overlap each other. Since such
overlapping pulses cannot be distinguished by an integral discriminator effectively, loss
of counts (dead time losses) occurs during pulse mode operation. Dead time correction
can be applied to compensate for these losses until a certain point. At extremely large
detection rates, however, none of the pulses will be separated from the others, hence
pulse mode operation becomes impossible. In this case, the value of the detection rate
S can be indirectly deduced by analyzing the characteristics of the continuous signal
y(t). This procedure is based on the Campbell theorem, [66], which states that the
mean value and the variance of the detector signal are proportional to the detection
rate S, when the detections follow a Poisson process. In this case:

(y) = Ely(t)] = § / Ty,
0 (2.34)

Ely(t) — () = S / P ar

The original theorem of Campbell has been extended to higher order statistic in the
form of the high-order Campbell theorem |66-69):

Ely(t) —(y)" = S /0 Tt ns2 (2.35)

voltage (a.u.)

”\/M\/V\*’\p

voltage (a.u.)

time (a.u.)
Figure 2.12: Tllustration of the operation mode of detectors.

In current mode, the mean value of the signal is measured and detection rate is re-
trieved using the first part of the above theorem. In this mode of operation, the gamma
background can be discriminated by the joint use of two almost identical detectors,
one of which does not contain the neutron-sensitive material and is therefore sensitive
only to gamma radiation. In Campbelling mode, the variance (or higher order central
moments) of the signal is estimated. In this case, the gamma pulses are inherently sup-
pressed because the pulse shape f(t) is raised to a higher power, hence larger neutron
pulses are emphasized.
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2.4.2 Fission chambers

Fission chambers, just like He detectors, belong to the type of gas-filled detectors
[38]. The schematic design of a fission chamber is shown on Figure [2.13] The detector
usually has two coaxial electrodes. The outer electrode, namely the cathode, can have
an outer diameter as small as 3 mm for miniature chambers. A thin layer of fissile
material (from a few micrograms to a few grams) is deposited on at least one of the
electrodes, usually only on the anode. The most typical coating material is 2**U. The
space between the electrodes is filled with pressurized gas (e.g., argon at 1.5 bar). When
a neutron reaches the fissile deposit, it is likely to induce a fission that generates two
heavily charged ions. The two fission fragments are oppositely directed, hence one of
them gets absorbed in the coating while the other will likely enter the filling gas. This
latter fission fragment will ionize the filling gas on its trajectory. Given that a high
voltage of a few hundred volts is applied between the electrodes, the electrons and
positive ions get separated and drift across the gas, generating a current signal that can
be amplified and processed. In most applications, the voltage value is chosen to be high
enough to collect all the charges, but low enough to prevent the production of secondary
ionization pairs. In this case, the neutron-induced current signal is proportional to the
fission rate and nearly insensitive to the voltage. In this case, the fission chamber is
said to work in the saturation regime.

W\
a.
o
neutro&\ W

anode

voltage]i
cathode

Figure 2.13: A schematic illustration of the design of a fission chamber.

One outstanding characteristic of fission chambers compared to other types of neu-
tron detectors is the large amount of energy released during detection [38]. In 2¥U
coated fission chambers, for example, the average total energy released per fission is
200 MeV of which 160 MeV appears as the kinetic energy of the two fission fragments.
Given that usually one of the two fission fragments enter the filling gas, on average
80 MeV energy is used for ionization per detection. In comparison, in *He detectors
the total kinetic energy released in the *He(n,p) reaction is 764keV [38]. As a conse-
quence, in fission chambers pulses induced by neutrons are much larger in magnitude
than pulses generated by any other particles. Due to this inherent gamma suppressing
property, fission chambers can be effectively operated in all three modes of operation
mentioned in Section [2.4.1} unlike other detector types which are usually used in one
operation mode only. For this reason fission chambers are routinely used as in-core neu-
tron detectors for the on-line monitoring of the neutron flux, where this one detector is
able to serve measurement data over a wide range of reactor power (and corresponding
detection rates) [70-73].
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The major disadvantage of fission chambers is their low detection efficiency, espe-
cially compared to ®He detectors: while 3He detectors can provide a 90 % detection
efficiency, the efficiency of fission chambers is typically 1%. This is primarily due to
two factors: a) while in *He detectors, the target material is mixed with the filling gas
in large amounts, fission chambers have a very thin fissile layer; b) the cross-section
of neutron induced fission in ?**U is generally smaller by about 1 order of magnitude
than the cross section of the He(n,p) reaction. This low detection efficiency is espe-
cially problematic in safeguards applications, where low emission intensities are often
encountered. Therefore, in most cases *He detectors operated in pulse mode are pre-
ferred [3]. However, as noted in the beginning of Section , the large neutron and
gamma intensities encountered at spent fuel measurements make the use of *He detec-
tors difficult. In these cases the analysis of the continuous signals of fission chambers
operated in the Campbelling or current mode can be a viable option.

2.4.3 Extending the traditional Campbell theorem

As we have seen, the analysis of the continuous voltage signal of neutron detectors
(especially fission chambers) is based on the Campbell theorem. However, the primary
assumption behind this theorem is that the detections follow a homogeneous Poisson
process. Strictly speaking, however, this assumption does not hold, when neutrons are
detected from a fission chain, which is the case when measuring the flux in a reactor
or the mass of a fissile sample. In order to establish the possibility to investigate the
properties of continuous detector signals generated by correlated detection events, a
new formalism has been developed recently by P&l and Pazsit for the mathematical
formulation of the signals (primarily that of fission chambers) [5]. In the following, this
formalism is described briefly.

Consider a fission chamber and let us assume that it detects a neutron at time
t = 0. As a result of the detection, a voltage pulse is induced at the detector output; a
possible representation of the pulse is shown on Figure . In general, the observed
properties of the pulse (e.g. its height, length or shape) are influenced by a number
of factors, including the energy and direction of the incident neutron, the point of
entry into the detector, or the processes of charge generation and collection in the
sensitive volume; these have been investigated analytically, experimentally as well as
with simulations [74-78]. Due to its random characteristics, the time evolution of a
pulse can a described as a stochastic process, which will be denoted as x(t). According
to the model described in Reference [5], each pulse has a fixed deterministic shape given
by the function f(t), but they have a random amplitude a, which is characterized by a
probability density function denoted as w(a)] With these assumptions x(t) takes the
form x(t) = a f(t). It is shown that the probability density function of @(t) can be
written as

h(z,t) = /000 S —a f(t)]w(a)da. (2.36)

Consider now the case when the detector is subject to a permanent neutron radia-
tion. Clearly, each detection induces a pulse @(t), which are assumed to be independent

! This probability density can be experimentally estimated from a measurement of the pulse height
spectrum.
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of each other. As the aggregate effect of the individual pulses, a fluctuating voltage
signal, denoted as y(t), is formed at the detector output. A possible realization of this
signal can be seen on Figure In order to formalize the statistics of the observed
voltage signal in a particular case, the discrete process of the detection events must be
described and combined with the above model of a single voltage pulse. Since, how-
ever, the continuous signal of the detector is not a Markovian process, it can only be
formulated using a backward type Kolmogorov equation. In the simplest case, for ex-
ample, when the detection events arrive in a Poisson process with rate S, the following
backward equation can be written for the probability density function of the signal:

t
ply,t) = e 5 6(y) + / e Uyt =) ply — ', t —t))dt". (2.37)
0

Starting from this equation, the expressions of the original as well as the higher-order
Campbell theorems, given in (2.34) and (2.35)), have been re-derived in an exceptionally
simple manner [5].
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Figure 2.14: Illustration of the voltage signal of a neutron detector after a single detec-
tion event (left) and after a series of detection events (right).

Besides reproducing these results corresponding to detections in a homogeneous
Poisson process, formulas have been derived for detections in a non-homogeneous Pois-
son process [b] as well as for detections from a multiplying chain [79]. Recently, even
alternative versions [79-81] of the traditional Feynman-alpha and Rossi-alpha meth-
ods [82-85] have been proposed for determining the prompt neutron decay constant in
nuclear reactors.

The aim of the research presented in this thesis is, by continuing on the above line,
to develop a new, alternative version of neutron multiplicity counting based on the
Campbelling-type analysis of the continuous voltage signals of neutron detectors. By
carrying the favourable properties of the original Campbell technique, it might be a
practical tool for measuring nuclear materials, especially in the form of high intensity
spent nuclear fuel. The description and investigation of this new version of neutron
multiplicity counting is the topic of the reminder of the thesis.
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Chapter 3

Multiplicity counting with
continuous detector signals

3.1 Basic principles

As we have seen in Section [2.3] the aim of a multiplicity counting measurement
is to estimate the three sample parameters, the spontaneous fission intensity F', the
alpha-ratio a and the net leakage multiplication M. According to Bohnel’s theory of
superfission, determining the sample parameters is equivalent to determining the ()4
intensity of the sample emission events and the v; (i = 1,2, 3) factorial moments of the
number of emitted neutrons per event. Since, however, these factorial moments are not
themselves measurable, one had to identify three other quantities, which are directly
measurable and which form a mathematical relationship with Qs and v; (i = 1,2,3).
In the traditional form of multiplicity counting the three measurable quantities are the
singles, doubles and triples detection rates which are the rates of the first three factorial
moments of the number of detections observed a finite time window. Recall that the
practical applicability of the method is provided by the fact that the detection rates
are able to quantify (on a statistical basis) the number of correlated detection events
caused by neutrons that originate from the same spontaneous fission event.

Compared to this traditional approach, extracting sample parameters from the con-
tinuous signals of fission chambers poses two key difficulties. First, the mathematical
formulation of the continuous valued process representing the detector signal is more
complicated than describing the discrete counting process observed in a detector. Sec-
ond, contrary to pulse counting, no individual detection events are identified when
analyzing the continuous signals of the detectors. For this reason, the presence of cor-
related detection events must be inferred indirectly from the correlated changes in the
signal value. An obvious choice of measurable quantities that reflect such correlations
are the moments of the signals.

To derive expressions for these moments, the point model of the neutron emission
and detection processes in Sections [2.3.3] and [2.3.4] will be combined with the new
formalism, described in Section [2.4.3] for characterizing fission chamber signals. Ac-
cordingly, neutrons are emitted at a rate ()5 from the sample, and the probability mass
function of the number of emitted neutrons is P(n), whose first three factorial moments
are denoted as vy, v and v3. We shall assume that every neutron is detected with the
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same probability by any of the detectors and this probability for each specific detector
is denoted by €. Note that € here has a somewhat different meaning than in the pre-
vious chapter where it represented the overall detection probability of the whole array
of detectors. Each neutron detection produces a stochastic pulse x(t) = a f(t) with
shape f(t) and a random amplitude a whose density function is w(a). For the sake
of simplicity, we shall assume that f(¢) and w(a) is the same for every detector. As a
result of the consecutive emission (and subsequent detection) of neutrons, each detector
produces a fluctuating continuous signal. In particular, we shall focus on the correlated
signals of three detector at a time; these will be denoted as y;(t), y(t) and y3(t). A
possible realization of the signals is shown on Figure [3.1]

y1(t)

y2(t)

voltage (a.u.)

ys3(t)

t=0=p t=0  time (au.) t

Figure 3.1: A possible realization of the voltage signals of three detectors in a multi-
plicity counting measurement. The dashed lines select three different points in time
(t,t — 60 and t — 0 — p) whereas the dots highlight the signal amplitudes at these time
instants. Together they illustrate the moments of the signals we wish to determine.

Our goal in the following is to pick at least three moments of the signals and express
them as functions of the sample emission rate ()s; and the factorial moments v; (i =
1,2, 3) of the number of emitted neutrons per one emission event. Although in principle
we can choose from an infinite number of moments, we are interested in those with
an order up to three; this restriction is not independent from the fact that v is the
highest order factorial moment we wish to obtain. The selected set of moments will
be the cumulants corresponding either to the distribution of one signal, or to the joint
distribution of two or three signals.

Depending on the way the moments describe the information on the correlated
detection events in the continuous signals, the theory presented in this chapter has
gone through three major stages, each being extensions of the preceding one. The key
concept of the three stages can be summarized as follows:

1. In the first stage, we shall make the rather idealistic assumption that every neu-
tron is detected instantly following its emission. An important consequence of
this assumption is that neutrons originating from the same emission are detected
simultaneously. The identification of correlated detections, in this case, will be
based on the fact that pulses induced by these detections perfectly overlap in
time. At this stage we shall derive expressions for six of the so-called one-point
moments which characterize the distribution of the signals at a single point in
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time (see Figure [3.1]); such moments include the mean or the covariance. As we
shall see, by assuming instant detection the one-point moments are capable of
recovering the factorial moments v;.

2. In the second stage, we shall drop the idealistic assumption of instant detection
by assuming that each neutron is detected with a random time delay following its
emission. The consequence of this assumption is that neutrons originating from
the same emission are detected at different times, hence the pulses they induce will
not necessarily overlap in time. In this stage, the same set of one-point moments
are calculated as in the first stage. We shall see that the first factorial moment v,
can still be recovered, however, the information on the second and third moment
v and vs is lost in the most anticipated practical scenarios.

3. A solution to this problem is provided in stage three. Here, we maintain the realis-
tic assumption that neutrons are detected after a random time delay, however, we
extend the set of moments to consider. Beyond the one-point moments, we start
to investigate the so-called two- and three point moments as well (see Figure ;
such moments include the covariance function or the bicovariance function. By
characterizing the distribution of the signals in more than one points in time, they
are able to identify the correlation between detection events that are temporally
separated from each other. As we shall see, the two- and three point moments
allow us to recover the second and third moment, 5 and 13, even in cases where
one-point moments cannot.

At this point it should be emphasized that the first of the above three stages has been
completed by the time the author has joined the research project. The second and third
stages, however, have been elaborated by the author. Nevertheless, because they form a
logical chain, all three stages are described separately in Sections |3.2H3.4] Each section
will be divided into two parts. While the first part only concerns the derivation of
the moment expressions, the second part is devoted to the interpretation of the results.
Note, however, that the calculation of the moments is rather extensive and complicated.
Therefore, for the sake of transparency and compactness, every calculation in the main
text will be given schematically, focusing mainly on the final results. The details of the
calculations can be found in the Appendix.

Once the expressions of the moments are available, it might be desirable to invert
them, and express the sample parameters F', & and M with the (measurable) moments.
The same inversion procedure with the traditional detection rates has been described in
Section [2.3.5. However, we shall see that the moments of the continuous signals are very
closely related to the singles, doubles and triples rates of the traditional multiplicity
counting. For this reason, in Section [3.5 we chose to derive equations that express
the traditional detection rates with the moments of the signal. Once, the values of the
detection rates are determined, the same inversion procedure described in Section [2.3.5
can be used to recover the three sample parameters.
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3.2 Omne-point distribution with instant detection

We start by investigating the one-point moments of the detector signals, which
characterize their distribution at a single point in time, say ¢ (see Figure . We have
also said that in doing so we shall make the assumption that neutrons are detected
instantly following their emission. As stated earlier, from all the possible moments
we are primarily interested in the cumulants up to the order of three. Regarding the
signal of one detector, say y;(t), there are three moments meeting this criteria: the
(stationary) mean, variance and skewness. They are defined as

ry = lim B[y (2], (3.1a)
iy = lim E {[y:(t) —(y1)"} . (3.1b)
s = lim E {[y:(t) —(y1]"} . (3.1c)

Regarding the signals of two detectors, say y;(t) and yo(t), there are two cumulants
to consider: the (stationary) covariance and another moment without a special name.
They are defined as

Fra = lim E {0 (8) —(y1)] [y2(0) —(y2)]} (3.2a)
o = lim E {[y1(t) — ()" [y2(t) — (w21} | (3.2b)

Regarding the signals of three detectors, y,(t), y(t) and y5(t), there is only one suitable
cumulant: the (stationary) bicovariance. It is defined as

Frpa = m E{y(¢) = (o)l [y2() —(ya)] [ys(t) —(ys)}- (3:3)

3.2.1 Derivation of the moment expressions

The fundamental building block in calculating the expressions of any of the above
cumulants are the quantities related to the distribution of a single pulse. Therefore we
start by characterizing this latter, and continue with the former after that.

Distribution of a single pulse

Consider a neutron emitted at time ¢ = 0 and detected instantly. According to our
model, the detection induces a random impulse (t) = a f(t) with respect to the time
of emission (which is also the time of detection), where f(t) is a fixed shape and a is a
random amplitude with a density function w(a).

In order to characterize the statistical properties of the pulse, we start by specifying
its one-point cumulative distribution function, H;(z,t), which equals the probability
that the observed value of the pulse at time ¢ does not exceed z. Formally, H; can
be written as H(z,t) = Plz(t) < 2] = Pla f(t) < x]. A more concrete form of H;
is obtained if we notice that the right hand side equals the probability that a takes a
value a such that at time ¢ the relation a f(¢) < z holds. With this in mind one can
write

Hy(z,t) = /OOOA[x —af(t)]w(a)da, (3.4)
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where A stands for the Heaviside step function defined as

fi
Alz) = 0, forx<0 (3.5)
1, foraxz >0.

Three quantities, in particular, related to the distribution of the pulse will appear
in the derivations later; all of them can be derived starting from one-point cumulative
distribution function H;. The first of these quantities is the density function of the
pulse, which is defined as the derivative of H; with respect to x and takes the form

hy(x,t) = w = /000(5[95 —af(t)]w(a)da. (3.6)

Here, we have accounted for the fact that the derivative of the Heaviside step function
is the Dirac delta function, denoted as . The second quantity of interest is the charac-
teristic function of the pulse, which is defined as the Fourier transform of the density
function with respect to x and takes the form

X1(w, t) :/ e hy(x,t) da::/ et/ ® 4(a) da. (3.7)
0

—00

The third quantity is the raw moment of order k of the pulse, which is obtained from
the characteristic function as

1 0y (w,t)

() = ko Owk

=(a") F5(t). (3.8)

w=0

Here f* is the kth power of the shape, whereas (a*) denotes the moment of order k of
the amplitude and is defined as

(a®) = /Oooak w(a) da. (3.9)

Distribution of one detector signal

The one-point distribution of the signal of one detector, say that labeled with 1, con-
cerns the random variable {y; (¢)}, which is characterized by the cumulative distribution
function

Fi(y,t) = Ply(t) < y.
The procedure of calculating the cumulants (3.1]) of the signal takes four steps:

e In the first step we start by writing a backward Kolmogorov equation for the
density function of the distribution, defined as

o 8F1<y; t)

m@ﬂ——Tﬂ—. (3.10)

This equation is formulated by considering the probabilities of all events that
change the value of the signal.
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e Since the above equation cannot be solved analytically, in the second step we
transform it to an equation for the characteristic function, defined as

(W ) = / & (3, 1) dy. (3.11)

This equation can easily be solved analytically.

e In the third step, using the solution of the characteristic function, we calculate
an expression for the stationary cumulant-generating function, defined as

1(w) = tliglo In[m (w, t)]. (3.12)

e In the fourth step, the cumulant of order k£ is obtained by differentiating the
cumulant-generating function:

1 OFy(w)
k= ko Owk

(3.13)

w=0

These four steps are described in great detail in Section [A. 1.1} Here, only certain parts
will be reproduced.

As noted above, we start by formulating an expression for the density function p;
of the signal. Recalling that the detection process starts at time ¢ = 0, it is clear that
value of the signal at earlier times is zero. As a consequence, for ¢t < 0, the density
function takes the form

pi(y,t) = 6(y). (3.14)

On the other hand, as we shall explain below, for t > 0 it obeys the following Kol-
mogorov backward integral equation:

p =2+ [ et S pw - (1) ek o

k=0

y (3.15)
X/ UMt =) prly — ot — ') dy'de.
0

Here Qs and P(n) denote the intensity and multiplicity of the source and were defined
earlier in Section [2.3.3} € denotes the detection efficiency (more precisely: the probabil-

ity of detecting a neutron) and was introduced in Section finally the function U ,5,1)
is defined as

Ué”(y,w:/o / Ba(ye, ) -~ by (e, £) dyg - -y, (3.16)

Y1t tyR=y

where h; denotes the one-point density function of a single pulse and was defined in

9.
Before interpreting the Kolmogorov equation ([3.15]), we should consider the physical

meaning of the the function U ,il) given by 1) One can recognize that it is essentially
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the density function of k pulses induced by k neutrons originating from the same emis-
sion at time ¢t = 0. As a k-fold convolution of Ay, it reflects the fact that pulses induced
by more that one neutrons are independent and add up linearly. With these in mind,
Equation (3.15]) can be interpreted in the following way. As an application of the law of
total probability, the probability density of having a signal value y at time ¢ (left-hand
side) is expressed with the probabilities (or probability densities) of events, that cause
it (right-hand side). The two terms on the right-hand side correspond to two mutually
exclusive events. The first term represents the event when no source emission occurs
until time ¢ with probability e~@*!, in which case the signal value at time ¢ remains zero
with probability density d(y). The second term represents the event when there was at
least one source emission until time ¢. In fact, its is a sum (or integral) over the proba-
bilities (or probability densities) of a set of mutually exclusive events, each of which can
be described as follows. The first emission occurs at time ¢’ with probability density
Qs e~ 9" during the emission n neutrons are released with probability P(n); from the
n neutrons k are detected and n — k escape with probability (”) F(1—e)" % the k
pulses 1nduced in the detector contribute by ¢’ to the signal at time ¢ with probablhty
density S X ( t —t'); pulses from subsequent emissions contribute to it by y — ¢’ with
probability density py—y,t—=1).

After lengthy calculations, detailed in Section [A.1.1] we find that the characteristic
function takes the form

WNWJ):emo<Qié%G{ﬁ[XKMJUH-Udf>, (317)

where X1, the characteristic function of a single pulse, is given by (3.7]), whereas ¢; is
defined as

alx)=1+¢e(x—1). (3.18)

Finally, using (3.12), the following expression is obtained for the stationary cumulant-
generating function:

mm:&éﬂamm&mm—n@ (3.19)

By substituting the above expression into (3.13]), we are able to calculate kg, the
stationary cumulant of order k. As noted in the beginning of Section [3.2] we are
interested in three moments of the signal of one detector: its mean value k1, its variance
ko and its skewness k3. If we account for the definitions of the detection rates,
these take the forms

K1 = S/ 1(t) dt, (3.20a)
iy = S/ pa(t dt+2D/ L3(t (3.20b)

/13—5/ [Lg()dt+6D ,ug ul()dt+6T/oo,u1()d (3.20c)

At this point it might worth to take a look at the physical meaning of the above
expressions of the moments. The x; mean value (first order moment) of the signal
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originates from one “source”: the first moment g4 of one pulse (single). The x, variance
(second order moment) of the signal, on the other hand, originates from two “sources”:
the second moment gy of one pulse (single) or the joint second moment u? of two
distinct pulses (doubles). Finally, the k3 skewness (third order moment) of the signal
originates from three “sources”: the third moment u3 of one pulse (single), the joint
third moment sy p; of two distinct pulses (doubles) or the joint third moment u$ of
three distinct pulses (triples).

Finally, when we insert the explicit form of the moments of the pulse into
Equation then, by introducing the notation

I = / e dr, (3.21)

the cumulants of the signal take the particularly compact forms

k1 = S{a) I, (3.22a)
ko = [S(a®)+ 2D (a)?] I, (3.22b)
k3 =[S (a®)+ 6 D (a®)(a)+ 6 T(a)®] L. (3.22¢)

Distribution of two detector signals

The one-point distribution of the signal of two detectors, say those labeled with
1 and 2, concerns the random variable {y;(t),y2(t)}, which is characterized by the
cumulative distribution function

Fia(y1,y2,t) =Py (t) < w1, y2(t) < vl

The procedure of calculating the corresponding cumulants (3.2)) follows the same steps
as in the previous case of one signal. The details of this calculation can be found in
Section Here only the final results are presented, which take the form:

K11 =2D / i () dt, (3.23a)
0

Ko = 2D/ po(t) gy (t) dt + 6T/ p3(t) dt, (3.23b)
0 0
The interpretation of the above equations is analogous to that of . The k11
covariance (second order moment) of two signals originates from one “source”: the joint
second moment 22 (¢) of two distinct pulses (doubles) each from a different detector. kg
(third order moment) originates from two “sources”: the joint third moment s 7 of
two distinct pulses (doubles) each from a different detector and the joint third moment
w3 of three distinct pulses (triples) of which two comes from one detector and one comes
from the other.
Again, when we use the explicit form of the moments of the pulse furthermore
we account for , the expressions can be rewritten into the compact form

k11 = 2D (a)* Iy, (3.24a)
ko1 = [2D (a®){a)+ 6T {a)’] L. (3.24b)
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Distribution of three detector signals

The one-point distribution of the signal of three detectors, those labeled with 1, 2
and 3, concerns the random variable {y;(t), y2(t), y3(t)}, which is characterized by the
cumulative distribution function

Fia1(yr, 92,93, 1) = Plyi(t) < yi, y2(t) < yo, ys(t) < ysl.

With the derivation presented in Section [A.1.3] the following expression is obtained for
the cumulant #1171 defined in (3.3]):

(e 9]

K111 = 6T (a)® /0 p3(t) dt. (3.25)

The interpretation of this equation is analogous to that of (3.20) and (3.23). Again,
when we use the explicit form of the moments (3.8)) of the pulse and account for (3.21)),

the expression can be rewritten into the compact form

R11,1 = 61 <CL>3 13. (326)

3.2.2 Interpretation of the results

In order to give a comprehensive overview of moment expressions derived in this
section, let us collect them into one place below. For the mean, variance and skewness
of one detector signal we obtained

k1 = S{a) I, (3.27a)
ko = [S(a®)+ 2D (a)?] I, (3.27b)
k3 = [S(a®)+ 6 D (a)a®)+ 6T (a)®] L. (3.27c)

The cross-covariance and the cumulant k2 of two detector signals read as

ki1 =2D(a)’ I, (3.27d)
ko1 = [2D (a){a®)+ 6T (a)®] Is. (3.27¢)

The bicovariance of three detectors took the form
R11,1 = 6T<CL>3 [3. (327f)

The quantities I,, and (a") were defined in Equations and (3.9).

Equation (3.27al) shows that the mean value of the signal of a detector is proportional
to the singles rate; the proportionality factor is the product (a) I;. Since, in general,
I,, and (a") are solely properties of the pulses produced by the detector, they can be
determined in a calibration step using a large sample of individual recorded pulses.
Consequently, the singles rate can be retrieved from the mean value of the continuous
detector signal. Moreover, Equation (3.27al) reveals a big advantage of the new approach
over the traditional one: the singles rate can be obtained at arbitrarily large count rates
from the continuous signal. This is because when, for example, two pulses completely
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overlap, their amplitude together will be twice as large as the amplitude of each, hence
their presence is reflected in the mean value.

An inspection of Equations and reveals a way of determining S and
D from the variance and skewness. The procedure goes as follows. In the possession of
S from the mean, D can be obtained from the variance using . Then, with the
known values of S and D, T can be obtained from the skewness using . These
formulas reveal two additional favourable quality of the new method. The first one
is that, unlike in the traditional case, the doubles and triples rates can be obtained
from the signal of only one detector. The explanation is the same as in the case of the
mean: the amplitudes of the pulses generated by coincident events add together, which
is reflected in the variance and the skewness. The second one is that these higher order
moments suppress the contribution of minority signal components (e.g. noise, gamma
pulses, alpha pulses, etc.), similarly to the application of the higher order Campbelling
methods (see Section . This is explained with the presence of I and I3 in the
formulas, which contain the second and third power of the pulse.

Although the variance and the skewness allow us to estimate the dobles and the
triples rates from one signal, the method has certain disadvantages. Namely, when we
calculate D from the variance ([3.27b|), we propagate the uncertainty of the estimate
of S. Similarly, when we calculate T" from the skewness , we propagate the
uncertainties of S and D. This problem can be bypassed by accounting for the cross
moments ([3.27d)—(3.27f). Taking a look at the covariance of two signals, we
see that it is identical to the second term of the variance , that is, it is directly
proportional to the doubles rate. This means that using the covariance, D can be
obtained without using S, hence avoiding the propagation of its uncertainty. Using the
moment (3.27¢]) of two signals, we can obtain 7" without requiring S, however, we still
need to use D while propagating its uncertainty. The triples rate can most conveniently
obtained from the bicovariance of three signals without needing to use either S
or D.

To conclude, Equations form a system of (overdetermined) linear algebraic
equations between the singles, doubles and triples detection rates and certain moments
of the signal. By measuring the moments, the values of the detection rates can be
determined by inverting this system of equations. Alternatively, if one selects three
of the moments, the x; mean of one signal , the k1, covariance of two signals
, as well as the x1 11 bicovariance of three signals , then each of these can
be used to determine one of the detection rates. Finally, we note that this ability of the
moments to recover the detection rates of traditional pulse counting relies on the fact
that neutrons from the same spontaneous fission are detected simultaneously, hence the
pulses they induce alter the value of the detector signal simultaneously as well.

3.3 One point moments with delayed detection

Contrary to the assumption of the previous section, neutrons emitted from the
sample are not detected instantly. Instead, they arrive to the detectors with a time
delay which, in addition, is random in nature. This randomness has two sources: the
random velocity of the emitted neutrons (i.e. their energy spectrum) as well as the
slowing down in the intermediate medium. In a fast detection system, where neutrons
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travel mostly through air without moderation, the distribution of the time delay is
primarily determined by the neutron spectrum. As an illustration, in Chapter [B| an
explicit formula is derived for the density function of the delay in the case when the
initial neutron energy follows the Watt spectrum. In a thermal detection system, on the
other hand, where neutrons travel through a moderating material, the information on
the initial energy is lost hence the time delay will mostly be determined by the properties
(size, composition) of the moderator. The distribution of the time delay, in this case,
is often approximated by the exponential distribution [1]. The time scale-parameter of
this distribution (which gives the average time delay) is traditionally referred to as the
detector die-away time [1).

As a formal representation of the delay, we introduce the random variable 7, which
denotes the arrival time of a neutron to the detector with respect to the time of its
emission. In the following, we shall assume, that 7 is independent and identically
distributed for every detector and every detected neutron (including those originating
from the same emission and that this distribution is characterized by the probability
density function u(7). As we have mentioned above, the form of u(7) is a function of
the parameters of the sample and the moderating material.

The primary objective of this section is to investigate the impact of the random
time delay on the moments of the signals. For this reason, in Section we shall
derive formulas for the same set of moments as in the previous section. In doing so, no
explicit form of the delay will be assumed in order to maintain generality. A specific
expression for u(7) will be considered only in Section where we assess how certain
properties of delay affect the values of the moments and their ability to recover the
detection rates.

3.3.1 Derivation of the moment expressions

Let us begin by highlighting a simple (but important) observation that will make the
recalculation of the moment expressions extremely easy. Consider a neutron emitted at
time ¢ = 0. Detecting this neutron with a time delay 7 means that it induces a pulse
characterized by a time dependence x(t) with respect to the time of the detection.
From a mathematical point of view, however, this is the same as if the neutron got
detected instantly (that is, at time ¢ = 0) and induces the same pulse but with a time
dependence x(t — ) with respect to the time of emission.

The above observation allows us to base the calculation of the moments in the case
of delayed detection on the grounds of the earlier described case of instant detection.
This is due to the fact, that the only elements that change in the derivations are the
expressions of the statistical properties of a single pulse (its density function, character-
istic function and raw moments) which, however, appear only symbolically until until
a very late point in the derivations. In particular, equations have been derived in the
previous section, which express the moments of the signal in terms of the raw moments
of the pulse.

For this reason, we begin with deriving the updated form of the moments of a single
pulse by assuming a delay in the detections. After that, we obtain new expressions
for the moments of the signal by inserting the updated pulse moments into the general
expressions derived in Section [3.2.1]
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Distribution of a single pulse

Consider a neutron emitted at time ¢ = 0 and detected after a time delay 7, where
this latter is distributed according the density function u(7). Based on what we have
said above, this detection induces a random pulse & (t) = a f(t — ) with respect to the
time of emission (which, in this case, is not the time of detection), where, again, f(t)
is a fixed shape and a is a random amplitude with a density function w(a).

Just as in the case of instant detection in Section the characterization of the
statistical properties of the pulse starts by specifying its one-point cumulative distribu-
tion function, H(z,t). In an analogy with Equation (3.4), it can be written as

H(z,t) = /OOO /OOOA[a: —af(t —7)]w(a)u(r) dadr, (3.28)

where A stands for the Heaviside step function again and was defined in ({3.5)).

The expressions of the density function, the characteristic function as well as the
kth raw moment of the pulse can be derived from the above expression of Hy. The
density function takes the form

H t)
R G / / —af(t— D] wl@) u(r)dadr.  (3.29)
The characteristic functlon reads as
X1(w, 1) :/ e“Y hi(y,t)dy :/ / eweft=7) 4 (a) u(r) dadr. (3.30)
—00 0 0

For the kth raw moment, we get

1 8kxl(w t)
() = ko Qwk

/fkt—T 7)dr (3.31)

where (a*) again denotes the moment of order k of the pulse amplitude and was defined

in (39).

Note that by assuming u(7) = d(7), which represents the case of instant detection,
all the above expressions revert back to their forms derived in the previous section — as
one would expect naturally.

Distribution of one detector signal

By substituting (3.31]) into the general expressions (3.20| of the moments, and per-
forming simplifications detailed in Section [A.2.1] we obtain

k1 = S {a) I, (3.32a)
Ry = [S <6L2>+ 2D <CL>2 §171} ]2, (332}3)
R3 = [S <CL3>+ 6D <CL> <CL2> 61,2 -+ 6T <a)3 517171} ]3. (3320)

Here, the quantities denoted by & are defined as

1 & 1 o 1 o0
§11= / LH)dt, &ao=— [1(’5) L(t)dt, &ai1=— Lt)ydt, (3.33)
]2 I3 ]3

where I, is the same as (3.21)) and we have introduced the functlon
t) = / [t —7)u(r)dr. (3.34)
0
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Distribution of two detector signals

By substituting (3.31]) into the general expressions ([3.23] then, after simplifications,

we obtain

R11 = 2D <a)2 5171 [2, (335&)
Ro1 = [2 D <a> <a2) 5172 +6 T <CL>3 51’171} [3. (335b)

Distribution of three detector signals

By substituting (3.31]) into the general expression (3.25)), after simplifications, we
obtain
kg =67 (@) &1 Is. (3.36)

3.3.2 Interpretation of the results

Again, let us collect the expressions of the moments derived in this section into one
place below. For the mean, variance and skewness of one detector signal we obtained

k1 = S (a) I, (3.37a)
Ko = [S(a®)+ 2D (a)* &1, I, (3.37b)
k3 = [S(a’)+ 6D (a)(a®) &2+ 6T (a)® &11.1] Is. (3.37¢)

The cross-covariance and the cumulant x5 of two detector signals read as

K11 = 2D <a)2 5171 IQ, (337d)
K21 = [2 D <CL> <Cl2> 5172 +6T <(Z>3 51’1’1} Ig. (3376)

The cross-bicovariance of three detector signals took the form
Fiia =67 (@)’ &1 Ia. (3.37f)

Here, the quantities (a") and I,, are the same as in the case of instant detection and
were defined in and , respectively. The £’s were defined in ((3.33)).

Observe that the moment expressions are nearly identical to those in (3.27))
obtained by assuming an instant detection. The only difference is the presence of the &’s
as multiplying factors in certain terms of the moments. According to their definitions
(3-33), these factors are functions of the pulse shape f(t) and the delay density u(7).
This shows that unlike (a)™ and I,,, the € factors are not only properties of the detection
system: through u(7) they depend on the sample and the measurement geometry as
Well.ﬂ Notice that when neutrons are detected with a constant 75 time delay (that is,
when u(7) = 6(7 — 79)), all three {’s equal 1. In this case, the moments are the same
as if neutrons were detected instantly. In every other case, the ¢’s differ from unity
and the moments will not be the same as with instant detection. In general, one might

Tn order to determine the values of the & factors in a given measurement setup, one needs the pulse
shape f(t) and delay density u(7). While the former can easily be obtained from the inspection of
the recorded pulses, the latter is difficult to measure. One can either obtain an estimate of u(7) from
simulations, or assume a concrete analytic form.
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conclude that when the £ factors are known, the detection rates can be recovered the
same way as described in Section for the case of instant detection — at least
in principle. In order to see how much this is true in practice, let us investigate the
content and the typical magnitude of the &’s.

An inspection of the definitions (3.33)) of the £ factors as well as their positions in
reveal that they are analogous to the doubles and triples gate fraction factors
(denoted as fy and f;) appearing in the expressions and of the traditional
detection rates. As a matter of fact, the analogy stands from two aspects. First, just
as fg and f;, the &’s multiply the doubles and the triples rates but not the singles rates.
As a consequence, the k1 mean value of a signal remained the same as in the previous
section. Second, through their dependence on the delay density u(7), the ’s account
for the temporal separation of neutrons (the fact that simultaneously emitted neutrons
are detected at different times), similarly to f; and f;. For these reasons, we shall refer
to the &’s as continuous gate fraction factors, despite having no gates when analyz-
ing continuous detector signals. There is, however, an important difference between
the traditional and the continuous gate fractions: while the former were introduced
empirically (see Section , the latter appear directly from the theory.

In order to estimate the typical values of the continuous gate fraction factors as well
as their dependence on the pulse shape and the distribution of the delay, we consider
simple analytic forms of f(¢) and u(7). In particular, let us assume that pulses have an
exponentially decaying shape with a characteristic decay time 0, > 0, that is

e t0puse  for t >0

. (3.38)
0, otherwise.

F(t) = F(: Opuise) = {

Although real pulses rarely have this form [38|, it describes one of their key properties:
their “length” which, in this case, is quantified by the parameter 0,,5. A larger O,y
value means a longer pulse. Let us further assume that neutrons arrive to the detector
with an exponentially distributed time delay characterized by a scale parameter 0qe1ay >
0 (which equals the mean as well as the standard deviation), that is

61 e /facay  for >0

u(T) = u(T; Odelay) = { delay

] (3.39)
0, otherwise.

As we have noted at the beginning of this section, the exponential distribution describes
the time delay in a thermal detection system very well. Although in some cases the
distribution might differ from the exponential, even the above form captures the most
important property of a delay distribution: its “spread” which, in this case, is quantified
by the parameter Ogelay. A larger geay value means a larger spread, hence a bigger
difference in the arrival times of neutrons from the same emission.

By inserting (3.38)) and (3.39) into the definitions (3.33|) of the continuous gate

fraction factors, we find that they take the following forms:

1 2+ 3n 2

§ia(n) = ——, &) = 24 6y + A2’ §ia1(n) = L Op

= 3.40a
1+n ( )

where 7) = Ogelay /Opuise 18 the fraction of the delay spread and the pulse length. Recalling
the physical meaning of O,yse and Ogelay, it is clear that 7 is a measure of the pulse
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dispersion, that is, how little pulses from the same emission overlap in time. When
n is close the zero, the spread of the delay is small compared to the pulse length,
hence pulses overlap largely (small dispersion). As 7 increases, the spread of the delay
becomes larger compared to the pulse size, hence pulses tend to overlap less frequently
(large dispersion). For this reason, we shall refer to n as the pulse dispersion factor. It
is important to emphasize that the value of the pulse dispersion is not a matter of the
delay spread alone: rather it is a matter of how the delay spread compares to the pulse
length.

To make the analysis easier, functions are plotted on Figure . One can
observe that all three gate fraction factors are quick monotonically decreasing functions
of the dispersion factor n. What is more, the higher the order of the gate fraction (for
example, & ;1 has a higher order than ; 1), the quicker it decays. When the dispersion is
small, the values of all three gate fractions are close to 1. In this case, the doubles and
the triples rates in the moment expressions have approximately the same weight
as the singles rate. As a consequence, all three detection rates can be recovered from the
measured one-point moments of the signals. On the other hand, even at a moderately
large values of the dispersion factor, the values of the gate fractions approach zero. In
this case, the doubles and the triples rates in the moment expressions appear
with a negligible weight compared to the singles rate. As a consequence, the moments
will contain information only on the singles rates; the doubles and the triples rates
cannot be recovered.

O — &1 ||
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E 0.8 — &1 |
o
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g 02 :
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1 3 5 7 9
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Figure 3.2: The value of the gate fractions (3.33)) as a function of the pulse dispersion
factor 7 = Ogelay/Opuise assuming an exponential pulse shape with decay time 6,5 and
an exponentially distributed time delay with scale parameter Ogelay -

These last findings have a rather illustrative explanation. Recall that the quan-
tification of coincident detection events (measured by the doubles and triples rates)
with the analysis of continuous detector signals is based on identifying the correlated
changes they make to the values of the signals. This changes are well captured by the
one-point moments, when the pulse dispersion is small and pulses induced by correlated
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detections overlap in time. However, when the pulse dispersion is large, pulses from
correlated detections contribute to the signal at different times, hence their joint effect
does not appear in the moments.

To conclude, estimation of the detection rates using the one-point moments of con-
tinuous detector signals is feasible only when the observed pulse dispersion is small.
The questions is, what this means in practice. The typical length of fission chamber
pulses is in the range of 10 ns—10ps [38]. In a fast measurement configuration, the time
delay is on the order of 10ns-100ns (see Chapter . In such circumstances the values
of the gate fraction factors might be large enough to allow to recover the detections
rates from the signal moments. In a thermal configuration, however, the time delay
is usually in the order of 1ps-100ms [1]. In this case, the values of the gate fraction
factors are expected to be negligible. This suggests that in the most frequently used
thermal systems the doubles and the triples detection rates cannot be recovered from
the one-point moments of continuous detector signals.

3.4 Two- and three-point moments with delayed de-
tection

In order to retrieve all three detection rates from the continuous detector signals
even with the large delay times encountered in thermal detection systems, one must
find a way to quantify the correlations between distant points of the signal. This can
be achieved with the use of the multipoint moments of the signal, which characterize
its distribution at more than one point in time. In particular, we shall consider at most
three points in time: besides time t, a second time instant ¢ — 6 is chosen to describe
the so-called two-point distributions, whereas an additional third time instant t — 6 — p
is selected for the three-point distributions (see Figure . In the following we shall
assume that 6 and p are both non-negative, that is, 6, p > 0.

As in the case of the one-point distributions, we can choose from an infinite number
of two- and three-point distributions as well. However, for the same reason as before,
we will be interested only in moments up to the order of three. In fact, it is reasonable
to examine the two- and three-point analogies of the one-point moments given in Equa-
tions f. Regarding the signal of one detector, say y;(t), we shall consider its
(stationary) auto-covariance function and auto-bicovariance function, defined as

Covy(0) = lim E {[y1(1) —(yu] [t = 0) —(w]} (341a)
Covy (0, p) = lim B {[y: () =yl [y1(t = 0) =] (32 (t =6 = p) =(u)l} - (3.41Db)

Note that these moments are generalizations of the variance and skewness in : for
6 = p = 0, when the distinct time instants coincide, they become identical. Regarding
the signals of two detectors, say y;(t) and ys(t), we shall consider their (stationary)
cross-covariance function

Coviy(6) = lim E{[u1 (1) —(wn)] [va(t — 0) —(3a)} (3.42)

which is the generalization of the covariance in (3.2)); note that we are not considering
the generalized version of the unnamed moment xy;. Finally, regarding the signal

46



of three detectors, yi(t), y=(t) and ys(t), we shall consider the (statioanry) cross-
bicovariance function

Covi1 (6. p) = lim E {fya(t) ()] [wa(t — 6) — () [ws(t — 0 — p) — ()} . (3.43)

the generalization of the cross-bicovariance in ((3.3]).

The above moments are able to quantify the correlations between pulses at specific
distances in time. In multiplicity counting, however, we are interested only in the
total amount of the correlations regardless of their distance. For this reason, it is
not the moments themselves we shall use for recovering the detection rates, rather their
integrals with respect to their arguments. That is, our aim is to determine the following
quantities:

COVQZ/ Covy(6) dé Covy :/ Covy1(0) de, (3.44)
0 0

and
COV3 = / / COV3(0, p) dpd@ COVI,LI = / / COVl,l,l(‘ga p) dpdg (345)
0 0 0 0

Continuing the practice of earlier sections, we divide the rest of this section into two

parts. In Section |3.4.1] expressions are derived for the moments (3.41))—(3.43)) and their

respective integrals are calculated. Then in Section [3.4.2, we provide a comprehensive
interpretation of the results.

3.4.1 Derivation of the moment expressions

Before turning to the calculation of the moments, we begin by characterizing the
two- and three point distribution of a single pulse.

Two- and three-point distributions of a single pulse

Consider a neutron emitted at time ¢ = 0, which is detected after a time delay 7
distributed according the density function u(7). As before, this detection induces a
pulse (t) = a f(t —7) with respect to the time of emission, where f(¢) is a fixed shape
and a is a random amplitude with a density function w(a).

The two-point distribution of the pulse is characterized by the two-point cumulative
distribution function Hy(x1,zs,t,0), which equals the probability that the observed
value of the pulse does not exceed x; at time ¢, whereas it does not exceed x5 at time
t — 0. In an analogy with the one-point distribution function H; in , H, can be
written as

Hy(xy,29,t,0) = /000 /OOOA[xl —af(t—7)] Ay —af(t — 7 —0)]w(a)u(r)dadr,

where the Heaviside step function A was defined in Equation (3.5). As in the one-point
case, the expressions of the two point versions of the density function, the characteristic
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function as well as the raw moment can be calculated from H,. In particular, the two-
point density function is defined as the derivative of H, with respect to x; and x5 and
takes the form

0? Hy(z1, 79,1, 0)
ho(xq,22,t,0) = 28:1510:1:22 // Sz —af(t — 7))
1

X 0[xg —af(t—7—0) u(7) dadr.

The two-point characteristic function is deﬁned as the two-dimensional Fourier trans-
form of the two-point density function with respect to x1 and x»:

Xg(wl,WQ,t7Q) = / / ez(w1:c1+w2$2) hg(l’l,ﬁ(]g,t,e) dIleEQ

/ / zwlaf(t T) e’LWQQf(t 7—0) ( ) U(T) dadT.

The two-point raw moment of order (m, n) is obtained from the two-point characteristic
function as:

(3.46)

(3.47)

a(m+n) X2 (wla wa, t? 0)
oW Owy

P (t,0) =27 (k)
wi=w2=0 (3.48)

m+”) / fft—7) "t =7 —0)u(r)dr.

In a completely analogous way, we can introduce the corresponding three-point
characteristics of the pulse. Without any further commentary, they take the forms:

H3(£E1,£E2,333,t,9,p) = /OOO /OOOA[-Tl —af(t—T)]A[IEQ — af(t—T—Q)]
x Alzg —af(t —7—0— p)lw(a) u(r) dadr,

83 H3<l’1, To, T3, t, 0, p)
81’1 81‘2 8x3

/ / olzr —af(t — 1) 0[xs —af(t — 7 —0)] (3.49)
8o — af(t == 8 = pu(a) u(r) dadr,

o0 o0 o
X3 (wly W, W3, t, 07 p) = / / / ez(w1x1+w2:c2+w3x3)

X h3(x1, o, x3,1,0, p) dridrades

h3(‘r17 T2, T3, t7 97 p) =

(3.50)
/ / prwraf(t=7) quaaf(t—0—7)
/0 w(a) u(r) dadr
and
(8.8, p) = o~ ermem O X, W, ws, 1,0, )
;mn\ly Y, awig awén aw:? W1 =ws=w3=0
(3.51)

alFtman)y / fEt—=7) [t —7-90)
X ff(t—71—0—p)u(t)dr.
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Two-point distribution of one detector signal

The two-point distribution of the signal of one detector, say that labeled with 1,
concerns the random variable {y; (¢), y1(t—6) }, which is characterized by the cumulative
distribution function

Fy(yi,y2,t,0) =Plyi(t) < wyi,yi(t —0) < yo] .

The calculation of the two-point moments of the detector signal follows the same
four steps as the calculation of the one-point moments discussed in Sections starting
from a Kolmogorov backward integral equation for the density function we arrive to
an expression of the stationary cumulant-generating function from which the desired
moments can be obtained by differentiation. Again, the details of the derivation can be
found in the Appendix in Section [A.3.1]

After lengthy calculations, the following expression is obtained for the auto-covariance
function Covy(6) of the signal:

Covy(f) = S /eoo,uljl(t, 0)dt+2D /eoo,ul(t) pa(t —0)dt. (3.52)

Here, p; denotes the same one-point moment of the pulse, which appeared in the
earlier derivations and which was given in ; ft1,1 is the newly introduced two point
moment, given by . The physical content of the above equation can be stated as
follows: the first term corresponds to the p;; “auto-covariance function” of one pulse
(single), whereas the second term describes the p; p; “cross-covariance function” of two
distinct pulses (doubles).

As noted earlier, we are mostly interested in the integral Covs of the auto-covariance
function, as defined in . By substituting the explicit forms of p; and pq; into
and performing the necessary simplifications, we obtain

Covy = = [S(a®)+ 2D (a)?] I3, (3.53)

| —

where [; is the same as (3.21)).

Two-point distribution of two detector signals

The two-point distribution of the signal of two detectors, say those labeled with 1
and 2, concerns the random variable {y;(t),yo(t — 6)}, which is characterized by the
cumulative distribution function

Fii(y1,y2,t,0) =Py (t) <y, y2(t —0) < yol.

After the derivation, described in Section[A.3.2] the following expression is obtained for
the cross-covariance function Covy;(6), defined in (3.42)):

Covia(0) = 2D / 1 () pa(t — 0) di,
6

where g1 is the one-point moment of the pulse and was given in (3.31f). The interpre-
tation of this equation is analogous to that of (3.52)): its only term corresponds to the
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1 p1 “cross-covariance function” of two distinct pulses (doubles) each from a different
detector. The integral of this moment, as defined by (3.44)), takes the form

Covyy = D {a)* I3, (3.54)

where [; is the same as (3.21)).

Three-point distribution of one detector signal

The three-point distribution of the signal of one detector, say that labeled with 1,
concerns the random variable {y;(t), y1(t — 6)},y1(t — 6 — p)}, which is characterized
by the cumulative distribution function

F3(y1ﬂy27y37t70ﬂp) - P[yl(t) S y17y1(t - 0) S yQ’yl(t —0 _p) S y3] :

After the derivations described in Section[A.3.3] the following expression is obtained
for the auto-bicovariance function Covs (6, p), defined in (3.41bj):

oo

Covs (8, p) = S/ pia(t,0,p)dt
0+p

+2D /000 (1. (t) a1 (2, p)

+p
+pa(t = 0) paa (8,0 + p) + pa(t — 6 — p) paa(t,6)] dt

+ 6T/ () pa(t = 0) pa(t — 0 — p) dt,
0+p

where f1, pi1 and pq1; are the moments of the pulse and were defined in (3.31)),
and , respectively. The auto-bicovariance function of the signal has three
components: the “auto-bicovariance function” p4 1, of one pulse (single), the “cross-
bicovariance function” p; p1 1 of two distinet pulses (doubles) and the “cross-bicovariance
function” g pq g of three distinet pulses (triples).

The integral Covs of the above auto-bicovariance function, as defined in , takes
the form

1
Covs = G [S(a®)+ 2D (a){a®)(éa + &p + &0) + 6 T (a)?®] I7, (3.55)
where
Ea= %/ / / Li(t) 11(t—0,t— 0 — p)dtdddp, (3.56a)
5 Jo Jo Jo
£p = % / / / Li(t —0) L 1(t,t — 0 — p) dtdfdp, (3.56b)
5 Jo Jo Jo
o = % / / / Ii(t =0 — p) I 1(t, t — 0) dtdfdp. (3.56¢)
5 Jo Jo Jo

Here I; and I;(t) are the same as in (3.21)) and ({3.34), respectively, whereasl,, ,(t, s) is
defined as

Lyn(t,s) = /Ooofm(t —7) (s — 1) u(r)dr. (3.57)
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Three-point distribution of three detector signals

The three-point distribution of the signal of three detectors, those labeled with
1, 2 and 3, concerns the random variable {y;(t),y2(t — 0)},ys3(t — 6 — p)}, which is
characterized by the cumulative distribution function

Fraa(y, ye,y3,t,0,0) = Plyi(t) <y, ye(t —0) <o, ys(t — 0 —p) < sl
The cross-bicovariance function of three signals, defined in (3.43)), takes the form

COVLLI(‘Q, p) = 6T/ ,ul(t) ,Uq(t — 6)) ,ul(t — 0 — p) dt.
0+p
The integral Covy 1 of this function, defined in (3.45)), reads as
Covyiq =T {(a)* I3 (3.58)

3.4.2 Interpretation of the results

As in the two preceding sections, we collect the expressions of all the two- and three-
point moments in order to give a comprehensive overview of them. For the integrals of
the auto-covariance function and the auto-bicovariance function of one detector signal
we obtained

[S(a*)+2D(a)*] I, (3.59a)

Covy =

D =N =

Covs = — [S(a®)+ 2D (a)(a®) (€4 + &g + &) + 6 T (a)’] IT, (3.59b)

The integral of the cross-covariance function of two detector signals reads as
Coviy = D (a)* I7. (3.59¢)

Finally, the integral of the cross-bicovariance function of three detector signals took the
form

COVl,l,l =T <CL>3 [f) (359d>

The quantities (a™) and I,, are the same as in the case of instant detection, and were
defined in and , respectively. The &’s were defined in .

Let us compare the two- and three point moments in (3.59)) with their one-point
versions obtained by assuming a delayed detections. The most apparent difference
is that, except for Covs, none of the two- or three point moments contain continuous
gate fractions. To investigate the characteristics of the gate fractions appearing in the
second term of Covs, the same analytical form of the pulse shape and the delay density
are assumed as in Section for the gate fractions of the one-point moments. This
gives the results

2+ 180+ 58n* 4 63n° + 18"

— 3.60
Saln) =57 36n + 7812 + 7217 + 240"’ (3.602)
1+ 3n+ 302
= 3.60b
14 3n
S Bl 3.60
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where 17 = Odelay/Opuise 1S, again, the pulse dispersion factor. Inspecting the plotted
values of these gate factors on Figure |3.3] one can observe that their sum converges
asymptotically to a value near 3 and, in general, changes slowly with the pulse dispersion
factor n. This last property makes it possible to estimate the value of £4 + g + &¢ in
a measurement with a relatively good accuracy.

2.57’ ________________ N
- 2) .
]

S
£ 1.5 =
&
)
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5 — &
— &o
0.5 - Sum |
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1 3 ) 7 9

pulse dispersion factor (-)

Figure 3.3: The value of the gate fractions (3.56)) as a function of the pulse dispersion
factor 7 = Ogelay/Opuise assuming an exponential pulse shape with decay time 6,5 and
an exponentially distributed time delay with scale parameter Ogelay-

The above results show that the values of the integrals of the two- and three point
moments is independent — or, in one case, depends weakly — of the time delay density.
As a consequence, the singles, doubles and triples detection rates can be recovered
from them even in a thermal system. In this sense, they show a close similarity to the
one-point moments obtained by assuming instant detection. This finding has a
very illustrative explanation. The integral operations performed on the two- and three
point moments essentially shift the pulses in time which, at some point, become fully
overlapped. In a formal sense, this operation restores the original idealistic assumption
of an instant detection.

3.5 Recovering the detection rates from the mo-
ments of signals

In the proceeding sections, expressions have been derived for several moments of the
continuous signals. The moments concerned the signals of up to three detectors at a
time, and the derivations were performed by assuming, that the detectors are identical,
that is, they were characterized by the same detection efficiency, pulse shape and pulse
amplitude distribution. The moments have been expressed with the traditional detec-
tion rates and a careful investigation showed that some of them are particularly useful
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for recovering the detection rates in both fast and thermal detection systems. They are
listed in Table [3.1] along with the detection rates they contain information on.

Table 3.1: The list of moments that can be used to recover the traditional detection
rates.

description symbol detection rate
mean value of one signal K1 S
integral of the auto co- Covy S, D
variance function of one
signal
integral of the cross co-  Covy D
variance function of two
signals
integral of the auto bico- Covgy S, D, T
variance function of one
signal
integral of the cross bico- Covy T
variance function of two
signals

In the following, we consider a measurement performed with N > 3 fission chambers.
Moreover, we shall no longer assume that the detectors are identical. The ¢th detector
will be characterized by a detection efficiency ¢;, by a mean amplitude (a); as well as
by the area I; under the pulse amplitude. The detection efficiency of the system is

N
e=> & (3.61)
i=1

We shall provide expressions for the singles, doubles and triples detection rates in terms
of the moments obtained from all relevant combinations of the detector signals. For
this purpose, the following moments will be used only:

e the mean value of the signal of detector i, denoted by k; and given by the expres-
sion

R; = Q Vi &; <CL>Z Iz (362)

e the integral of the covariance function of the signals of detector ¢ and j (i # j),
denoted by Cov; ; and given by the expression:
COVZ',]' = % &; Ej <a), <(I>j IZ Ij. (363)
e the integral of the bicovariance function of the signals of detectors i, j and j
(i # j # k), denoted by Cov; ;j and given by the expression:
Qs

COVi’j’k = Téi 6j Ek <a>l (a)j <a)k Iz ]j Ik (364)
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3.5.1 Recovering the singles rate

Inserting (3.61]) into its definition in (2.21)), the singles rate measured in the system
can be written as
N N
S = QS 1%} ZSZ' = ZSZ (365)
i=1 i=1

Si = Qs 1€ (3.66)

One can see that the total singles rate S is the sum of singles rates S; measured by the
individual detectors. Notice that S; can be expressed with k; as
I{.
S = ———. 3.67
(a)i I; (367)
As a result, the singles rates can be obtained from the mean values of the signals in the
following way:

where

(3.68)

i=1

3.5.2 Recovering the doubles rate

Inserting (3.61)) into its definition in (2.21]), the doubles rate measured in the system
can be written as

D:Qs% (Z ) ZD +222D” (3.69)

=1 =1 j=i+1

where 0 0

sV2 o sV2

5 g; Di,j = TEi Ej.
One can see that the total doubles rate comes from the doubles rate D; observed in the
individual detectors and the doubles rate D; ; observed in pairs of detectors. Notice

that D, ; can be expressed with Cov; ; as

D; = (3.70)

1
D, ; = ————— Cov; ;. (3.71)
T Aa)ifa) L
Further note that D; can be expressed Covi jforall j #1ias
1 .,
D; = @ >2]2 COV” Vi #i, (3.72)
or, when taking an average over all j:
D; = T 2 [2 N Z cov” (3.73)
75
The total doubles rate can then be written as:
N
D:;< vy _12 Cov, ;. +2;J;1 y ]cov”. (3.74)

J#Z
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3.5.3 Recovering the triples rate
Inserting ([3.61)) into its definition in (2.21)), the doubles rate measured in the system

can be written as

T:QS% (Z ) ZT+3Z Z +6ii i Tiin.  (3.75)

i=1 i=1 j=1, j£i i=1 j=i+1k=j+1
where 0 0 0
sV3 3 sV3 o s V3
Li=——ea Tiy=—Fpce Tg=—gccen (3.76)

One can see that the total triples rate comes from triples rates observed in one detector,
two detectors or three detectors. In a similar was than before, one can show that the
following expressions hold:

1

T = Cov, i k. 3.77
= T @, @ LG I SOV (3.77)
N
K 1 1
T . — :
Y TR TN 3 kZ: Covi (3.78)
k#i#j

and

2
Ii
T‘i <a>3 [3( — 2 Z ZK o COViJ,k. (379)
=1 k=17
;ék:;éz

As a result, the total triples rates can be written as:

N :‘12 1 N N 1
T = 4 E Cov;
;<a>§fg (N —1) (N—z);k_lﬁm OV
kA
N N N
K 1 1 (3.80)
3 Cov;
P32 D @ | N2 SO
i=1 j=1,j#i k=1
ktit]
N N N

1
DI IPD RTINS A

i=1 j=i+1 k=j+1
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Chapter 4

Computational investigations and
analysis methods

In Chapter [3| the theory of an alternative version of neutron multiplicity counting
has been laid down, which permits the extraction of the singles, doubles and triples rates
from appropriately chosen moments of continuous detector signals. Many important
characteristics of the method have been revealed and discussed on an analytical basis.
However, certain phenomena that might affect the practical use of the method were not
addressed in the preceding chapter. Among others, these include: the time resolution
by which the signal is recorded, the duration of the measurement, the actual shape of
the pulse, the distribution of the pulse amplitude, the distribution of the time delay
(in spite of not appearing explicitly in the final formulas), the presence of electronic
noise in the signal as well as the presence of non-neutron sources (alpha or gamma
background).

Some of these phenomena could have been investigated within the framework of
the theory. For example, when deriving the high-order Campbell formulae, Lux and
Baranyai have included non-neutron signal components into their model |67]; neverthe-
less, they were entirely omitted from the model presented in Chapter[3| In certain cases,
however, the analytical treatment is either not possible or can only be made at the cost
of severe simplifications. One possibility to overcome these limitations is to perform
a computational study on simulated measurement data. With the use of simulations,
even very complex phenomena can easily be accounted for in the detector signals in a
controllable way. Then by analyzing the simulated signals as if they were measured,
conclusions can be drawn on the impact of various phenomena on the practical use
of the newly proposed method. The description and analysis of such a computational
investigation is the topic of this chapter.

4.1 Computational tools

This section describes the programs that were used in the computational study pre-
sented in later parts of this Chapter. First the data structures used to store detector
signals are introduced in Section [4.1.1} Then a program for simulating detector signals
in a multiplicity counting measurement is described in Section [4.1.2] Finally, in Sec-
tion a tool that can be used to analyze detector signals (simulated and measured
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ones as well) and estimating their moments is presented.

4.1.1 The file representation of signals

From a data representation point of view, there are two forms of a signal recorded
by the data acquisition system connected to a neutron detector. The form in use is
normally determined by the operation mode of the acquisition system. In campbelling
mode the amplitude of the voltage signal is sampled with some time resolution At; this
produces a data sequence y1, ys, . . . , Where y; represents the observed amplitude at time
1 At. In pulse counting mode the times of individual detections — more precisely, the
times when the voltage signal crosses a predefined threshold value — are determined; this
produces a data sequence ti,ts, ..., where ¢; represents the time of the 7th detection.

In order to store detector signals (whether header
they are simulated or measured) of any of } block

data block

these two forms on a computer, two file for-
mats have been defined: the time resolved
signal format encodes a signal recorded in
campbelling mode as a sequence of ampli-
tudes; the time stamped signal format is
a container for a signal recorded in pulse
counting mode as sequence of detection times.
These formats are used by all the programs presented in this chapter and by the data
acquisition used in the experiments described in Chapter

The structure of the file formats is shown
on Figures [f.T] and [£.2] Both files start with a
header block containing metadata used by the

Figure 4.1: The structure of the time
stamped signal format.

header programs that operate on them. The header
block block is then followed by one or more types of
data blocks which encode the actual recorded
data sequence.
As it is seen from Figure [4.1] the structure
data block

of the time stamped signal format is ex-
tremely simple. Its header block contains one
item, duration, which holds the total length
of the signal in time. This is followed by a
single data block, which contains an arbitrary
number of detection time items, each hold-
ing the time of a detection.

The time resolved signal format has
a slightly more complex structure, as seen
from Figure[d.2] Its header block contains four
items: resolution holds the time resolution
used to sample the signal; size holds the num-
ber of samples recorded (including compressed
sections — see a bit later); base line holds the signal amplitude observed when there is
no incoming detection — it serves to represent any constant offset that might be present

compression
block

data block

Figure 4.2: The structure of the time
resolved signal format.
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in an experimental data acquisition system; compression token holds an amplitude
value which is outside the range of the possible amplitude values and which indicates
the beginning of a compression block — see a bit later.

The header block is followed by an arbitrary number of blocks, each of which is from
one of two types: data block or compression block. A data block might contain
an arbitrary number of signal amplitude items, each holding a sampled amplitude
value. The compression block encodes a section of the signal, where there were no
detected pulses. In such sections the value of the signal either equals the base line or
— more likely in practice — fluctuates around it. As a consequence, there is no need to
store the individual amplitudes; they can well be represented by the constant value of
the base line. The compression block has two items: compression token indicates
the start of the block and section size holds the size of the compressed section.

4.1.2 Tool for simulating signals

The simulation of the continuous voltage signals of detectors is performed in two
steps using a pair of programs. Because the generation of the signal files requires large
amounts of I/O operations, the programs were implemented in the C++ language to
ensure good performance. The complete process, including the programs involved and
the data formats they use, is shown on Figure[4.3] In the following, the two steps of the
process are described briefly, which are based on the mathematical model presented in

Section [3.1)
step 1 det(?ctlon time time .stamped
simulator signal
h
time resolved continuous
step 2 . ] c
signal signal simulator

Figure 4.3: The two step process of simulating continuous signals.

In the first step, the times of detections are determined for an array of detectors
by the program detection time simulator. The detection times of each detector
are written to a separate file in the time stamped signal format. The user of the
program can define a neutron emitting sample and a detector array containing an
arbitrary number of detectors. The emission intensity and the multiplicity distribution
of the sample can be specified. Each detector can be associated with its own detection
efficiency and time delay distribution. The distribution of the time delay can either be
selected from a predefined set (including the gamma, exponential, uniform or constant
distributions), or its probability density function can be provided in a tabulated form.

In the second step, the amplitude values of the fluctuating continuous signal of
a detector are determined with some time resolution and are written to a file in the
time resolved signal format by the program continuous signal simulator. The
user can specify the time resolution of the signal, as well as the shape and amplitude
distribution of the pulses generated by the individual detections. The shape of the pulses
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can either be selected from a predefined set (including the rectangular, exponential or
double exponential shapes) or can be provided in a tabulated form. In a similar way, the
amplitude distribution can also be selected from a predefined set (exponential, gamma,
log-normal or constant distribution) or it can be given in a tabulated form. By providing
a set of detection times (in the time stamped signal format) as input, a (finite) pulse
is generated at each detection and the cumulative value of all the pulses is calculated for
each time instant. The program offers two features, which go beyond the mathematical
model in the previous chapter. First, electronic noise can be superimposed on the signal
in the form of Gaussian white noise [86]; the standard deviation of noise amplitude
can be specified by the user. Second, multi-component signals can also be generated,
meaning that an arbitrary number of detection time sets can be specified each with their
own pulse characteristics (shape and amplitude distribution). Using this feature, one
can simulate a neutron signal with parasitic pulses generated by the gamma background
(or by the alpha-background in the case of a fission chamber).

4.1.3 Tool for analysing signals

An application named continuous signal analyser has been created for the (off-
line) analysis of continuous detector signals. To ensure a good performance, the pro-
gram has been implemented in the C++ language. The signals chosen for analysis are
expected to be the time resolved signal format and might either be simulated or
recorded in a real measurement. Depending on the type of the analysis, the program
takes one, two or three signals at a time. The source code of the application has a
modular nature: a basic structure for passing through signals and generating outputs
is established, and the different analysis types are defined on this structure as indepen-
dent modules. As a result, the application can easily be extended with a new type of
analysis, when required. Table shows a list of currently available types of analyses
with a short description for each. Regarding the topic of this thesis, three of them
are particularly relevant: mean value analysis, covariance function integral analysis
and bicovariance function integral analysis. In the following, the details of these three
analyses are described.

The objective of the mean value analysis is to estimate the mean value of one detector
signal, as defined by Equation . Similarly, the objectives of the covariance function
integral analysis and bicovariance function integral analysis is to estimate the integrals
of the covariance and bicovariance functions of one, two or three signals, as defined by
Equations ({3.44]) and (3.45)). In the following let ¢ denote any of these three quantities.
In order to give an estimation of their value and variance in the measurement, the
signal(s) are divided into segments of equal size, and ¢ is calculated for each segment
independently. Assuming that there are M segments in total, let ¢; denote the value
of the quantity ¢ determined on segment 7. The unbiased estimator of the value of ¢ is
the sample mean

1 M
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Table 4.1:

analyser and their description.

A list of analysis types available in the program continuous signal

analysis

description

mean value

Estimates the mean value of a signal, as de-
fined by Equation (3.1a)).

covariance function
integral

Estimates the integral of the covariance func-
tion of one or two signals, as defined by

Equation ((3.44)).

bicovariance func-
tion integral

Estimates the integral of the bicovariance
function of one or two signals, as defined by
Equation ((3.45)).

covariance function

Estimates the covariance function of one or
two signals, as defined by Equations ([3.41a)

and (13.42)).

bicovariance func-
tion

Estimates the bicovariance function of one or
three signals, as defined by Equations (3.41D)

and .

spectrum

Estimates the power spectrum of one or two
signals, defined as the Fourier-transform of
their covariance function.

bispectrum

Estimates the power bispectrum of one or
three signals, defined as the two-dimensional
Fourier-transform of their bicovariance func-
tion.

pulse height distri-
bution

Given a threshold value, estimates the dis-
tribution of maximum values of continuous

sections of the signal which are above the
threshold.
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The error of this estimator is
gy =\| = (4.2)

where 33 is the unbiased estimator of the sample variance, defined as

ngMl_lz(qi—uq)sz Mizlqg— (2(1) . 43

Let us now specify ¢; in the case of the above three analysis types. Consider three
detector signals recorded in the same measurement (real or simulated) with a time
resolution At. The three signals will be labeled with a, b and ¢. Suppose that all the
signals are divided into segments of size N. Clearly, the length of the segments in time
is T'= N - At. Within the ith segment, let yy 1, Yk 2, ..., Yrn denote the samples of the
signal of detector k (k = a,b,c). This is illustrated on Figure Let us now define

the quantity
N

I(x) = ALY (yri — o), (4.4)

i=1
which is a numerical approximation of the area under signal k, after it has been shifted
downwards by a constant value x.

T =NAt
L B (i £ A
e I 21 7 I i
e I 21 2 i
segm. i-1 segm. i segm. i+1

Figure 4.4: An illustration of how the signals are divided into segments during analysis.

For clarity, instead of ¢, we shall use the notations x, Cov and Bicov in the case of the
mean value, the integral of the covariance function and the integral of the bicovariance
function, respectively. With the above notations, when estimating the mean value of
one signal (say that of k), ki, has the form:

K = _]k Zy’” (4.5)

When estimating the integral of the covariance functions of two signals (say that of 1
and 2), Cov; has the form:

1 A al
Cov,; = T = b} (,M/-e 1) [2 ,Lbn 2 <Z Yi,i — Mk 1) <; Y2,i — Mn,2> ) (4-6)
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where p1,,1 and pi,, o denote the estimate of the mean value of signals 1 and 2. Similarly,
when estimating the integral of the bicovariance functions of signals 1, 2 and 3, Bicov;
has the form:

) 1
Bicov; = T T () To(pine,2) 13(phe,3)

= W (Z Y1, — Mn,1> (Z Y2,i — Mn,2> (Z Y3, — MH’3> .
i=1 i=1 i=1

The above three formulas can be derived from the definitions (3.1al), (3.44]) and (3.45)).

4.1.4 Verification of the analysis tools

In order to verify the correct behaviour of the programs described in Sections 4.1.2]
and [£.1.3] three test signals have been created by simulating a measurement, then
their mean values, the integrals of their covariance functions and the integral of their
bicovariance function were estimated. Since every parameter of the simulated system
is known, the true analytical values of the quantities could be calculated and compared
with the results of the estimations. Because the aim at this point is to inspect the
programs and not the theory behind them, the parameters of the simulated system were
chosen to be mostly simple and not necessarily physically reasonable. The numerical
validation of the theory with realistic parameters is the topic of the following two
sections.

The emission rate of the simulated sample was @ = 10000s~!. The multiplicity
distribution of the number of emitted neutrons is

P(n)=1/5 for 0<n<4; (4.8)

the first three factorial moments of this distribution are 1, = 2, vy = 4 and 3 = 6. The
emitted neutrons were detected by three detectors which had identical parameters. The
detection efficiency of each detector was 30 %; this gives a total detection efficiency of
90 % for the entire system. The neutrons arrived to the detectors with an exponentially
distributed time delay, characterized by the probability density function

u(r) = Ggellaye_ﬁedelay for  t>0; (4.9)

the value of the time constant was Ogclny = 50 ps. The pulses induced by the neutron
detectors had an exponentially decaying shape given by

ft) =e touse  for £ >0, (4.10)

with a time constant pyse = 1 ps. The pulses had a constant amplitude of a = 1V.
With these parameters, a 100 000 s long measurement was simulated and the signals
were recorded with a time resolution of At = 0.1ps. The mean value of each signal,
the integrals of the covariance functions of each signal pair and the integral of the
bicovariance function of the three signals were estimated by dividing the signals into
segments of length T" = 20 ms; this produced 500000 segments in case of each signal.
The reference values of the quantities were calculated using the general expressions
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f and the results are summarized in Table . One can see that in the
case of the mean value and the integral of the covariance function, the estimated values
agree with the analytical references within 1 o statistical uncertainty. The integral of the
bicovariance function, on the other hand, is slightly underestimated, but the result still
agrees with the reference value within 2 ¢ uncertainty. Using these estimated moments,
the singles, doubles and triples detection rates have been calculated using expressions
in Section the results are shown in Table [£.3] The estimated values of the singles
and doubles detection rates agree with the theoretical expectations within 1 o statistical
uncertainty. The triples rate, however, are slightly underestimated, as a consequence
of underestimating the integral of the bicovariance function.

Overall, the results indicate that the programs created for the simulation and anal-
ysis of detector signal work as expected.

Table 4.2: Estimated values of the mean, the integral of the covariance function and
the integral of the bicovariance function from test signals and their comparison with
reference values.

quantity detector value
reference estimated

A (5.9984 4 0.0098) - 1073
mean value (V) B 5.9994-1072  (5.9993 4+ 0.0098) - 1073

C (5.9993 = 0.0098) - 102
integral of the A-B (3.582+0.015) - 107
covariance A-C 3.599-107%  (3.597+£0.015) - 107
function (V%)  B-C (3.608 +0.015) - 107

integral of the
bicovariance A-B-C 2.16 - 10715 (1.70£0.28) - 10715
function (V3s?)

Table 4.3: Estimated values of the singles, doubles and triples detection rates from test
signals and their comparison with reference values.

1
quantity value ()
reference estimated
singles rate 18000 17998.5+1.7
doubles rate 16200 16183.4+19.9
triples rate 7290  5739.24+341.6

4.2 Investigation of the performance of the method

The determination of the singles, doubles and triples detection rates from the mo-

ments of continuous detector signals is based on the formulae in Equations ((3.68)), (3.74)

64



and . In Section , the validity of these formulae has been verified by a simple
numerical test without the intention of reproducing a realistic measurement scenario.
As a result, this test did not investigate the extent to which the detection rates can
be obtained from the continuous signals in various measurement circumstances. For
this reason a couple of phenomena and measurement parameters are selected in this
section and their impact on the quality of the estimation is assessed. The parameters
we consider are: the duration of the measurement, the efficiency of neutron detection,
the scale of the electronic noise as well as the presence of parasitic pulses from non-
neutron sources (e.g. alpha or gamma background). As a quantitative measure of the
quality of the estimation, the relative error of the estimated detection rates is chosen;
the absolute values of the estimations will be considered only in some cases.

4.2.1 Parameters of the simulated system

For the sake of simplicity, we shall consider a small sample of pure 2*°Pu in metallic
form. In this case neutron loss due to capture as well as neutron production due to
(cr, n) reactions or induced fission can be neglected. As a result, the multiplicity of the
emitted neutrons (per emission event) is independent of the sample mass (as long as the
sample can be considered small) and is identical to the multiplicity of the spontaneous
fission 2°Pu. The corresponding distribution is shown in Table [4.4} its first three
factorial moments are 1y, = 2.153, vy = 3.808 and v3 = 5.274. The emission intensity of
the sample is Q = 10000s~! unless stated otherwise.

Table 4.4: Multiplicity distribution of emitted neutrons (per emission event) of the
simulated sample. The values are taken from Reference [3].

n 0 1 2 3 4 5 6
P(n) 0.066 0.232 0.329 0.251 0.102 0.018 0.002

The parameters of the detection system were chosen to represent a typical ther-
mal multiplicity counter equipped with *He gas filled detectors [1}3]. Although such a
counter normally contains dozens of neutron detectors, to simplify the simulation pro-
cess, we have unified them into three “large” detectors with identical characteristics.
With one exception, the detection efficiency of the entire system was 50 % which gives
an efficiency of around & = 16.66 % per detector. As in the verification step described in
Section [4.1.4] the neutrons arrive with an exponentially distributed time delay charac-
terized by the probability density function (4.9)). The time parameter of the distribution
is again fgelay = 50 ps, which is a typical value for a thermal multiplicity counter.

Instead of the simple exponential shape used in the verification step in Section 4.1.4]
a more realistic pulse shape is considered given by the function

f(t) — _ (e_t/epulse,l _ e—t/@pulse,?) fOI' t 2 07 (411)
C

where the normalization constant ¢ is defined as

epulse,Z epulse,l

= (M) Opnse,t — Opuise2 _ (M) Oouse,t — Opuse2 (4.12)

epulse,l epulse,l
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The values chosen for the time constants are Opyse1 = 11s and Opuise2 = 0.9 ps; this
gives a characteristic pulse length of around 10 ps which is a typical value for thermal
neutron detectors [3] and is close to the length of the pulses recorded in the measure-
ments discussed in Chapter [ The pulse shape with the selected parameters is shown
on Figure [£.5a. To model the random variation of the pulse amplitudes, the gamma
distribution was chosen with the probability density function

ak—l ea/Gamplitude7 (413)

amplitude

where I' denotes the gamma-function. The value & = 5 was selected for the shape
parameter, and O,mpiitude = 20mV for the scale parameter; this gives a mean amplitude
(a) = kOamplitude = 100mV which is a realistic value for pre-amplified signals. The
probability density function of the pulse amplitudes is shown on Figure [4.5b
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(a) The time evolution of the pulse shape.  (b) Probability density function of the
pulse amplitude.

Figure 4.5: The characteristics of simulated pulses.

The signals generated with the above parameters were recorded with a time resolu-
tion of At = 0.05 ps, which was chosen to be large enough to properly resolve individual
pulses. With one exception, the length of the generated signals was 1000 s which can be
regarded as a typical measurement time in multiplicity counting measurements [1]. In
every case, the singles, doubles and triples detection rates were calculated using Equa-
tions , and , for which the moments of the signals were estimated as
described in Section [4.1.3l During analysis, the signals were divided into 20 ms long
segments.

4.2.2 The impact of the measurement time

According to Equation the error of the estimated values of the moments of
the detector signals are inversely proportional to the square root of the measurement

time. From Equations (3.68)), (3.74]) and (3.80]), one can conclude that the same is true

for the estimated values of the singles, doubles and triples detection rates. In order to
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investigate the impact of the measurement time on the precision of the estimated detec-
tion rates, a long measurement, lasting 30 000 s which is equivalent to about 8.3 hours,
has been simulated and the values of the three detection rates were determined sev-
eral times along the entire measurement. Figure shows the relative errors of the
estimated detection rates.
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Figure 4.6: Relative errors of estimates of the singles, doubles and triples rates as a
function of the measurement time.

As one would expect, the singles rate estimation provides the lowest relative error,
while the triples rate estimation provides the largest. In the case of the singles rate, the
relative uncertainty does not go above 1% even for short measurement times; it reaches
0.1% in a couple of minutes and 0.01 % in about 3 hours. The error of the doubles rate
estimate reaches 1% quickly and approaches 0.1 % after more than 8 hours. Compared
with the singles and doubles rates, the estimate of the triples rate shows a much worse
quality. On the time scale of minutes, relative errors as large as 1000 % can be observed;
after 1 hour, the uncertainty approaches 10 % and does not decrease much by 8 hours.
Moreover, unlike in the case of the other two detection rates, the relative uncertainty
of the triples rates does not always decrease monotonically with the measurement time.

The observed differences in the relative errors of the three detection rates can be
explained by the extent to which the information available in the signals is utilized.
This question has somewhat been addressed in Section [3.5. Recall that, according to
Equation , the overall singles rate in the system is the sum of singles rates observed
in each detector. Expression shows that the information on these individual
singles rates is directly extracted from the mean values of the detector signals. On
the other hand, the total doubles rate, as seen from Equation , comes from pairs
detected either in the same detector or in two different detectors. However, expression
(3.74) shows that the integral of the covariance function gives direct information only on
doubles observed in two different detectors; the doubles rate measured in the individual
detectors is deduced indirectly from the previous ones. Essentially, the ratio of number
of terms containing direct (original) or indirect (deduced) information in is 3:6.
This suggests that only half of the total information available on the doubles rate is
utilized. The other half, as we have seen in Section [3.4.1] can be found in the integral
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of the autocovariance function of a signal, however, mixed with information on the
singles rates which might be difficult to separate. With similar considerations, one
finds that the ratio of the original and deduced information when determining the
triples rate using Equation is 1:9 which can easily explain the high uncertainties
and unstable convergence observed in Figure 4.6|

Due to the large number of simulation cases considered in the forthcoming sections,
only 1000 s long measurements were simulated which is equivalent to around 16 minutes.
Because the uncertainty of the triples estimate in such a short time is extremely large, it
was not possible to draw clear conclusions on this rate. For this reason, in the reminder
of this chapter results will be presented only for the singles and doubles detection rates.

4.2.3 The impact of the detection efficiency

Of all the parameters, the detection efficiency has most likely the largest influence
on the performance of a measurement system. This is especially true for measurements
involving coincident detection events like multiplicity counting. As seen from Equa-
tions , and , while the singles rate depends linearly on the detection
efficiency, the doubles and triples rates are proportional to its second and third powers.
For this reason, the goal in every multiplicity counting system is to achiewe as high
detection efficiency as possible. As we have mentioned in Chapter [2| *He gas-filled
detectors, which are used in most measurements of this type, can typically provide a
40 %60 % efficiency for thermal neutrons |1]. In the minority of cases, when other types
of detectors — for example thermal fission chambers, or some fast neutron detectors —
are used, the detection efficiency can be as low as 1 %.

To illustrate the effect of the detection efficiency on the estimated values of the
detection rates and their precision, the efficiency was varied in the range of 1 %-80 %.
Figure shows the absolute values of the estimated singles and doubles rates along
with the theoretical expectation. In general, the simulations show a good agreement
with the theory. The relative uncertainties of the estimation can be seen in Figure 4.8|
In both cases, they show a fast exponential-like decrease with increasing detection
efficiency. The pace of the decrease is faster in the case of the doubles rate.

4.2.4 The impact of electronic noise

Electronic noise is the undesired fluctuation which is superimposed on a signal
recorded by an electrical measurement system. There is an extensive literature on
electronic noise; the discussion presented here is limited to few important aspects,
based on [38]. In a radiation measurement, the most significant sources of electronic
noise are located in beginning of the detection chain: the detector itself, as well as
the pre-amplifier and its input stage. Since noise forming on these elements undergo
the same amplification process as the signal, it can seriously degrade the information
carried by pulses induced by detected particles. From a practical point of view, the
two most important characteristics of the electronic noise are its power spectral density
and amplitude distribution, since these will often determine the set of techniques that
can be used to reduce it. A recent study investigating the measured signals of thermal
fission chambers showed that the power spectral density of the noise is pink (inversely
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Figure 4.7: The value of the singles and doubles detection rates estimated from simu-
lated voltage signals as a function of the detection efficiency.
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Figure 4.8: The relative error of the singles and doubles detection rates estimated from
simulated voltage signals as a function of the detection efficiency.
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proportional to the frequency) and its amplitude distribution is close to normal [87]. For
simple analytical or numerical investigations it is often assumed that the power spectral
density is white (constant in frequency) and the amplitude distribution is normal with
zero mean. In the following we shall make this assumption as well.

In order to investigate the effect of the electronic noise on the estimated values
of the detection rates, Gaussian white noise has been superimposed on the simulated
signals. The mean value of the noise was kept zero, while its standard deviation varied
in the range 0 mV-50mV; the upper limit corresponds to half of the mean amplitude of
neutron pulses. Figure [4.9| shows the estimated values of the singles and doubles rates
as a function of the standard deviation of the noise; the horizontal lines correspond
to the value expected with no noise being present. The estimated values seem to be
scattered along the horizontal line, which means that the presence of the noise does not
change the value of the detection rates. This result can be explained on a theoretical
basis as well: since the noise has a zero mean amplitude, it does not contribute to the
mean value of the signal; furthermore, since the noise present in two different signals
is independent (in fact, even within one signal the samples of a white noise at two
distinct time instants are independent), its covariance function is zero. Despite leaving
the values of the estimated rates unchanged, one would expect that the presence of the
noise increases the statistical uncertainty of the estimation. Looking at the graphs on
Figure [4.10| which show the relative errors of the detection rates, once can conclude that
although the uncertainties increase with increasing amplitudes of the noise, this effect
is practically negligible even at large noise amplitudes. These results suggest that the
method is rather insensitive to the presence of electronic noise.

e =~ 3 |
| |
w N N N N N N n _ ¥ K
8 T g == T ¥
S 200 i = 2F 1
© s
e e}
© =
— —
= 10 g 1
pe —— theory gs —— theory
i) e simulation g e simulation
% 0 | | | % 0 | | |
0 20 40 0 20 40

std. deviation of noise (mV) std. deviation of noise (mV)
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Figure 4.9: The value of the singles and doubles detection rates estimated from sim-
ulated voltage signals as a function of the standard deviation of the superimposed
Gaussian white noise.

4.2.5 The impact of non-neutron pulses

Every detector designed for measuring neutron radiation will also be sensitive to
some degree to the particles of other radiation types as well. For example, *He-gas
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Figure 4.10: The relative error of the singles and doubles detection rates estimated from
simulated voltage signals as a function of the standard deviation of the superimposed
Gaussian white noise.

filled detectors are known to have a relatively high detection efficiency for gamma
particles [3,38]. Although fission chambers are less sensitive to gamma radiation, they
can have a high alpha background due to the a-decay of the heavy isotopes in the fissile
deposit [38]. Most of the time, the pulses induced by these secondary sources have
a smaller amplitude than neutron induced pulses which allows to differentiate against
them. For example, alpha-particle induced pulses in a fission chamber are typically 10
times smaller than neutron pulses [38]. When a detector is operated in pulse counting
mode, smaller pulses can be filtered out by differentiation on an amplitude basis. In
Campbelling mode, the contribution of secondary pulses is decreased by raising the
signal amplitude to a higher power [67].

In order to investigate the effect of such minority signal components, a secondary
particle source is assumed besides the fissile sample. We shall assume, that the sec-
ondary source is independent from the first one and its particles arrive in a homogeneous
Poisson process with intensity Quon-neutron- 1his simple model describes well the inher-
ent a background of a fission chamber or a gamma background produced by activation
and fission products. No attempt is made to simulate a correlated secondary source,
such as prompt fission gamma radiation in the fissile sample; this issue will be addressed
in future research. For the sake of simplicity, we shall assume that pulses induced by
the secondary particles have the exactly the same shape as neutron induced pulses
and almost the same amplitude distribution (see Section [4.2.1]). The only difference is
that the scale parameter of the amplitude distribution is 2mV; as a result, the mean
amplitude of secondary pulses will be 10mV, which is 10 times smaller than the am-
plitude of neutron pulses. Because the strength of the secondary source can vary in
a wide range depending on the measurement conditions, its intensity varied between
Qnon-neutron=05"1-15000s~! in the simulations; in its upper range, the secondary source
is 1.5 times stronger in emission intensity than the neutron source.

Figure shows the estimated values of the singles and doubles rates as a function
of the intensity of the secondary source; the horizontal lines correspond to the value
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expected when no secondary source is being present. Two sets of simulated values are
presented for the singles rates. The first was obtained by applying Equation (3.68))
to the estimated mean value by disregarding the bias introduced by the secondary
source, i.e. the integral of the neutron pulses was simply inserted into . As one
would expect, the singles rates obtained with this approach increase linearly with the
secondary source intensity, since its contribution to the mean value of the signal is
proportional to the intensity. The second set of values was obtained by correcting for
the secondary source: the mean value of secondary signal component was estimated,
by analyzing a signal generated without the primary neutron source. In fact, a similar
approach can be applied in practice to obtain the correct singles detection rates: one
can perform a background measurement and register a signal when no neutron source is
present. The doubles rate appears to be insensitive to the presence of the background.
This is expected on a theoretical basis, since the contribution of the secondary source
to two different signals is independent due to its Poissonian nature, hence its cross-
covariance is zero. Figure shows the relative error of the estimates. In none of the
cases has the non-neutron source a significant effect on the accuracy of the estimation.
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Figure 4.11: The values of the singles and doubles detection rates estimated from
simulated voltage signals as a function of the intensity of a secondary non-neutron
source.

4.2.6 Concluding remarks

In this section the impact of a number of different parameters on the accuracy of the
proposed method of neutron multiplicity counting has been investigated by simulations.
Most statements concern the singles and doubles detection rates, since the triples rates
could not be recovered with acceptable accuracy. From all the parameters that were
taken into account, the detection efficiency appears to have the most significant influence
of the precision of the method: with increasing detection efficiency, the relative error of
the estimation decreases rapidly. This suggests that maximizing the detection efficiency
should be a priority in practical applications.

The second most important parameter has been the measurement time. Although
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Figure 4.12: The relative error of the singles and doubles detection rates estimates a
function of the intensity of the non-neutron source.

the singles estimate reach a low uncertainty rapidly, the convergence of the doubles rate
seemed slow compared to the traditional method, and the triples rate did not reach an
acceptable level of uncertainty even at very long measurement times. As it has been
pointed out in Section this behaviour is most like related to the fraction of the
extracted and available information in the signals. This topic will addressed in future
research.

Other parameters investigated have either small or negligible influence on the per-
formance of the method. Among these, the only considerable bias is that introduced by
non-neutron pulses to the singles rate estimate. Nevertheless, this effect can easily be
compensated for by a simple background measurement, as suggested in Section [4.2.5]
No such compensation is required for the doubles rates as it is not affected by the pres-
ence of non-neutron pulses. Both the singles and doubles rates appear to be insensitive
to a Gaussian white noise present in the signal.

Overall, the doubles rate estimate is more sensitive to the detection efficiency than
the singles estimate and provides a less accurate estimate in the same measurement time.
On the other hand, the doubles rate estimate seems to be more robust against parasitic
components in the signal. Partly this is due to the high-order nature of the moment
which favours the neutron response by raising the signal to the second power; and partly
it is a consequence of the covariance-nature of the moment, which discriminates against
uncorrelated events. This suggests that the proposed method might be a viable choice
for measuring spent nuclear fuel with large gamma background (see Section [2.4).

4.3 Comparison of the traditional and the new method

In Section [4.2] the performance of the newly proposed method of multiplicity count-
ing has been assessed on its own, with no reference to the performance of the traditional
approach. There are several aspects by which the two methods can be compared. Here
only one parameter, possibly the most important one, is selected: the fission source in-
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tensity. In Section [2.4]it has been pointed out that one factor limiting the applicability
of traditional multiplicity counting is the considerable amount of dead time losses in
the counting electronics caused by the large neutron counting rate. It has also been
stated that one of the most appealing characteristic of the newly proposed method is its
insensitivity to this type of dead time. Another set of simulations have been performed
in order to illustrate the behaviour of the two version of multiplicity counting in high
counting rate environments.

Measurements have been simulated using the exact same parameters, as described
in Section m The emission rates varied in the range of 1000-100000 s~!. The singles
doubles and triples detection rates have been estimated from the moments of the signal
the same was as in the previous section, using the equations presented in Section [3.5]
In order to obtain the detection rates based on the traditional pulse counting approach,
another software program has been created which emulates the behaviour of the signal
processing chain of multiplicity counters (see Section . The program includes a
simple integral discriminator model which determines the times when the signal crosses
a predefined threshold value. This time data is then fed to a model of a multiplicity shift
register, which provides estimates for the detection rates using the formulas presented
in Section [2.3.7] The values of the detection rates are output without applying any
dead time correction to them; however, correction with the gate fraction factors (see
Section has been included.

The singles and the doubles rates estimated with the two approaches are shown on
Figure It is seen that throughout the considered range of the emission rate, the
values obtained from the new method shown an excellent agreement with the theoretical
expectations. At low emission rates, when pulses rarely overlap, the agreement is also
good with the values obtained from pulse counting. However, as the emission rate
increases, and pulse overlapping becomes more frequent, the traditional singles and
doubles estimates underestimate the real values.
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Figure 4.13: Simulated detection rates.

It should emphasize that the above presented study does not reflect the absolute
performance of the two methods. The purpose here was to illustrate the conceptual
difference between them and not to quantify the range of their applicability. For this
reason (and because it made the simulation easier) the performance of the traditional
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approach has been made worse by increasing its sensitivity to dead time. In real appli-
cations, the traditional approach is much more resistant to dead time for at least two
reasons. First, as noted in Section [2.3.6] dead time is greatly reduced by using many
(10-60) independent signal processing chains, whereas here all the pulses went through
three chains. Second, voltage pulses go through many stages before they get counted
by an integral discriminator and the discriminator itself is a complicated device [38];
on the other hand in this study a very simple technique was chosen to count based on
simple level crossing detection. Nevertheless, the insensitivity of the new method to
counting dead times is well shown on Figure
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Chapter 5

Experimental demonstration

5.1 The aim and background of the experiment

An experiment has been designed and executed in order to demonstrate the practical
use of the method discussed in the previous two chapters by measuring a 2*>Cf sample.
The activity was carried out in a collaboration between the Budapest University of
Technology and Economics, Chalmers University and the Kyoto University and took
place at the Kyoto University Critical Assembly (KUCA) facility in Osaka, Japan.

Our aim was to build a measurement set-up in which the detection rate is low enough
to not cause overlapping pulses very often. This allowed us to measure the detection
rates not only from the continuous signals, but — to serve as a reference — also with the
pulse counting procedure. The goal of the measurement was to show that the newly
proposed method is able to provide the same detection rate values as the traditional
multiplicity counting.

Although the general purpose of multiplicity counting is to determine the fissile
mass of sample (see Chapter [2), no estimation of the mass was given in this measure-
ment for two main reasons. First, as discussed in Section in order to apply the
inversion procedure that produces the mass estimate, one needs to know the values of
a) certain nuclear physical constants of the fissile isotopes, b) the detection efficiency
and c) the gate fraction factors (at least when using detection rates obtained from pulse
counting). While the physical constants are generally known, the other two parameters
are usually determined with the careful calibration of the multiplicity counter device
(see Reference [1]). We had no option to perform such a calibration. The second, and
more important, reason is that the inversion procedure requires the knowledge of all
three detection rates. However, as we shall see later, it was not possible to estimate the
triples detection rate in our measurement set-up.

Finally, it should be mentioned that the author of the thesis took active part only
in the design and the analysis of the measurements. The set-up was built and the
measurements were executed by Gergely Klujber and dr. Maté Szieberth from the Bu-
dapest University of Technology and Economics as well as by dr. Yasunori Kitamura
and prof. Tsuyoshi Misawa from the Kyoto University.
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5.2 The measurement set-up

The Kyoto University Critical Assembly (KUCA) facility is a multi-core facility
comprising of two solid-moderated cores (A and B core) and a light-water moderated
core (C core) [88]. The basis of the A core is a rectangular aluminum grid into which
assemblies can be loaded. FEach assembly consists of a rectangular aluminum frame
into which plates of different materials (uranium, polyethylene, graphite, etc.) and
thicknesses can be loaded horizontally (see Figure similarly to how pellets are
loaded into a fuel rod. This modular nature of the assemblies makes it possible to
construct a large variety of measurement arrangements. The experimental set-up was
assembled on the same grid that hosts core A, however, it was located outside the
graphite reflector surrounding the core. The position of the set-up within the core is
shown on Figure 5.1

Figure 5.1: The location of the measurement set-up within core A of the Kyoto Uni-
versity Critical Assembly (KUCA).

In the following, the measurement set-up is described in detail. The description is
best supported by images from the MCNP model of the set-up shown on Figure
but actual photos of certain elements of the arrangement can also be seen on Figures|5.2
and Since the facility was designed by the United States government, the sizes
(and most other technical data) of its components are documented in imperial
units. Therefore, in the description that follows, the original documented values will
be presented but approximate values in metric units will be presented as well. Note
also that there are some minor differences between the MCNP model shown below,
and the actual measurement arrangement; these will be pointed out at the end of the
section.

As seen on Figure [5.3] the measurement set-up consists of a 5 x 5 lattice of as-
semblies. Each assembly is loaded with rectangular cuboid plates with a 2in x 2in
(~50.8 mm x 50.8 mm) cross section and different thicknesses. Three different types of
assemblies were built. We shall refer to these as source assembly, detector assembly and
moderator assembly. Figure [5.4] shows actual pictures of these assemblies while being
put together on site. In the following, the vertical structure of the assemblies and their
positioning in the arrangement is described in detail.
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The central grid element in the arrangement is the source assembly which hosted
three 2°2Cf samples. Each sample was enclosed in a cylindrical aluminium casing with
an approximate diameter of 2mm and an approximate height of 10 mm. The registered
activities (including a-decay and spontaneous fission) of the three samples on September
6, 2019 were 48.9kBq, 48.9kBq and 14.7kBq, respectively. This gives a total activity
of 112.5kBq and a total neutron emission rate of 12930s~!. The samples were placed
inside a 1/16in (~1.59 mm) thick polyethylene plate as shown on Figure[5.2] This plate
was then placed in the middle horizontal plane of the source assembly (which was also
the middle plane of the entire set-up).

Two versions of the source assembly were built
in order to create two measurement configura-
tions. In both versions, the central polyethylene
plate (enclosing the californium samples) was sur-
rounded by additional 1/16in (~1.59mm) thick
polyethylene plates from the top and the bottom.
In one of the two versions, however, some of these
polyethylene plates were replaced by 93.2% en-
riched uranium-aluminum alloy plates of the same
size. Figures |5.3| and show only this second
version. A more detailed description of the two
configurations and the motivation behind creating Figure 5.2: Three 252Cf sources em-
them will be given in Section [5.3| bedded into a polyethylene plate.

The central source assembly was surrounded
symmetrically by four detector assemblies. They are labeled with A-D on Figures [5.3
and (and these same labels will be used to refer to the signals of the corresponding
detectors as well). Each assembly was hosting one thermal fission chamber of the same
type. A detailed technical description of the detectors (along with the entire data ac-
quisition chain) will be given in Section [5.4 The detectors were positioned vertically in
a way that their sensitive region lies symmetrically around the plane of the californium
sources. From the top and the bottom, they were surrounded with polyethylene blocks
of appropriate thickness.

All the remaining positions in the grid were occupied by moderator assemblies. The
moderator assemblies were entirely filled with 1/16in (~1.59mm) thick polyethylene
plates. The primary purpose of the polyethylene in the moderator assemblies as well
as in the other two types of assemblies was to thermalize fast fission neutrons, thus
increasing the probability of detection in the fission chambers and the induced fission
in the uranium-aluminum plates (when present).

5.3 Configurations of the set-up

Equations and show that the detection rates are monotonically in-
creasing functions of the amount of fissile material in the measured sample. T'wo mea-
surement configurations containing different amounts of fissile material were created
in the hope that a significant difference between the measured detection rates will be
observed. The first configuration contained only the three samples of 2°2Cf, located in
the source assembly, as fissile material; this configuration will be labeled as Cf in the
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(a) Horizontal view. (b) Vertical view.

Figure 5.3: The MCNP model of the measurement set-up.

(a) Source assembly. (b) Detector assembly. (¢) Moderator assembly.

Figure 5.4: The three assemblies used in the measurement arrangement while being
assembled.
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subsequent sections. In the second configuration 90 % enriched 23U plates were placed
inside the source assembly symmetrically above and below the californium to serve as
a secondary neutron source (induced fission caused by the primary neutrons from the
californium); it will be labeled as Cf+U.

The number of neutrons produced additionally in induced fission is sensitive to the
amount and location of the uranium in the system: the uranium must be far enough
from the californium so that neutrons thermalize by the time they reach it; on the
other hand, if too much polyethylene is replaced by uranium, the neutrons do not
get moderated. The final positioning of the uranium-aluminum plates in configuration
Cf+U has been determined by a simple numerical optimization using the MCNP model
of the set-up. Seven variants of the central assembly has been created that contained
different amounts of uranium at different distances from the californium; these are
labeled with B-H on Figure (label A shows the variant with no uranium at all, used
in configuration Cf). Simulations were performed to estimate the singles, doubles and
triples detection rates by using each variant of the source assembly.

The results are listed in Table |5.1, where the variants that were built in the end
are marked with bold. One can immediately see that there is no significant difference
between the detection rates in configuration Cf (with variant A) and Cf+U (variants B—
H). This suggests that the measurements will not be able to show any difference either.
In any case, for realizing configuration Cf+U, variant G has been chosen because it
yields the highest triples to singles ratio.

While values in Table 5.1l refer to the detection rates observed in all four detectors
cumulatively, Table [5.2] shows the singles rates from one detector, the doubles rates
from a pair of detectors as well as the triples rates from three detectors, in the two con-
figurations Cf and Cf4U. These will be compared with measured values in Section [5.8]

An important thing to notice, however, that the predicted value of the triples rate
is very low. This is a consequence of the low detection efficiency of the system, which
originates partly from the generally low internal efficiency of fission chambers (compared
to other neutron detectors [38]) and partly from the low geometric efficiency due to the
arrangement of the sample and the detectors. As a result, the triples rates are not
expected to be measured with any good accuracy.

Table 5.1: Simulated values of the detection rates in the configuration shown on Fig-

ure @

configuration detection rate (1/s) triples to_zingles
singles doubles triples ratio (107°)
A (Cf) 80.697 +0.283 3.984+0.063 0.208+0.014 2.58
B 79.773 £0.281 3.922 £0.062 0.2024+0.014 2.54
C 80.885+0.283  4.0294+0.063  0.206 +0.014 2.55
D 79.092+£0.280  3.9194£0.062  0.203£0.014 2.57
E 81.676 £0.284  4.130+£0.064  0.219£0.015 2.68
F 81.513+0.284  4.1254+0.064  0.215+0.015 2.64
G (Cf+U) 81.585+0.284 4.137+0.064 0.220+0.015 2.70
H 81.572+£0.284  4.147+0.064  0.216 £0.015 2.65
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A B C D E F G H

Figure 5.5: Variants of the central source assembly used for the optimization of the
measurement arrangement.

Table 5.2: Simulated values of the detection rates in configurations Cf and Cf+U.

value (1/s)
Cf Ct+U

singles (per 1 detector)  20.1744+0.141 20.396 £ 0.142
doubles (per 2 detectors)  0.9964+0.031  1.034 £ 0.032
triples (per 3 detectors) 0.088£0.009  0.093+0.010

quantity
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Finally, it should be mentioned that certain assumptions had to be made when
creating the MCNP model of the set-up. The two most important simplifications are
the following:

1. The amount, chemical form and distribution of the californium within the three
samples is not known. Therefore, the samples on the MCNP model were small
cylinders filled with air, and a fixed isotropic neutron source (with the same
multiplicity distribution as that of the spontaneous fission of 2Cf) was defined
and was distributed uniformly within the sample volume. As a consequence,
(cr, n) reactions on light materials as well as induced fission on the fissile isotopes
of californium were not included in the model (see Section [2.3.2)). However, both
of these effects are expected to be negligible in the case of the small samples used
in the measurement.

2. The internal structure of the fission chambers is not known, only their size and
total fissile content. For this reason, each detector was represented by three
vertically stacked homogeneous cylinders in the MCNP model. The central cylin-
der, representing the sensitive region of the detector, was filled evenly with the
amount 23U that is present on the sensitive layers according to the detector doc-
umentation. The remaining parts of the detector body were represented by an
air cladding on the top and the bottom of the sensitive region. The effect of
this homogenization is expected to have a small effect on the simulated detection
efficiency.

Due to the above two simplifications, a difference is expected between the simulated
and the measured detection rates. Moreover, the difference in the doubles rate is antic-
ipated to be larger than in the case of the singles rate, since the former is more sensitive
to the parameters of both the source and the detectors. However, the significance of
this difference is not relevant, since the simulations were used only to design the mea-
surement; conclusions on the applicability of the method will be drawn by comparing
measured values.

5.4 Detectors and data acquisition system

Figure |5.6| shows the layout of the detection system. The output signal of the
neutron detector is sent to a high-frequency pre-amplifier. The amplified voltage signal
went through two paths. On one hand, it was sent to a high-resolution A /D converter to
produce a sampled (digitized) continuous signal. On the other hand, it was submitted
to a chain containing an amplifier, a discriminator and a counter to create a time series
representing the times of detections. Both data sets were recorded into a binary file on
the computer. In the following each element of this chain is described in detail.

For neutron detection Westinghouse WL-8073 type dual range fission chambers were
used [89]. The outer casing of the detector is a cylindrical aluminum tube of height
9.75in (~248 mm) and diameter 2in (~51l mm). The filling gas is Argon-Nitrogen
mixture at 760 mmHg (/ 101.3 kPa) pressure. The neutron sensitive fissile deposit con-
sists of U3Og compound enriched to more than 90 % in 23°U. The surface density of
the deposit is 2mg/cm? whereas its total mass is 1.68g. No information is available
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Figure 5.6: The layout of the detection and data acquisition chain.

on the structure (number, shape and size) of the electrodes and fissile coatings. This
type of detector can be operated both as a counter (for low flux levels) or as an ion-
ization chamber (for high flux levels). The nominal operating voltage is 300V as a
counter and 300 V-1000V as an ionization chamber. During the measurements the
detectors were operated at 300 V. At this value the total thermal neutron sensitivity
is 0.7 counts/neutron/cm?, whereas pulses have an average amplitude of 0.2mV as well
as an average rise time of 0.2 ps.

The output signal of each detector is sent to an associated pre-amplifier. In order
to suit the needs of the present (and future) measurements, six pre-amplifiers were
designed and built [90] at the BME Institute of Nuclear Techniques of which four were
used in the measurements. The pre-amplifiers produce a voltage signal ranging between
—1 and 1 V. They have a small time constant (compared to the charge collection time
of the detector), hence the shapes of the amplified voltage pulses reflect the shapes of
the current pulses in the detector.

The amplified signal of the detector was sampled, digitized and recorded by a Red
Pitaya STEMLab 125-14 multifunction instrument [91]. Each such device has two
analogue input channels; hence, in order to process the signals of all four detectors
simultaneously, two instruments were used in the measurements. The STEMLab 125-
14 instrument is equipped with a high-performance analog-to-digital (A/D) converter,
which provides a maximal sampling rate of 125 million samples per second (correspond-
ing to a 8ns maximal time resolution) and a fix 14 bit digital resolution. The device
comes with an integrated field-programmable gate array (FPGA) unit which stores the
digitized signal values in the internal RAM. A user-written C program is responsible
for transferring the data from the RAM to an I/O device for long-time storage. To
facilitate the data transfer, the instrument is equipped with a micro SD slot, a USB
2.0 port, a 1 GB ethernet port as well as with a WIFI dongle slot. In our case, we
stored the signals in the (compressed) time resolved signal file format (described
in Section on a SanDisk Extreme Pro micro SD card with 32 GB capacity and
95 MB/s writing speed.

In order to obtain the times of individual pulses, the pre-amplified signals were also
fed to a chain consisting of an amplifier, a single channel analyser and counter; this
latter was a National Instruments myRIO device.
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5.5 Recording the signals

As Table shows, the detection rates are expected to be small in both measure-
ment configurations. The low detection rate suggests that a rather long measurement
time (lasting several hours) is required to achieve good statistics, especially in the case
of the doubles rates. A nearly 14 hour-long measurement was performed in both con-
figurations.

In the case of the continuous detector signals, the time resolution should be fine
enough to resolve individual pulses. As seen from Figure [5.11], the characteristic width
of the recorded pulses is around 10 ps. For this reason, a 40 ns time resolution was used,
samples such a typical pulse at 250 points. As mentioned at the end of the previous
section, the signals were stored in the compressed time resolved signal format.
Recall from Section that this format maintains a value called base line, which
represents an average value of the signal when there are no pulses. As a consequence,
the sections between pulses can be represented in the stored signal by their lengths and
the base line. The base lines determined for the four detectors in the two measurement
configurations are given in Table[5.3] From this point, every voltage value presented in
this chapter will be given with respect to the baseline.

Table 5.3: Base lines of the detector signals in the two measurement configurations.

base line value (mV)

detector

Cf Cf+U
A 36.7 37.0
B 7.4 7.5
C 30.1 30.0
D 10.5 10.5

A simple algorithm was designed and implemented on the FPGA unit of the Red
Pitaya instrument to transform the recorded voltage stream into the compressed time
resolved signal format. The procedure utilizes the fact that sections separating
individual pulses comprise mainly electronic noise, which is low in amplitude. The im-
plementation of the algorithm is illustrated on Figure using a simulated section of a
detector signal, and is explained in the following. For each detector, a threshold value
was chosen in a way that the fluctuating background does not cross it but the neutron
induced pulses do. The threshold value was determined on-site by performing a short
test measurement; the values applied are listed in Table for all four detectors in
both measurement configurations. The FPGA unit stored each digitized signal value in
an internal memory buffer but it transferred to the RAM only those parts of the signal
which were above the predefined threshold value together with their close neighbour-
hood. More precisely, whenever 3 consecutive values exceeded the threshold, the 43
preceding values (40 values under the threshold and 3 exceeding it) were saved to the
RAM. Each subsequent value was saved to RAM until 250 consecutive values did not
exceed the threshold. This means that aside from the part that is above the threshold,
1.6 ps was recorded from each pulse before crossing the threshold upwards, and 10 s
after crossing the threshold downwards. This time span is large enough to contain the
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whole pulse emerging from the background including its rising and decaying section.
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Figure 5.7: Illustration of the signal compression technique.

Table 5.4: Threshold values applied to discriminate the background fluctuation from
the useful parts of the signals.

threshold (mV)

detector

Ct Cf+U
A 65.8 66.2
B 70.4 71.4
C 61.4 65.8
D 70.8 71.0

The myRIO device, which was used as a dedicated counter in the data acquisition
chain (see Figure provided readily usable time series data for analysis. However, a
similar time series data has been produced by postprocessing the recorded continuous
signals as well. A simple computer program has been written, that implements a
discriminator—counter logic: given a threshold value, the programs cans through the
continuous signals and determines the times of level crossings. The pulse counting
analysis have been performed using both sets of detection times. The reason for creating
the second set is twofold. First, it ensures that the continuous signal analysis and pulse
counting is performed on the exact same signal, which makes the two results more
comparable. Second, when the detection times are produced from recorded continuous
signals, it allows us to perform post processing steps on the signal, before submitting
it to the discriminator—counter logic. As we shall see later, better results could be
achieved using this second set of times.

5.6 The characteristics of the recorded signals

An inspection of the recorded continuous detector signals has revealed that it con-
sists of short signals sections, separated by compressed parts, which in the majority of
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the time contain a single pulse. Figure [5.8 shows examples of recorded sections, which
show pulses that might easily be induced by different particles. The two pulses in the
first row have large amplitudes hence they are likely been induced by neutrons; the
other two in the second row have small amplitudes and might be induced by either an
a or a 7y particle.
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Figure 5.8: Examples of recorded pulses. The pulses in the first row have larger ampli-
tudes and are likely induced by neutrons. The pulses in the second row have smaller
amplitudes and might be induced by « or v particles. The orange lines represent the
threshold values used to discriminate against non-neutron pulses when calculating the
average neutron induced pulse.

In order to derive a detection time series data from the continuous signals, an ap-
propriate threshold level needs to be used that can discriminate against non-neutron
pulses. Additionally, as we will see later, it was necessary to remove small pulses even
from the continuous signals used for moment analysis to get values of the detection
rates that compare well with reference values obtained with pulse counting. In order to
determine the suitable threshold values, the pulse height distribution of the recorded
signals has been estimated. As an illustration, Figure [5.9 shows the pulse height dis-
tribution observed in the signals of the detector A and B in the Cf configuration. One
can see that the vast majority of the pulses have small amplitudes somewhere in the
range of 70-90 mV. The threshold values were selected by choosing the inflection point
in the distribution (shown as dashed line on the Figure). The list of threshold values
can bee seen in Table 5.5
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Figure 5.9: The pulse height distribution observed in the signals of detector A and B
in the Cf measurement configuration. The dashed lines represent the threshold values
used to discriminate against non-neutron pulses when calculating the average neutron
induced pulse.

Table 5.5: Threshold values used to discriminate against non-neutron pulses when
calculating the average neutron induced pulse.

threshold (mV)

detector

Ct Cf+U
A 87.5 87.2
B 88.8 93.6
C 79.6 86.9
D 70.8 71.0
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5.7 Estimation of the calibration factors

Whether we perform multiplicity counting by analysing continuous signals or by
counting discrete pulses, the detection rates are not the quantities we directly measure.
In the case of continuous signal analysis, the primary measured quantities are the
moments of the signals which, as described in Section[3.5 can be converted to detection
rates in the knowledge of the factor (a)/, the area under a single neutron impulse. In
the case of discrete pulse counting, one needs the doubles and triples gate fraction
factors, denoted as f; and f; in Equations and , to compensate for losses
of correlated counts in the doubles and triples detection rates originating from the
finiteness of the counting window.

Because our aim is to compare the detection rates obtained with these two ap-
proaches, it is important that we calculate their correct values. In the following, the
estimation of the gate fraction factors as well as the are under the neutron pulses is
described.

5.7.1 The gate fractions

There are several ways of estimating the gate fractions [1]. Here, a semi-empirical
approach is chosen. Equation[2.20]provides an analytical formula for a quantity f, which
is related to the doubles and triples gate fractions as f; = f and f, = f2. f is expressed
as a function of the counting gate width 74, the predelay 7. and the die-away time
0. The first two are parameters of the multiplicity counter and are chosen freely; their
values used in this measurement will be given later in Section [5.8] The die-away time
is, however, a property of the experimental set-up and needs to be determined either
by measurement or by simulation.

It is generally known that the decay of the Rossi-alpha distribution of the detector
counts is closely related to the die-away time |1]. Since the Rossi-alpha distribution
characterizes the covariance function of the detector counts, we shall use its continu-
ous equivalent, the covariance function of the continuous detector signals, to estimate
the die-away time. Assuming a pure exponential die-away time and an exponentially
decaying pulse shape with decay parameter 6, the concrete form of the covariance
function can be calculated using the general expression , and it takes the form

COV(S) =C (0 ef|s|/9 - epulsc ei‘s‘/epulse) . (51)

By fitting this function to a measured cross covariance function of two signals, the 6
die-away time can be determined and can be inserted into Equation to give an
estimate of f. Table 7?7 shows the value of f.

5.7.2 The area under the pulse

The estimation of the area (a)! under neutron induced pulses comes with two dif-
ficulties. First, contrary to the theoretical model introduced in Chapter [3| not every
neutron induced has the same shape; as we have seen in Section [5.6] the shapes of
the individual pulses shows a great variation. Second, pulses recorded by the detector
might be induced by particles other than neutrons (most likely by alpha particles in
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CHAPTER 5. EXPERIMENTAL DEMONSTRATION

Table 5.6: The list of the die-away times and the doubles gate fractions used in Sec-
tion for the correction of doubles detection rates obtained from pulse counting.

detector pair 0 (1s) NS,

Cf Cf+U Cf Cf4+U
A-B 176.26 108.66 0.945 0.912
C-D 109.87 119.51 0.913 0.920

T T
—— measured |
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Figure 5.10: Illustration of fitting a function of the form (5.1)) to the measured cross
covariance function of two detector signals.
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the case of fission chambers). In fact, the pulse height distribution on Figure shows
that the majority of the recorded pulses have such a small amplitude.

For this reason, a simple procedure has been designed to provide an proper estimate
of (a)I. The procedure relies on the fact that the observed count rate was so low, that
the majority of the recorded signal sections contained a single pulse only. A program
has been written that takes a threshold value as an input parameter. Given a recorded
signal, the program scans through it and selects every section on which the signal crosses
the predefined threshold value. The recorded sections are then aligned together in a
way that the times they cross the threshold coincides. Finally, the corresponding points
of the sections are averaged to form a average impulse. Because of the discrimination
against low amplitude pulses, this average pulse makes a good approximation of neutron
induced pulses. Figure |5.11]| shows the average neutrons pulses of detectors A-D in the
Cf measurement configuration determined with the above procedure. One can see that
despite small differences, they are rather similar to each other.

| A
150 — B
= —C
£ 100 — D}
)
=Y0]
8
S 50 .
>
O\ | | | | | | | |

Figure 5.11: Average neutron pulses estimated from the signals of detectors A-D in the
Cf measurement configuration.

In the possession of the average neutron pulses, it is now straightforward to calculate
(a)I by integrating it numerically. The obtained integrals are listed in Table [5.7|for each
detector in both measurement configurations. Actually, two sets of values are shown in
the table. One set, labeled as original, was obtained from the signals without altering
them. The second set, labeled as smoothed was obtained by smoothing the original
signals using a simple running average algorithm. Both values were used to recover the
detection rates from the moments of the continuous signals and it was found that only
the smoothed version was able to provide correct results. For this reason, results will
be provided only using this second set of integrals.

5.8 Estimation of the detection rates

In order to estimate the detection rates with pulse counting, a simple program has
been written that implements the logic of the multiplicity shift register, described in
Section [2.3.7 This program has been used to analyse the detection time series obtained
both from the myRIO counter device as well as that created by the computer program
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CHAPTER 5. EXPERIMENTAL DEMONSTRATION

Table 5.7: Integrals of the average neutron pulses in the two measurement configura-
tions.

pulse integral (mV's)

case detector
Cf Cf+ U
A 430-102+£1.7-10~7 4.30-102+1.8-10~7
original B 434102 +£1.6-10-7 4.56-10-3+1.7-107
C 3.73-10341.4-10~7 3.91-103+1.6-107
D 3.83-10°+£13-10~7 3.93-1073+14-10~7
A 447102418107 449103 +18-10~7
B 460-102+£1.7-10~7 4.83-103+1.9-10~7
smoothed 3.90-103+1.5-10~7 4.18-10°3+1.7-107
D 412103414107 4.18-103+£1.4-107

from the continuous signals. The detection rates were estimated with a Ogae = 10 ms
gate width parameter and a 6, = 10 ps predelay parameter.

The moments of the continuous detector signals have been calculated with the anal-
ysis tool described in Section [4.1.3] During analysis, the signals have been divided into
sections of size N = 200000; with the 48 ns time resolution, this corresponds to a length
of T'= 8ms in time. From the moments, the detection rates were obtained using the
expressions in Section [3.5]

Here, we note that the triples rate could not be estimated not only because the
detection efficiency in the system is low, but also because of hardware limitations. The
estimation of the covariance or bicovariance functions of the signals requires that they
are perfectly synchronized in time. This synchronization is ensured when the signals
are recorded by the same A/D converter. However, the Red Pitaya devices we used
have only two inputs, which means that only two pairs of signals, namely A-B and
C-D were synchronized. As a consequence, the calculation of the bicovariance function
of three signals was not possible at all. But even in the case of covariance function, it
could be estimated only for the two paris A-B and C-D.

5.8.1 Singles rate

The singles detection rate was estimated for all four detectors separately. The results
are summarized in Table[5.8] The third and fourth columns contain the reference singles
rates obtained with pulse counting by the myRIO device as well as by the multiplicity
counting software. It is seen that in the majority of cases, the two results are close to
each other. A significant difference can be observed in the estimated rates of detector
D in both configurations as well as in the rate of detector C in the Cf configuration.
The analysis of the pulse height distribution of the unaltered continuous signals has
revealed the reason behind the deviation observed in the case of detector D: the signal
of this detector was extremely noisy. As a result, false counts were registered by the
myRIO device, whereas the noise level of the signal analysed by the software has been
reduced by smoothing. The measured detection rates are 5-15 % smaller than the
values predicted by the simulations in [5.3]
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The fifth and sixth columns contain singles rates extracted from the mean value
of the detector signals. The rates in the sixth column, labeled as “unfiltered”, were
obtained from the raw, unaltered continuous signals and are about 20-30 % larger,
than the reference values. The deviation is clearly a consequence of the small amplitude
pulses induced by alpha particles: these increase the estimated singles rate by inevitably
contributing to the mean value of the signal, however, they are discriminated against
in the process of pulse counting.

As it was suggested in Section the contribution of a constant non-neutron
background can be easily compensated by performing a background measurement with-
out the neutron source and estimating the contribution of the background to the mean
value. Unfortunately, no such background measurement has been made during the ex-
periment. There is, however, an alternative solution which, which is based on the same
principle that was used to determine the integral of the neutron induced pulses. Re-
calling that almost all recorded section in the signal contained a single pulse only, one
can remove the small amplitude pulses by scanning the signal using a threshold value
and dropping every section where the signal does not cross the threshold value. Using
the threshold values listed in Table [5.5] a second set of continuous signals have been
produced and analysed as well. The singles rates obtained from this set are shown in the
sixth column of Table 5.8 under the label “filtered”. One can immediately see that they
are much closer to the reference values than the unfiltered versions. Nevertheless, they
are still systematically higher by 1-10 %, which indicates that not all non-neutrons
pulses have been removed. It is anticipated that in the possession of a background
measurement, a more effective correction can be made, as it was demonstrated with

simulated signals in Section [4.2.5]

In general, one can observe that there is no significant difference between the singles
rates measured in the two configurations, as it was expected based on the simulation
results presented in Section [5.3]

Table 5.8: Estimated values of the singles rates obtained from pulse counting and from
the mean value of the detector signal.

singles rate (s71)

configuration detector

discrete pulse counting continuous signal analysis

NI myRIO program unfiltered filtered
A 17.0194£0.018 17.071+£0.018 25.253+0.704 18.28240.704
Cf B 17.029+0.018 17.837£0.018 26.7144+0.837 19.720 £ 0.838
C 19.791+0.019 19.759+£0.019 31.6294+0.920 21.316+0.920
D 27.391+0.022 21.584+0.020 24.199+0.777 24.198+0.777
A 17.370+0.018 17.475+£0.018 26.4834+0.806 18.753 +0.806
CieU B 17.627+0.018 16.211£0.018 25.004+£0.775 18.047+0.775
C 19.9494+0.019 16.823£0.018 29.881+0.964 18.837+0.964
D 27.440+0.023 21.793+£0.020 24.154+0.800 24.152 4+ 0.800
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5.8.2 Doubles rate

The doubles detection rate was estimated only for the detector pairs A-B and C-D.
The results are summarized in Table (.91 The columns of the table have the same
meaning as in the case of the singles rate. Accordingly, columns three and four contain
doubles rates estimated with pulse counting on the detection time series data produced
by the myRIO device as well as by the program analysing the continuous signals. For
detector pair A—B, the values agree within statistical uncertainty. There is, however, a
significant difference in the values for detectors C-D. Clearly, this is the result of the
large noise leveles observed in detector D, which also caused the extremely large value
in the singles rate. However, one can notice in the fourth column that the application
of the noise filtering decreases the observed value of the doubles rate.

Column five shows values obtained from the moments of the raw, unaltered con-
tinuous signals. Just as in the case of the singles rate, the values shown here are sys-
tematically larger than the reference values. However, when the low amplitude pulses
are filtered out from the signal, the obtained detection rates become identical with the
reference values within statistical uncertainty, as it can be observed in the sixth column
of the table. The explanation of this phenomenon is, however, less obvious than in
the case of the singles rate. The simulations in Sections [4.2.4] and [4.2.5| show that the
doubles estimation is insensitive to the presence of both a Gaussian white noise as well
as a Poissonian pulse source (like the alpha background of the fission chamber). The
observed difference between the values of columns five and six therefore indicates that
the components removed from the signal have a nonzero covariance, that is, they are
not pure white noise or pulses from the alpha background. A closer investigation of
this effect might be the topic of a future research activity.

Table 5.9: Estimated values of the doubles rates.

doubles rate (s71)

configuration detector

discrete pulse counting continuous signal analysis

NI myRIO program uncorrected corrected
of A-B 0.3194+0.018 0.291+0.019 0.432+0.009 0.305 4 0.006
C-D 0.540+£0.027 0.451+0.023 0.428 £0.009 0.420 4 0.008
Ci+-U A-B 0.3044+0.020 0.309+0.019 0.433+£0.009 0.304 +0.007
C-D 0.538+0.028 0.383+0.022 0.467+0.011 0.376 4+ 0.008

5.9 A final remark

We shall end this Chapter by showing an example of the cross covariance function
of the signals of detectors A and B. Figure [5.10] shows two versions of this function:
one was obtained with the standard pulse counting technique, while the other one was
calculated from the continuous signals of the detectors; they show a good agreement.
The significance of this result becomes apparent when one considers the physical con-
tent of the covariance function: its value at time ¢ quantifies the correlation between
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detection events that are at a distance t. The fact that such an information on discrete
detection events can be recovered from a continuous process, where no discrete events
appear explicitly, is somewhat remarkable.
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—— continuous signal
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Figure 5.12: The cross covariance functions of the signals of the detector pair A-B
obtained both by continuous signal analysis as well as by pulse counting.
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Chapter 6

Summary

The topic of this thesis is the development and investigation of an alternative version
of neutron multiplicity counting, which — contrary to the traditional approach with
pulse counting — is based on the analysis of the continuous voltage signals of neutron
detectors (primarily fission chambers). The motivation for creating this new form of the
measurement is that the practical applicability of the traditional method is limited to
low count rates due to dead time losses arising in the counting circuits. Being inherently
free from this type of dead time, the new method can be an effective tool for measuring
spent nuclear fuel, which usually comes with extremely high neutron and gamma count
rates.

The thesis is divided into two parts. The first part, covered by Chapter [2] gives a
brief overview on nuclear safeguards and material measurement techniques in general,
and provides a detailed description of the traditional form of neutron multiplicity count-
ing including its theory as well as certain aspects of its practical implementation. A
mathematical formalism for describing continuous detector signals (on which the newly
proposed version of multiplicity counting is based) is summarized here as well. The
second part, covered by Chapters [BHb] discusses three aspects of the establishing the
new technique.

Chapter [3| describes the theoretical background of the method. The evolution of the
theoretical model went through three stages. In the first stage, certain low-order one-
point moments (including the mean, and covariance) of the signals have been calculated
by assuming that emitted neutrons are detected instantly. It was shown that the sin-
gles, doubles and triples detection rates can be recovered from the measured one-point
moments. In the second stage, the same moments have been recalculated by assuming
that every neutron is detected with a random time delay with respect to its emission.
It was found that doubles and triples detection rates, in this case, can be recovered
only when the average delay is shorter than the length of the voltage pulses, which
occurs in fast detection systems. In the third stage, while maintaining the assumption
of the delayed detection, certain two- and three-point moments (including the covari-
ance and bicovariance functions) of the signals are calculated. It is shown that using
these moments, the doubles and triples rates can be recovered at arbitrarily large time
delays, hence in thermal detection systems as well. Finally, formulas are presented that
express the singles, doubles and triples detection rates with the appropriate moments
calculated from the continuous signals of a large detector array.
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Chapter [4] presents a computational study for assessing the performance of the
method. In order to provide a unified way of storing and transferring continuous de-
tector signals (simulated and measured ones as well) on a computer, a dedicated file
format has been defined. A program has been written for simulating detector signals
in a multiplicity counting measurement. The program allows the user to specify the
neutron emission statistics of the sample as well as the characteristics of the pulse
induced by individual neutron detections. Besides that, another program has been cre-
ated that can estimate the moments of recorded detector signals. The behaviour of
the two programs have been verified by simulating a set of signals and comparing the
recovered detection rates with analytical reference values. Then a large set of mea-
surements have been simulated and analyzed in order to assess the impact of various
parameters (the measurement time, the detection efficiency, the electronic noise as well
as the non-neutron pulses) on the performance of the method. It was found that while
the measurement time and the detection efficiency have a strong impact on the accu-
racy of the estimated detection rates, the effect of the electronic noise on the singles
and doubles rate estimates and the effect of non-neutron pulses on the doubles rate
estimate is negligible. Although non-neutron pulses introduce a bias into the singles
estimate, this can easily be corrected with a background measurement. Finally, the per-
formance of the traditional and the new method of multiplicity counting is compared
by simulating measurements at different sample emission intensities and estimating the
detection rates both from the moments of the continuous signals as well as with the
pulse counting approach. It was found that at large intensities, the traditional approach
underestimates the detection rates due to dead time losses, whereas the values obtained
with the new method agree with the reference analytic values.

Chapter [5| reports on experimental activities for demonstrating the practical use of
the method. A measurement set-up, containing four fission chambers, a 252Cf source and
235U plates, has been designed and built at the KUCA facility of the Kyoto University.
Monte Carlo simulations were performed to optimize the arrangement of the elements
of the set-up. An FPGA based fast data acquisition system was assembled to record
the voltage signals of the detectors with 8 ns time resolution. The appropriate moments
of the signals were estimated with the software described in Chapter 4| and the singles
and doubles detection rates were calculated using the formulas presented in Chapter [3]
The triples rates could not be estimated due to the low detection efficiency of the
measurement set-up. To serve as a reference, the detection rates were estimated with
a traditional pulse counting approach as well. By comparing the results, it has been
shown that the new method is able to recover the singles and doubles rates from the
signals.
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Thesis propositions

The new scientific results presented in the thesis can be summarized in the form of
the following propositions:

Proposition 1. I have upgraded the preliminary theory of a new form of neutron mul-
tiplicity counting, which is based on estimating the one-point (in time) moments
of continuous detector signals. While the original model assumed that neutrons
are detected instantly after their emission, I have introduced a random time delay
before the detection to account for the migration of neutrons in the system. I have
derived expressions for several one-point moments (including the mean value and
the covariance) using a master equation formalism. Based on analytic consider-
ations, I have shown that the singles, doubles and triples rates in this upgraded
model can be recovered from the one-point moments of the signals in fast detection
systems, where the average time delay is short compared to the length of a typical
voltage impulse, hence pulses generated by the same emission event tend to over-
lap in time. At the same time I have shown that in thermal detection systems,
which are predominantly used for measurements and in which the average time
delay is much larger than the length of a typical voltage impulse, the information
on the doubles and triples rates vanishes from the one-point moments of the sig-
nal, because pulses generated by the same emission event are dispersed in time.
As a result, in such systems only the singles rate can be retrieved [P1-P3|P§].

Proposition 2. I have further extended the theory described in Proposition 1. Be-
sides using the one-point moments of the detector signals, I have introduced the
use of their two- and three-point (in time) moments as well, because they are
able describe the temporal correlations between different points of the signals.
[ have derived expressions for several two- and three-point moments (including
the covariance function and the bicovariance function) using a master equation
formalism. I have calculated the integrals of these moments with respect to their
parameters and I have shown that their values (with one exception) are indepen-
dent of the time delay, because the integration process brings temporally dispersed
pulses generated by the same emission event into overlap. As a consequence, |
was able to show based on analytic considerations that — contrary to the one-
point moments — the information on the doubles and triples rates does not vanish
from the integrals of the two- and three-point moments, even when the average
time delay becomes large compared to the length of the voltage pulses. As a
result, using the two- and three-point moments the doubles and triples rates can
be recovered even in thermal detection systems. [P4}/P§|
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Proposition 3. I have established a practical procedure for extracting the singles,

doubles and triples detection rates from the recorded continuous signals of a large
array of detectors. I have designed a numerical algorithm for estimating the one-
, two- and three-point (in time) moments, described in Propositions 1 and 2,
of the recorded continuous signals in an efficient way. Using the expressions of
these moments provided by the theoretical models of Propositions 1 and 2, I have
derived a set of equations that express the singles, doubles and triples detection
rates with the moments estimated from all possible combinations of the signals,
thus fully utilizing the information available in them. By using this procedure to
analyse simulated detector signals, I have shown that it is capable of producing
estimates for the singles and doubles detection rates and that these estimates agree
with predictions from the theory. The ability to recover the triples rate could not
be confirmed due to the numerical instability of the estimator. [P5-P7,P9-P11]

Proposition 4. By analysing a large number of simulated measurements using the

procedure described in Proposition 3, I have investigated the effect of the following
parameters on the value and/or accuracy of the estimated detection rates: the
measurement time, the detector efficiency, the amplitude of an electronic white
noise as well as the presence of small-amplitude parasitic pulses induced by a
non-neutron source with Poisson statistics. I have shown that the measurement
time and the detection efficiency have a strong impact on both the value and
the relative uncertainty of the singles and doubles estimates; the effect of the
electronic noise on both parameters is practically negligible; non-neutron pulses
do not affect the doubles rate, but introduce a bias into the singles estimate which
can, however, be easily corrected for. Finally, I have demonstrated that while the
traditional pulse counting approach underestimates the values of the singles and
doubles rates at large count rates due to dead time losses, values provided by the
new method agree with predictions from the theory. As a result, the new method
is a viable alternative of the traditional procedure. [P10,|P11]

Proposition 5. In order to demonstrate the practical use of the new method of neu-
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tron multiplicity counting specified in Propositions 1 and 2, I have designed and
analysed a measurement. Among other elements, the measurement set-up con-
tained four thermal fission chambers and a spontaneously fissioning 2*2Cf sample.
I have performed Monte Carlo simulations to find an optimal arrangement that
provides the highest detection rates. Using the procedure described in Proposi-
tion 3, I have analysed the measured detector signals to estimate the singles and
doubles rates; the triples rate was not determined due to the low detection effi-
ciency of the set-up as well as to the hardware limitations of the data acquisition
system. Reference values of the detection rates were obtained from the same mea-
surement using the traditional pulse counting approach. By comparing the two
sets of values, I have shown that the singles rate received from the analysis of con-
tinuous signals slightly overestimates the reference values due to pulses generated
by the inherent alpha background of the fission chambers. On the other hand,
the agreement in the case of the doubles rates is satisfactory. |[P5HP7,[P9-{P11]
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Appendix A

Detailed derivation of the moments

A.1 One point moments with instant detection

A.1.1 Distribution of one detector signal

The one-point distribution of the signal of one detector, say that labeled with 1, con-
cerns the random variable {y; (¢)}, which is characterized by the cumulative distribution
function

Fi(y,t) =Plyi(t) <yl

The procedure of calculating the moments of the signal takes four steps.

e In the first step we start by formulating an equation for the density function of
the distribution defined as

o 8F1(y, t)

pi(y,t) = oy (A1)

The equation is written by considering the probabilities of all events that change
the value of the signal. As we shall see this equation has no solution so we need
to transform it.

e In the second step by taking the Fourier transform of the density equation we
derive an equation for the characteristic function defined as

m(w, t) = /00 e p1(y,t) dy. (A.2)

—00

This equation can easily be solved. Since the characteristic function is the gener-
ating function of the ordinary moments it could be used to calculate expression
of the ordinary moments. However, the selected moments are more conviniently

e In the third step, we calculate the stationary cumulant-generating function of the
distribution which is defined as

m(w) = tlgglo In[m (w, t)]. (A.3)
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e In the fourth step we calculate any cumulant with

1 I(w)

Bk =k ok (A.4)

w=0

We shall see in subsequent section the calculation of any moment of of the detector
signals follows the same four steps listed above. Although the function in question are
replaced with the appropriate ones and the resulting equations are somewhat compli-
cated, the transformations applied remain the same and the whole derivation process
is a natural extension of the derivation presented here. For this reason, the derivation
of the one point moments of one detector will be presented below with as much detail
as possible. In the derivation of other moments in subsequent section we shall point
out only details that are qualitatively different and the remaining part of the derivation
will be omitted by referencing to this derivation.

As noted earlier, we start by formulating an expression for the density function p;
of the signal defined in . If we recall that the detection process starts at time ¢ = 0
consequently the value of the signal at earlier times is zero, it is clear that the density
function for ¢ < 0 takes the form

pi(y,t) =d(y). (A.5)

On the other hand, as we shall explain below, for ¢ > 0 it obeys the Kolmogorov
backward integral equation

pily,t) = e A 5(y) + /0 Qe g P(n) ; (Z) - (A6)

Yy
X / UM t—t) pi(y— o, t — 1) dy/dt’.
0

Here @5 and P(n) denote the intensity and multiplicity of the source and were defined
earlier in Section ; e denotes the detection efficiency (more precisely: the probabil-
ity of detecting a neutron) and was introduced in Section finally the function U ,51)
is defined as

U;i”(y,w:/o / By, 1) - oy ) dys -+~ s, (A7)

Y1t tye=y

where h; denotes the one-point density function of a single pulse and was defined in

B9).

Before interpreting the Kolmogorov equation (A.6)), we should consider the physical
meaning of the the function U, ,51) given by . One can recognize that it is essen-
tially the density function of £ pulses induced by £ neutrons originating from the same
emission at time ¢t = 0. As a k-fold convolution of hy, it reflects the fact that pulses
induced by more that one neutrons are independent and add up linearly.

With these in mind, Equation can be interpreted in the following way. As
an application of the law of total probability, the probability density of having a signal
value y at time ¢ (left-hand side) is expressed with the probabilities (or probability
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densities) of events, that cause it (right-hand side). The two terms on the right-hand
side correspond to two mutually exclusive events. The first term represents the event
when no source emission occurs until time ¢ with probability e~@*¢, in which case the
signal value at time t remains zero with probability density d(y). The second term
represents the event when there was at least one source emission until time ¢. In fact,
its is a sum (or integral) over the probabilities (or probability densities) of a set of
mutually exclusive events, each of which can be described as follows. The first emission
occurs at time t' with probability density Qs e~ 9*; during the emission n neutrons are
released with probability P(n); from the n neutrons k are detected and n — k escape
with probability (Z) gk (1 — )" *; the k pulses induced in the detector contribute by 3’

to the signal at time ¢ with probability density U,il)(y’ ,t —t'); pulses from subsequent
emissions contribute to it by y — ¢’ with probability density p;(y — ¢/, t — t').

For practical reasons which will become apparent later, let us rewrite Equation ((A.6))
into a slightly different form. It can be shown (with a simple substitution of variables)
that the arguments ¢ and ¢t — ' in the second term can be switched which yields

t 00 n
plnt) =50+ [ Qe Y P (7)ra-ar
Oy n=0 k=0 (A8)
x / Uyt pily — o/ ) dy/dt’.
0

If we would solve , using the known form of the density function p(y,t)
we could easily calculate the characteristic function , from which the stationary
cumulant-generating function as well as the corresponding cumulants could be obtained
using (A.3) and (A.4). However, Equation is an integral equation in both vari-
ables y and ¢ and, whats more, it contains multiple convolutions in the variable y. As
a result, no analytical solution of this equation can be found.

The alternative is to transform Equation into another equation that we can
solve analytically. Keeping in mind the convolution theorem being an effective way
of simplifying convolution-expressions, let us take the Fourier transform of with
respect to y; formally this can be written as

/ eV p(y, 1) dy = o~ / ¢V 5(y) dy

o0 —00

b D) S (A BT L
k=0

0 n=0
x / e [/ U ) py —y,t) dy’] dy dt'.
—00 0
Using the convolution theorem, we can write
00 Y [e's] 00
/ e [/ UM ) pily =y t) dy’} dy =/ e UM (y,1') dy-/ " pi(y, t')dy
—00 0 —00 —00

and

[o's) %) k
[ ey - [ / ewm@,t')dy] |

[e.9] [e.9]
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Furthermore, by noting that

[ s

[e.9]

and accounting for the definitions (3.7]) and (A.2]), Equation (A.9) takes the form

mi(w,t) = =@t 4 / Qee @Y " P(n) Y (Z) (1—e) (A.10)
0 n=0 k=0 '

X XM (w, t) o (w, t)dt.

This equation can be brought into slightly more compact form which shall also be
advantageous for practical reasons later. Using the binomial theorem, one may write

> (1) it (1t = (1 cratent) -

k=0

If we further introduce the function
ca@)=1+e(x—1) (A.11)
and account for (?7?), Equation simplifies to

t
m(w,t) = e 9 4 / Qs e % G ey [ (w, )]} mi(w, t') dt. (A.12)
0

Like Equation before, Equation is also an integral equation, this time,
however, for the characteristic function 7. Comparing with one immediately
notices how much simpler this last equation is: integration occurs only with respect to
the variable ¢; the former integrals of the other variable are now replaced by summations
hidden in the function G.

Equation can be solved analytically by casting it into a differential equation.
Differentiating both sides with respect to ¢ and rearranging the terms, we get

dm(w,t)

T Qs G e [xa(w, )]} mi(w, t)

— Qs {ert + / Qs e~ G ey [ (w, )]} mi(w, ') At
0

which, after recognizing (A.12)) in the second term of the right-hand side, simplifies to

om(w,t
ITD) Q.6 fer baalw. D)) — 1) 7). (A13)
The initial condition corresponding to this equation, using (A.5]), reads as
m(w,t =0) = / e““pi(y,0)dy = 1. (A.13Db)

It is easy to see that ({A.13) has the solution
t
T (w,t) = exp (QS/ (G{a [x1(w, )]} —1) dt’) . (A.14)
0
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In the possession of the characteristic function 7y, we can now obtain the stationary
cumulant-generating function using its definition (A.3)):

(w) = Q. / (G e bl D)) — 1) (A.15)

By substituting this expression into (A.4)), we are able to calculate ry, the stationary
cumulant of order k.

As noted in the beginning of Section [3.2] we are interested in three moments of the
signal of one detector: its mean value k1, its variance ko and its skewness x3. Performing
the first step in the calculation of the moments, that is, differentiating the stationary
cumulant-generating function with respect to w, we get

d © 9 o0 _
=0 [ P e 0

Tul) o [T 00 S b e (- 1
0

[e.9]

< 9%y, 0 .
+3QS/0 e? an;%Zn(n—l)P(n)[l—l—é(Xl—l)]" 2 4t
n=0

+ Qs /00053 (%)3 in (n—1)(n—2)P(n)[14+¢e(x1—1)]" > dt.

n=0

where, for the sake of compactness, we have omitted the arguments (w, t) of x. Finally,
let us divide the derivatives with the appropriate power of the imaginary unit ¢ at
evaluate them at w = 0. Noticing that, based on , X(w = 0,t) = 1, furthermore
using (??) and substituting the moments of the pulse symbolically, we get

R1 = Qs 1/18/ ,ul(t) dt?
0

ko= Qs [ m()dt+ Qe [
0 0

ffg:QsVlE/ M3(t)dt+3QsV2€2/ M2(t)#1(t)dt+QsV3€3/ 13 (t) dt.
0 0 0

If, additionally, we account for the definitions (2.22) of the detection rates, these ex-
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pressions become

K1 = S / /,61<t> dt, (Al?a)
0

Ko =S / pe(t) dt + 2D/ 3 (t) dt, (A.17Db)
0 0

kg =9 / ps(t) dt + 6 D/ po(t) uy (t) dt + 6T/ 3 (t) dt. (A.17c¢)
0 0 0

At this point it might worth to take a look at the physical meaning of the above
expressions of the moments. The k; mean value (first order moment) of the signal
originates from one “source”: the first moment p; of one pulse (single). The xy variance
(second order moment) of the signal, on the other hand, originates from two “sources”:
the second moment py of one pulse (single) or the joint second moment uf of two
distinct pulses (doubles). Finally, the k3 skewness (third order moment) of the signal
originates from three “sources”: the third moment u3 of one pulse (single), the joint
third moment s p; of two distinct pulses (doubles) or the joint third moment u$ of
three distinct pulses (triples).

Finally, when we insert the explicit form of the moments of the pulse into
Equation then, by introducing the notation

I, = / (1) dt, (A.18)
0
the cumulants of the signal take the particularly compact forms
K1 = S <CL> .[1, (A19a)
ko = [S(a®)+ 2D (a)?] I, (A.19b)
k3 = [S(a’)+ 6 D (a®){a)+ 6 T{a)’] L. (A.19¢)

A.1.2 One point distribution of two detector signals

The one-point distribution of the signal of two detectors, say those labeled with
1 and 2, concerns the random variable {y(t),y2(t)}, which is characterized by the
cumulative distribution function

Fii(y1,y2,t) = Plyi(t) <1, y2(t) < o).

As noted earlier, the procedure of calculating the joint moments of two signals
follows the same steps as calculation of the moments of one signal: starting from a
Kolmogorov backward integral equation for the density function, we derive an expres-
sion for the stationary cumulant-generating function, from which the desired moments
can be obtained by simple differentiation. For this reason, the derivation of the joint
moments below will be given in much less detail, focusing mainly on the differences
compared to the derivation in the previous subsection.

Again, we start by formulating expressions for the density function which, in this
case, will be defined as
O F11(y1, Y2, 1)

0y1 Oy

P11(Y1, Y2, t) =
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With similar considerations as before, the density function for ¢ < 0 takes the form

p1,1<y17 Y2, t) = 5(y1) 5(3/2),

whereas for ¢ > 0 it obeys the Kolmogorov backward integral equation

t
Pri(y, ya, 1) = e a(y1) 6(ys) + Qs/ A
0

- n!
X E P(n) E . gklé«kz(l _ 2€)k0
AN

n=0 ko+k1+ka=n k(). kl' k2' (A20)

Y2 Y1
1 1
<7 [ -0 ulese-
X pra(yr — i, yo — Yo, t — ') dy dyhdt’

Here U™ is the same as in and the interpretation of Equation is also similar
to that of . The two terms on the right-hand side again correspond to two mutually
exclusive events: the first represents the event when there is no source emission until
time t, whereas the second represents the set of events when there is at least one source
emission until time ¢. The major difference compared to Equation lies inside the
second term. In this case, following the release of n neutrons from the source at time ¢’,
kq are detected by the first detector and k5 by the other, whereas kg = n—k, — ko escape;
this has a probability m ghigh2(1 — 2¢)* . Then, by time ¢, the pulses induced in

the first detector contribute to its current by y; with probability density U ,S)(yi, t—t),
whereas the pulses induced in the second detector contribute to its current by v, with

probability density U, ,S)(yg,t — t'); pulses from further emissions contribute by y; — ¥}
and yo — y5 with probability density pi1(y1 — vy, y2 — ya, t — t').

Since, again, no analytical solution to the integral Equation (A.20]) can be given,
we take its two-dimensional Fourier-transform with respect to the variables y; and s
to transform it to a simpler equation, this time for the characteristic function

7T1,1(W17w2;t) —/ / el(wlyﬁmm)pl,l(yl,y2>t)dy1dy2- (A-21)

After simplification, we get

¢
7T1,1(w1, Wy, t) = e @t 4 QS/ e~ Qs(t=t)
0

. n! ki ko ko
X ZP(n) Z m g€ (1 — 25)
n=0 k()-i-k'l-i-k‘zzn

X X]fl (wlv t/> X’f2 (w27 t,) Wl,l(wlv w2, t/> dt’
for ¢ > 0 which, following similar considerations as before, can be reduced to

t
T (wi, wa, t) = e 9! + Qs/ o Qs(t=t")
0

x G{cz [xa(wr, 1), x1 (w2, )]} w11 (wr,wa, t) dt,

(A.22)
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where we have introduced the function
CQ(ZL‘l,Ig) =1+¢ (ZL‘l — 1) +e (l’z — ]_) (AQ?))

Differentiating (A.22)) with respect to t and performing simplifications yield the differ-
ential equation

Omy 1 (wi, wa, t)
ot

with the initial condition

71-171((,017 Wy, t = 0) = / / ez(w1y1+w2y2) p1,1(y1, Yo, 0) dy,dys = 1.

= Qs (G {ca [x1 (w1, 1), x1(wa, )]} — 1) 11 (wr, wa, t)

The solution of the above differential equation for ¢t > 0 can immediately be written as

t
11 (W, wo,t) = exp (Qs/ (G{ea [xa(wr, '), xa(wa, t)]} — 1) dt/) . (A.25)
0
Using (|A.25)), the stationary cumulant-generating function
Y11 (w1, we) = tlgglo In[7my 1 (w1, wo, t)] (A.26)

can be obtained and takes the form

i) = Qu [ (G {eauleon ) xalion ) — 1)l (A.27)
0
From this expression, the stationary cumulant of order (m,n) is calculated as follows:
1 a(m+n)
Kmn = ¥(wy,ws) (A.28)

m+n m m
1(mHn) - Qi dws -

As noted in the beginning of Section [3.2] we are interested in two of the above
cumulants: the cross-covariance x4 ; of the two signals and k31, which does not have its
own name. By inserting into (A.28)), after similar considerations as in the case
of the moments of one signal, we obtain

K11 =2D / P2 (t) dt, (A.29a)
0

0 0

The interpretation of the above equations is analogous to that of . The k1,
covariance (second order moment) of two signals originates from one “source”: the joint
second moment 13 (t) of two distinct pulses (doubles) each from a different detector. ks
(third order moment) originates from two “sources”: the joint third moment g 11 of
two distinct pulses (doubles) each from a different detector and the joint third moment
w3 of three distinct pulses (triples) of which two comes from one detector and one comes
from the other.

Again, when we use the explicit form of the moments of the pulse (3.8)) and account
for , the expressions can be rewritten into the compact forms

k11 = 2D (a)* Iy, (A.30a)
ko1 = [2D (a®)(a)+ 6 T {a)’] L. (A.30D)
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A.1.3 One point distribution of three detector signals

The one-point distribution of the signal of three detectors, those labeled with 1, 2
and 3, concerns the random variable {y;(t), y2(t), y3(t)}, which is characterized by the
cumulative distribution function

Fiii(yi, y2,93,t) = Plyi(t) < yr,y2(t) < ya, ys(t) < ysl.

The procedure of calculating the joint moments of three signals follows, again, the
same four steps as the calculation of the moments earlier, and is a straightforward
analogy of the derivations presented so far in this section. Therefore, the derivation
below will contain even less details as the one in the previous subsection: key expressions
will be presented without any particular explanation or commentary.

The density function

83F171’1(y17 Y2, Y3, t)
Oy Oy Oys

p171,1<3/17y273/37t) = (A31)

for t < 0 takes the form

P1.1,1 (Y1, Y2, 3, 1) = 6(y1) 8(y2) 0(y3),

whereas for ¢ > 0 it obeys the Kolmogorov backward integral equation
t /
Py, vz, 1) = e 5 (y1) 8(y2) 6 (ys) + Qs/ e @t
0

|
n: kl k‘2 k3 kO
XEP E k'k"k'k‘geg(l 3e)
0- vl hv2: 3
ko+ki1+ko+kz=n

/// Dkt =) Ut =) U wht )

X pl,l,l(yl - y17 Yz — y2a Ys — y37 ) dylddeyi’)dt

The characteristic function
71,1,1(w17w27w37t) :/ / / el(wlyﬁwzyﬁwsy?’)p1,1,1(3/17y27y37t) dydy2dys (A-32)

for ¢t > 0 satisfies the differential equation

Omy 11 (w1, wa, ws, t)

ot

= Qs (G{esz xalwi, 1), xa(we, 1), xa(ws, t)]} — 1)

X 11,1 (w1, wa, ws, t)

with the initial condition
11,1 (w1, wo,wg, t =0) =1
and with
63(1’1,1‘2,233) =1+¢ ([L’l — 1) +e (1’2 — 1) + € (273 — 1) (A33)
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The solution of the above differential equation for ¢t > 0 reads as

111 (w1, wa, w3, t) = exp <QS /Ot(G {es[x1(wi,t'), x1 (w2, t'), x1(ws, )]} — 1) dt’) .
Using this expression, the stationary cumulant-generating function
Y11 (w1, we, ws) = tlg})lo In[my 1,1 (w1, wa, ws, t)] (A.34)
is obtained in the form

71,1,1(w1,w2,w3,t) = Qs /OOO(G {03 [X1(w1>t)a X1(W2, t)7 Xl(W&t)H - 1) dt, (A-35)

from which the stationary cumulant of order (m,n,[) can be calculated as

1 Pyr11(wr,wo,ws)
amnd) 9w Owl dwl

(A.36)

Rmmn,l =

w1=wo=w3=0

As noted in the beginning of Section [3.2] the only moment of interest here is 11 1,
the cross-bicovariance of three signals. By inserting (A.35)) into (A.36), after similar

considerations as in the case of the moments of one signal, we arrive to the expressions

[e.e]

firs = 6T (a)? / 13(8) . (A.37)

0

The interpretation of this equation is analogous to that of and (?7). The
K11, bicovariance (third order moment) of three signals originates from one “source”:
the joint third moment 3 of three distinct pulses (triples) each from a different detector.

Again, when we use the explicit form of the moments of the pulse and account
for (A.1g), the expression can be rewritten into the compact form

R1,11 = 61 <a>3 13. (A38)

A.2 One point moments with delayed detection

A.2.1 Distribution of one detector signal

By substituting (3.31]) into the general expressions ([3.20| of the moments, we obtain

k1 = S {a) / "L,
Ky = S <a2>/0012(t) dt +2 D (a)? /Oo IZ(t) dt,

Ky =S <a3>/00013(t) dt+6D <a2><a)/oo]1(t) L(t)dt+ 6T (a)® /Oolf’(t) dt,

0 0

where we have introduced the function
I,(t) = / [t —7)u(r)dr. (A.40)
0
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The physical interpretation of these equations is the same as that of . However,
they can be recast into much compact forms. The integral in the first term of the right-
hand sides of all three equations can be simplified. By applying the convolution theorem
and accounting for the fact that the integral of the density function u is unity, one can

[ [ [ oo /fn _

where the quantity /,, was already defined earlier in (A.18)). The physical content of this
last equations is that the moments of a single randomly delayed pulse are invariant to
the value of the delay. The integrals in the other terms of the above equations, however,
cannot be simplified in a similar way, because the moments of more than one randomly
delayed pulses are not invariant to their delay. Instead, let us introduce the notations
1 [, 1 [ 1 [,
511 = — Il (t) dt, 512 = — Il(t) Iz(t) dt, 6111 - - Il (t) dt. (A41)
I I3 I3

With these considerations the expressions of the moments take the following form:

k1 =S {(a) I, (A.42a)
ko = [S(a®)+ 2D (a)*&iq] Do, (A.42b)
ks = [S(a®)+ 6D (a){a®) &2+ 6T (a)* &) I (A.42¢)

A.2.2 Distribution of two detector signals
If we substitute into the general expressions of the moments then, by
using (|A.40]), we obtaln
R11 = 2D <CL>2 / IIQ(t) dt,
0
ko1 =2D (a><a2>/ L(t) L(t)dt+6T (a>3/ I (t) dt.
0 0

The physical content of these equations is the same as that of (??). By further
accounting for (A.41]), they can be recast into the form

K11 = 2D <CL>2 5171 IQ, (A43a)
lig,l = [2 D <a> <a2> 5172 + 6 T <a>3 51’171} Ig. (A43b)

A.2.3 Distribution of three detector signals
If we substitute (3.31) into the general expression ({A.37| of the moment then, by

using (|A.40]), we obtain
R11,1 = 67T <(1>3 / [13(75) dt.
0

The physical content of this equation is the same as that of (A.37). By further
accounting for (A.41)), they can be recast into the form

Fiia =67 (a)’ &1 I (A.44)
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A.3 Two and three point moments with delayed de-
tection

A.3.1 Two-point distribution of one detector signal

The two-point distribution of the signal of one detector, say that labeled with 1,
concerns the random variable {y; (¢), y;(t—6)}, which is characterized by the cumulative
distribution function

Fy(y1,y2,t,0) =Py (t) < yp,y1(t —0) < o .

As we must already be used to it, the calculation of the two-point moments of
the detector signal follows the same four steps as the calculation of the one-point mo-
ments discussed in Sections and [3.3} starting from a Kolmogorov backward integral
equation for the density function, we derive an expression for the stationary cumulant-
generating function, from which the desired moments can be obtained by differentiation.
However, as we shall see in this section, accounting for the temporal correlations in-
troduces certain qualitatively new elements to the equations, which are thus in no way
straightforward extensions of their one-point versions. For this reason, as we did with
the one-points moments of one detector signal back in Section [3.2] below we provide a
detailed derivation of the two-point moments of the signal (although still less detailed
than for its one-point version). In the case of other two- or three point moments dis-
cussed in the forthcoming subsections, we shall again return to the practice of showing
only the key steps from the derivations.

As usual, we start by formulating equations for the density function, which in this
case is defined as
O*Fy(y1, 92,1, 0)

0y10y» '

D2 (yh Y2, tv 9) = (A45)

If we recall that the detection process starts at time ¢ = 0, hence the value of the signal
at earlier times is zero, it is easy to see that for # > 0 and ¢ < # the density function
takes the form

P2(y1, 92,1, 0) = p1(y1, 1) 6(y2), (A.46)

where p; is the one-point density function of the signal defined in (A.1)). On the other
hand, as it will be explained below, for ¢ > 6 the density function obeys the Kolmogorov
backward equation

P2(y1,y2,t,0) = %5 (yl) 5(y2)
/Qs e ZP < ) F(1—g)n b
=0
{ (' — / / Dty t —1,0) pa(yn — sy — vt — t',0) dydyy

+ A0 — )5(yz)/0 UL (gt — 1) pa(yr — yiot — ) dy | dt'.
(A.47)
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Here, again, Qs and P(n) denote the intensity and multiplicity of the source defined in
Section ; e denotes the detection efficiency (the probability of detecting a neutron)
introduced in Section A denotes the Heaviside step function and was defined in
; the function U, ,52 is defined as

U/gz)(yhy?vtve):/ / / /
D et (A.48)

Y1,1++Y1,6=Yy1  Y2,1++Y2 x=Y2

h2(y1,17 Y2.1, 1, 9) T hQ(yl,lm Yo,k t, 3) dy2,k e 'dy2,1 : dyl,k te dyl,l-

The physical content of the function is analogous to that of its one-point
version (A.7): it is the two-point density function of & pulses induced by k neutrons
originating from the same emission at time ¢t = 0. As a k-fold convolution of hy, it
again reflects the fact that pulses induced by more that one neutrons are independent
and add up linearly.

Equation (A.47)), just like its one-point version Equation , is an application of
the law of total probability and can be interpreted in the following way. The first term
represents the event when no source emission occurs until time ¢ with probability e=®@st,
in which case the signal value at both times ¢t and ¢ — # remains zero with probability
density d(y1)0(y2). The second term sums (or integrates) over the probabilities (or
probability densities) of events each of which can be described as follows. The first
emission occurs at time ' with probability Q,e~%9*. During the emission n neutrons
are released with probability P(n); from the n neutrons, k are detected and n—k escape
with probability (Z) e® (1 — )" %, In specifying the contribution of the pulses to the
signal induced by the detected neutrons, two cases are distinguished (see the two terms
in the square brackets) based on the value of ¢ (the time of first emission) relative to
t — 6. In the first case, when t — 60 > t/, the k pulses contribute by y; and ) to the value
of the signal at times ¢ and ¢t — 6 with a probability density U. ,22)(3/1, Yy, t —t',0); pulses
from subsequent emissions contribute to it by y; — y; and y, — y5 with a probability
density pa(y1 — y1, Yo — Y5, t —t', ). In the second case, when t — 6 < t/; the value of the
signal is zero at time ¢t — @ with a probability density d(y2); the k pulses contribute to
the signal value at time ¢ by y; with a probability density Uél)(y’l,t —t'); pulses from
subsequent emissions contribute to it by y; —y; with probability density p; (y1 —y}, t—t').

Since no analytical solution of Equation can be found, we transform it again
to another equation for the characteristic function

o (w1, wa, t, 0) Z/ / el(ylw”ywﬂpg(yl,yz,t,Q) dydys.

by taking its two-dimensional Fourier transform with respect to the variables y; and
y2. Application of the convolution theorem and performing the same transformations
as in the case of the one-point version yields the integral equation

t
71—2((’017 wa, t, 9) = e_QSt =+ / Qs e_QS(t_t/)
0

X [A(t — 0) G{c1[x2(wri,wa, t',0)]} ma(wr, wo, t', 0)
+ A0 — 1) Gler[xa(wi, )]}] mi(ws, ) At

(A.49)
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where the functions G, ¢1, 7, x1, X2 are defined in (?7?), (A.11)), (A.2), (3.30) and
(3-46), respectively.

In order to solve Equation ([A.49)) we again cast it into a differential equation. By
differentiating both sides with respect to t, after rearranging the terms we get

87‘—2 (wh wa, ta 0)

o = Qs A(t —0) (G{c1[x2(w1, w2, t,0)]} — 1) ma(wy,wa,t,0)

+ Qs A(0 —t) (G{erxa(wi, )]} = 1) mi(ws,t)

which, for ¢ > 6, reduces to

aﬂg(wh Wa, t, 9)
ot

The initial condition corresponding to this equation, using (A.46)), reads as

= Qs (G{a[xa(w1,ws,t,0)]} — 1) ma(wy,wa,t,0). (A.50a)

Wg(wl,WQ,tze,e) :71'1(0.}1,9). (A50b)
It is easy to see that ({A.50) has the solution

7T2(w17w27ta9) = 7T1(u)1,¢9) €xXp [QS/ (G{Cl [XQ(wl7w27t,70)]} - 1) dt’|.
6

In the possession of the characteristic function 79, we can now obtain the stationary
cumulant-generating function

Ya(wy, wa, 0) = ltlim In[ms (w1, wo, t, 6)],
—00
which takes the form

Ya(wy,wa, 0) = v1 (w1, 0) + Qs /900 (G{c1[xe(wr,ws, t,0)]} — 1) dt, (A.51)

where 7, is the one-point stationary cumulant-generating function defined in (A.3)).
Using this equation, the two-point stationary cumulant of order (m,n) can be calculated

as
(9) 1 8(m+") ’72((,(}1, Wa, 9)
Rm,n =
’ g(m+n) Ow dwh

(A.52)

w1=w2=0
As noted in the beginning of Section the only moment of interest here is the
auto-covariance function Covy(#), defined in (3.41a)), which is identical to the cumulant

k1,1(0). Substituting (A.51) into (A.52) and performing the required operations yields
the result

Cova(0) = Qs 11 5/ pra(t,0) dt + Qg vy €2 / p(t) pa (t — 6)dt,
0 0
where £17 and p; 1, the moments of the pulse, were defined in (3.31)) and (3.48)), respec-

tively. If we also account for the definitions (2.22)) of the detection rates, the covariance
function takes the form
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Let us take a look at the physical meaning of this last equation. The auto-covariance
function of the signal has two components: the first one is the “auto-covariance func-
tion” py1 of one pulse (single), whereas the second one is the “cross-covariance function”
1 g of two distinet pulses (doubles).

If we now substitute the explicit forms of y; and p; 1 into then, by introducing

Lnn(t,s) / fft—=7)f"(s—71)u(r)dr (A.54)
further using (A.40), we get

Cova(6) = S (a?) /9 T ha(tt— 0)dt + 2D (a)? / TL) Lt — 0) dt.

0

This equation can be rewritten into a slightly simpler form. First note that, by ac-
counting for the fact that f(¢) = 0 for ¢t < 0, the lower boundary of the integral in both
terms on the right-hand side can be changed from 6 to 0 without changing its value.
In the first term, by applying the convolution theorem and accounting for the fact that
the integral of the density function wu is unity, we can write

/0001171(t,t—9)dt:/OOO/OOOf(t—T)f(t—H—T)u(T)det:/Ooof(t)f(t_

The second term, on the other hand, cannot be simplified in a similar way. With these
considerations, Covs(6) now takes the form

As noted in the beglnmng of Section 3.4, we are mostly interested in the integral
Covy of the auto-covariance function defined in ([3.44)), which can formally be written

as

This equation can also be brought to a simpler form. By applylng the convolution
theorem to the integral in the second term and accounting for (A.40)), we can write

/Ow/ooofl(t) L(t — ) dtdd = Uoooh(t)dtr _r

In the case of the integral in the first term, let us first switch the order of the integration
with respect to ¢ and #. Then notice that, by recalling that f(t) = 0 for ¢t < 0, the
upper limit of the integral with respect to € can be Changed from oo to t without
altering its value. Finally, by introducing the function F(¢ fo f(t)dt" and noting
that lim;_,, F'(t) = F(c0) = I, we can write

// f(t) f(t—0 dtd@-/ f(t) Q/OoojtF()dt %ﬁ(oo)_%]lz

With these considerations the integral Covy of the covariance function takes the par-
ticularly simple form

[S(a*)+2D(a)?] I}. (A.56)

N | —

Covy =
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A.3.2 Two-point distribution of two detector signals

The two-point distribution of the signal of two detectors, say those labeled with 1
and 2, concerns the random variable {y;(t),yo(t — 6)}, which is characterized by the
cumulative distribution function

Fii(y1,y2,t,0) =Plyi(t) < yr,y2(t — 0) < yo).

The procedure of calculating the moments of this distribution is a rather straight-
forward extension of that of the two-point moments of one signal and the one-point
moments of two signals. For this reason, most details of the derivation will be omitted
and only the key formulas will be presented without any particular commentary.

The density function, which in this case is defined as

2

0Y10Ys

pra(y1,ve,t,0) = Fi1(y1, 2.1, 0), (A.57)

for 8 > 0 and ¢ < 6 takes the form

p1a(y1,y2,t,0) = pi(y1,t) 6(y2),

whereas for t > 6 obeys the Kolmogorov backward integral equation
Pra(ynys,t,0) = e % 6(y1) (1)

t ) — n!
+QS/ o @st P(n — highe
oS e $

ko+ki1+ka=n
Y2 Y1
<law-o [" "0t -0 v e -0 (4.58)
0 0
X pri(yr — y1, Y2 — Yo, t — t',0) dyidys

Y1
+ A0~ 1) 5(y2) / U (it =) pi(yn — vt — t) dyp | At
0

The interpretation of Equation (A.58)) is analogous to that of (A.20]) and (A.47]).

After taking the two-dimensional Fourier transform of the above equation with re-
spect to y; and g9, we find that the characteristic function

7r171(w1,w2,t,9):/ / el(y1“1+y2w2)p1,1(y1,yg,t,Q) dy,dys (A.59)

satisfies the differential equation

0 1(wr,wa,t,0)
ot

= Qs (G{ea[x1 (w1, 1), x1(wa, t' — O)]} — 1) 71 (w1, w2, t,0)
for ¢t > 6, with the initial condition
To(wi,we, t = 0,0) = m(wi,0).
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The solution of this differential equation reads as

Trl,l(wlyw% tv 0) = 7T1<(U1, 9)

t , , , (A.60)
X exp QS/ (G{C2[X1(w17t )7X1(w2?t - 9)]} - 1) de'|.
0
Using (|A.60]) the stationary cumulant generating function
Y1 (w1, wa, ) = tlgcr}o In[my 1 (w1, we, t,0)] (A.61)

can be obtained and takes the form
Y11 (wr, w2, 0) = y1(wy, 0) + Qs/ (G{ealxa(wi, 1), x1(wo, t = 0)]} — 1) dt,  (A.62)
0

from which the cumulant of order (m,n) can be calculated as

_ O 4 1 (wr, wa, 0)
owi* dwy

(A.63)

"’im,n
w1=w2=0

As noted in the beginning of Section the only moment of interest here is the
cross-covariance function Covy ;(#), defined in (3.42)), which is identical to the cumulant

k1,1(0). Substituting (A.62)) into (A.63), after similar considerations as in the case of

the two-point moments of one detector, we get

COVLl(@) =2 D/ ,ul(t) M1 (t — 8) dt,
0

where j11, the moment of the pulse, was defined in (3.31)). The interpretation of this
equation is analogous to that of . The cross-covariance function of the signal has
one component: the “cross-covariance function” g pq of two distinct pulses (doubles)
each from a different detector.

By substituting the explicit form of u; and performing the same simplifications as
in the case of the auto-covariance function Covy, we obtain

Covi1(0) = 2D {a)? /0 TL) Lt - 0) dt. (A.64)

Again, the main quantity of interest is the integral Cov;; of the cross-covariance
function, defined in (3.44)) which, after simplification, takes the form

Covyy = D (a)* I}. (A.65)

A.3.3 Three-point distribution of one detector signal

The three-point distribution of the signal of one detector, say that labeled with 1,
concerns the random variable {y;(t),y1(t — )}, y1(t — 0 — p)}, which is characterized
by the cumulative distribution function

F3(y1ay27y37t797p) = P[yl(t) S ylayl(t - 9) S yQayl(t -0 _p) S y3] .
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Since the procedure of calculating the moments of this distribution is a straightfor-
ward analogy of that of the two-point distribution of one signal, we shall again omit
most of the details of the derivation.

The density function, which in this case is defined as

83 F3(y17 Y2, Y3, ta 97 p)
Oy1 0y2 Oys

p3<ylay27y37taeap) = (A66)

for 6,p > 0 and ¢t < 0 + p takes the form

p3(y17 Y2, Y3, t7 97 p) = p2(y17 Y2, t7 0) 5(213);

whereas for t > 6 + p it obeys the Kolmogorov backward integral equation

3 (Y1, Yo, Yz, 1. 0, p) = %" 5(y1) 6(y2) (y3)

+ Qs /0 Lo g P(n) kz; (Z) ek (1 —g)nt

Y3 Y2 Y1
<law-weon [T [0 w00 e
X pa(Y1 — Y1, Yo — Yo, ys — ys, t — ', 0, p) dy; dysdys
80+~ 30m) [ [T UG- 10
X pa(y1 — Y1, 42 — Yy, t — t',0) dyidys] d’,

where U,E?’) is defined as

Ulgg)(ylvy%y?ntaeap):\/ / / / / /
0 0 0 0 0 0

Y1+ +yY1e=y1 Y21+ Y2 k=Y2  Y3,1+ Y3 k=Y3 (A.68)
x h®) (yl,la Y2,1, Y31, L, 0, P) T h(S)(yl,k> Y2,k5 Y3,k T 0, P)
X dys - -dysq - dyer - -dysq - dyr g - - dyr .

The interpretation of (A.67) and (A.68) is analogous to that of (A.47) and (A.48]).

After taking the two-dimensional Fourier transform of the above equation with re-
spect to y; and ys, we find that the characteristic function

T3 (UJl) w27 U.)S’ ta 67 p) = / / / ez(yIWI+yQW2+y3w3) (A 69)
X p3(Y1, Y2, ys, t, 0, p) dyrdyadys.

satisfies the differential equation

0
—7T3(W1,WQ,W3,t76),p) - Qs (G{CI[X3(w17W2;W37t7eap)}} - 1) 7T3(W1,WQ,W3,15,0,/))

ot
for t > 6 + p, with the initial condition
7T3(W1,W2,W3,t =0+ Py 9, p) = 7T2(CL)1,UJ2, 0+ Py 9)
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The solution of this differential equation reads as

7T3(w17 Wz, W3, t’ 6), p) - 7T2(w1’w2a 0+ P, 0)

X exp [QS /et (G{e1[xs(wr, wa,ws, t', 6, p)]} — 1) dt’|. (A.70)
+p
Using the stationary cumulant generating function

73 (wr; wa, w3, 0, p) = Tim Inms (wy, wa, w3, ¢, 6, )] (A.T1)

can be obtained and takes the form
V3(wi, wa, w3, 0, p) = Y2(wr, w2, 0 + p, 0) (A.72)
+ Qs /0:0 (G{er[x3(wr, wa, ws, t,0,p)]} — 1) dt. (A.73)

P

from which the cumulant of order (m,n,[) can be calculated as

a(m+n+l) V3 (wb wa, Ws, 97 p)
QW dwy Owly

’im,n,l(ea P) = (A74)

w1=wo=w3=0

As noted in the beginning of Section [3.4], the only moment of interest here is the auto-
bicovariance function Covs(#, p), defined in (3.41b)), which is identical to the cumulant
k111(0, p). Substituting into , after similar considerations as in the case
of the two-point moments of one detector, we get

o0

Covs(0, p) = S/ piaa(t,0,p)dt
0+p

+2D | [u(t) palt, p)
0+p

Fpa(t —0) pa(t, 60+ p) + pat — 0 — p) paa(¢,0)] de

o0
46T [ Ot =) mle—0 - o)t
0+p
where 11, g1 and py1,1, the moments of the pulse, were defined in ,
and , respectively. The interpretation of this equation is analogous to that of
. The auto-bicovariance function of the signal has three components: the “auto-
bicovariance function” py1, of one pulse (single), the “cross-bicovariance function”
w1 11 of two distinet pulses (doubles) and the “cross-bicovariance function” iy iy iy
of three distinct pulses (triples).
By substituting the explicit forms of jq, p1; and pq1; and performing the same
simplifications as in the case of the auto-covariance function Covsy, we obtain

Covs(6, p) — /f 0) f(t— 60— p)at
+2D<a><a>/0 () Tyt — 6,6 — 60— p)
VIt —0) Ly (tt— 60— p) + Lt — 6 — p) I (.1 — 6)] dt

+ 6T(a>3/oo[1(t) Li(t—0)I,(t — 0 — p)dt.

(A.75)
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Again, the main quantity of interest is the integral Covs of the cross-covariance
function, defined in (3.45)). Using similar considerations as in the case of Covs, one can
show that the integrals in the first and last terms simplify to

| [ rose—oy a0 paasap = 51t

and o oo roo .
/ / / L) L(t—0)I(t — 0 — p)dtdodp = — I}
0 0 0 6

The integrals in the second term cannot be simplified in a similar manner. A possible
explanation is that while the first and last terms represent a “pure auto-bicovariance”
and “pure cross-bicovariance”, the second term represents a “mix of auto- and cross-
covariances” which is not invariant to a time shift (such a mixed term could not exist
in the two-point version of this moment, Covsy). Instead let us introduce the notations

=S / / / L) La(t—0,¢ — 0 — p) dtdddp, (A.76a)
[1 0 0 0

P / / / L(t = 60) L (¢, — 6 — p) dedddp, (A.76b)
[1 0 0 0

=S / / / L(t — 0 — p) Iy 1 (¢, t — 0) dtd6dp, (A.76c)
[1 0 0 0

With these considerations, Covs takes the particularly compact form

Covs = é [S(a®)+ 2D (a)(a®)(a + & + E0) + 6 T (a)®] I3 (A.77)

A.3.4 Three-point distribution of three detector signals

The three-point distribution of the signal of three detectors, those labeled with
1, 2 and 3, concerns the random variable {y;(¢),y2(t — 0)},ys3(t — 6 — p)}, which is
characterized by the cumulative distribution function

Fiii(yi,v2,y3.6,0,p) =Py (t) < yr,yo(t —0) < yo,ys(t — 0 — p) < ys).

Since the derivation of the moments of this distribution is a straightforward exten-
sion of that of the two-point distribution of two signals and three-point distribution of
three signals, we shall only provide the final results.

The cross-bicovariance function of three signals, defined in , takes the form

o0

Coviaa(8,p) = 6T [ yn(e)m(t —6) m(t — 0~ p)
0+p

or, by substituting the explicit form of p; from ((3.31)):

Covira(0, p) = 6T (a)? /0 LU Lt —0) Lt —0— p)dt. (A78)

The integral Covy p; of this function, defined in (3.45]), reads as
COV171’1 =T <a>3 ]f (A?g)
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Appendix B

Calculation of the time delay
distribution

B.1 Example of a realistic time delay and detector
pulse shape

The quantities & 1, §12 and &; 1,1, defined by , are analogous to the gate factors
of traditional multiplicity counting. They play a role similar to the gate factors f; and
fi of the traditional multiplicity counting, and this analogy will be supported with some
qualitative and quantitative investigations below. It is seen that, unlike in the theory
of traditional multiplicity counting, these appear more straightforward from the theory.
For any given detector pulse shape f(t) and amplitude distribution w(a), and known
time delay distribution u(7), the defining integrals can be calculated either analytically
or numerically. The difficulty lies in the knowledge of the latter, whose determination
requires further derivations. Similarly to traditional multiplicity counting, the time
delay function, which is the basis of the gate factors, is not solely a property of the
detector, but also of the experimental set-up, and, unlike in traditional multiplicity
counting, a function of the (unknown) sample properties. For an illustration, in the next
subsection, the time delay distribution will be calculated for the case of fast neutron
detection from an item, where the only reason of the random detection time is the
random velocity of the neutrons arising from a sample emitting neutrons with a given
energy spectrum.

B.2 Time delay distribution: general

It is now a relevant question to ask into which of the above categories the realistic
time delays and detector pulse shapes will fall. The pulse shape widths of fission
chambers depend on the type and manufacture of the detector, and vary with the
gas pressure and detector geometries. The pulses are rather short, in general in the
range of some tens of ns. Regarding the fluctuations in the detection times, we shall
make an estimate based on the assumption that both neutron emission and detection
is instantaneous (after that the neutrons hit the detector), but neutrons from the item
will travel with different speeds due to the energy spectrum of source neutrons. The
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different speed will lead to different arrival times. To take an example (neglecting
relativistic effects), it takes about 13ns for a 5MeV neutron to travel a distance of
40 cm, whereas the same time for a 2 MeV neutron is 20.4 ns, the difference being less
than 8ns. This is very much on the same scale as the detector pulse width, hence the
gate factors should be reasonably large.

In the continuation we shall assume that the neutrons are emitted from the sam-
ple with a given energy spectrum, and derive a general formula for the arrival time
distribution corresponding to the given energy spectrum. In reality, the source event
is a spontaneous fission, with a characteristic energy spectrum, whereas the neutrons
generated in the internal multiplication before leaving the sample will have a different
spectrum, corresponding to induced fission in the same material. However, we shall ne-
glect this spectral difference. It will also be assumed that the energies of the neutrons
from a fission event are independent of each other, and hence the corresponding arrival
time distributions will also be independent (as it was assumed in the previous parts of
the paper).

Before actually employing the concrete energy spectrum f(F) of a given material, it
is useful to derive a general formula for the of distribution of the arrival time 7 in terms
of the energy spectrum. The task is simply the calculation of the distribution of the
function of a continuous random variable with a given distribution. This calculation is
expedited if we notice that both variables have a positive support, i.e. the accessible
values of E and 7 satisfy the following conditions:

O0<E<oo and 0<7<o0, (B.1)

as well as that there is a strictly monotonic relationship between E and 7. Then, we
can use the fact that if there exists a function g such that

T =g(E), (B.2)
furthermore ¢
1. is monotonic;
2. is continuously differentiable;
3. has a non-zero derivative everywhere,

then the distribution u(7) can be expressed from the relationships]

u(r)dr = f(E)dE (B.3)
and hence
u(r) = f(E)|dE/dT| (B.4)
where )
dE/dT| = m % (B.5)

!The formula provided here does not refer to the most general case, only when g satisfies the above
listed conditions.
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Assuming that the flight distance from the item to the detector is constant, denoted by
s, then the relationship between E and 7 is given by
m s _ ms?

E = —? and v = —, hence E(r)=——, B.6

2 T (7) 2 12 (B.6)
where m is the rest mass of the neutron. Note that in order to express the energy in
units of eV, the value of the mass should be substituted by m = m’/c?, where m/ is the
mass in units of eV/c? and c is the speed of light. Using these expressions, one obtains

the relationship

PRE
With this last expression, the density function of the time delay can be calculated for
any source spectrum given in an analytical form.

utrs)=m 51 (5 5) (B.7)

B.3 Time delay distribution: Watt spectrum

The energy distribution of fission neutrons is usually described by the Watt-spectrum,
which is parametrized by two rate parameters a and b, which also uniquely identify the
isotope [92]. The density function of the distribution is:

o)
f(z) = — exp (_§> sinh (Vb ) x> 0. (B.8)
“Wu

If the energy x has units of eV, then a must have units of eV, whereas b must have
units of 1/eV.
Substituting (B.8)) into the general expression (B.7)), we obtain:

ab
exXp <__) 2 2
4 /b
u(r;s) = Wm % exp (—% %) sinh ( Tm§> s,7>0. (B.9)
a —
4

Figure [B.1] shows these density functions for some typical values of their parameters.

B.4 Choice of the pulse shape function

In many applications, a double exponential function normalized to a unit amplitude
is used with two scale parameters o and 8 (0 < 8 < «):

ft;a,p) = é (e_t/o‘ — e_t/ﬁ) t>0, (B.10)

where 3 is the pulse rise time and « is the pulse fall time. In the quantitative work
in the forthcoming, we shall use such a pulse shape function. Once the pulse shape is
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density (1/MeV)
density (107! /ns)

0
0 10 20 30 40 50
energy (MeV) time (ns)
(a) The distribution of the energy of neu- (b) The distribution of the travelling time of
trons from spontaneous fission of different neutrons originating from the spontaneous
isotopes. Watt parameter values are taken fission of Pu?% for different travelling dis-
from [25, Appendix H.]. tances.
Figure B.1

fixed, the integral parameters I,,, i = 1,2,3, defined in (3.21]) can be calculated, with
the following results:

a-8 ,_ _(a-pp __ 2@-pp

h==% T 2(a+B)C? [3_3(2a+5)(a+25)03'

(B.11)

In the expressions above, C' is a normalization factor with the following definition:

B/(a—pB) a/(a—p)
(2 (2) B.12)

« (0%

B.5 Calculation of the gate factors

With the above choice of the detector pulse shape and the calculated distribution
of time delay, everything is given to calculate the gate factors ¢ ; of Eq. . In
view of the involved form of the integrand functions, especially the time delay function
, an analytical calculation is not possible. Instead, these integrals were evaluated
numerically. For a fixed source and detector characteristics, the dependence of the
values of the ¢ factors on the source-detector distance was investigated. Since according
to Fig. , the neutron spectrum (and hence, the travelling time density) is similar for
the different spontaneously fissioning isotopes, we choose the Pu?# for this calculation,
due to its practical relevance. As for the detector characteristics, we chose @ = 20 ns
and 8 = 5 ns as scale parameters in the pulse shape function , which is a typical
value for fission chambers and results in an approximate pulse width of 100 ns [93].

The results are shown in Figure It is seen that the gate factors remain rea-
sonably high up to a distance of 1 m between the source and the detector, although
for this case {11 is already down to about 0.1. Together with other deteriorating cir-
cumstances not accounted for here, such as the finite detection emission and detection
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time, in practice, a distance of a couple of tens centimetres appears to be a maximum
when the method is applicable in its present form.
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Figure B.2: The values of the £ factors at different source-detector distances ranging
from 0.1 m to 10 m.
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