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Abstract—During the COVID-19 pandemic, many researchers
all over the world have offered their time and competencies to
face the heavy consequences of the disease. This is the case of
a group of physicists, engineers, and physicians that around the
middle of March 2020 started to develop a simplified mechanical
lung ventilator, called MVM (Mechanical Ventilator Milano), to
answer the high request of ventilators for Acute Respiratory
Distress Syndrome (ARDS) in intensive care units. A prototype
was ready in around one month.

Since medical software malfunctions can lead to injuries or
death of patients, before marketing MVM ventilators and dis-
tributing them in hospitals, software certification in accordance
with the IEC 62304 standard was mandatory to guarantee
system reliability. The team was then complemented by computer
scientists specifically devoted to this task. The software re-
engineering process, which lasted around two months from the
end of the prototype, brought to a strong re-implementation of the
device software components, which involved all the stakeholders
in a continuous integration setting.

In this paper, we report the experience of the MVM control SW
re-engineering necessary to show evidence that the SW adheres
to the standards and to consequently obtain the certification. We
share results and lessons learned from this social project, where
more than 100 volunteer researchers worked towards software
certification at the extreme of their strength to get a real device
finished in a rush since strongly required to support physicians
in treating COVID-19 patients.

I. INTRODUCTION

The development of safety-critical devices considers certi-

fication as a mandatory step [1]–[3] since a software failure

or malfunctioning can compromise the health of human be-

ings that interact with it. Examples of safety-critical systems

certification can be found in avionics [4]–[6], robotic applica-

tions [7], cyber-physical systems [8], and healthcare [9].

In healthcare, software certification is required when the

software is itself a medical device [10]–[14] and it is regulated

by the FDA Guidelines [15] and the IEC 62304 [16].

Medical system certification is a complex process, which has

been addressed using different solutions. Even if using formal

methods for software certification is a viable solution [17]–

[19], some issues about their use are still open and they

are not widely used in practice, except for model-based

techniques [20].

The importance of a well-documented and correct software

life cycle in the development of medical systems has been

discussed in [21] and [22]. It is not limited to just the safety

and the certification of medical devices [23], since adopting

frameworks and the good principles of software engineering

can help developers to compare different medical devices for

identifying gaps between them and improve the capabilities of

products [24]. The focus on well-documented and regulated

frameworks poses some constraints on the adoption of agile

software development or requires adaptation of selected agile

methods and practices [25]. In the literature, we can find

attempts to apply agile practices also in medical software

development planning, for instance by integrating the more

classical V-model with the agile one [26], [27].

In this paper, we aim at investigating whether the bunch

of knowledge and experience we, as a community, acquired

in the last years is sufficient for producing software devices

that are compliant with safety standards when we are under

emergency. By emergency we mean producing software under

these two constraints: 1) the first hard constraint is time, mean-

ing that the software device should be produced as soon as

possible1; 2) the second hard constraint concerns establishing

a development team in a hurry, in an emergent and voluntary

fashion, based on the personal network, heterogeneous under

various dimensions, and composed by people that dedicate

their private time to the project, while still continuing their

normal job. In other emergency situations, like hurricanes or

earthquakes, there can be additional constraints like lack of

energy power or Internet connection. However, in the context

of this paper, we limit ourselves to the two constraints above,

which are those that we observed in the experience we report.

Specifically, the research questions we want to answer are:

1Indeed, we might argue that time is a constraint for every company and
for the production of almost every product. However, sometimes there are
(emergency) situations that push even more this constraint.
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• RQ1: Which development process is more appropriate

for the development of safety-critical devices under emer-

gency?

• RQ2: How the activities of the development process can

be performed in order to be simplified and sped up under

emergency?

• RQ3: How to deal with a heterogeneous development

team built in emergent and voluntary fashion?

We provide an answer to these research questions by re-

porting our experience in developing an electro-mechanical

ventilator for COVID-19, intended to provide ventilation

support for patients that are in intensive therapy and that

require mechanical ventilation. The produced mechanical lung

ventilator, called MVM (Mechanical Ventilator Milano)2, aims

to be reliable, easily reproducible on a large scale, available

in a short amount of time, and at a limited cost [28], around

1/5 with respect to other ventilators. The project started from

an idea of the physicist Cristiano Galbiati, who was also the

leader of the project, and saw, among others, the participation

of Nobel prize Arthur McDonald, Canadian leader of the

MVM Consortium. More precisely, experience results reported

here concern re-engineering of the MVM software, necessary

to adhere the software to the medical standards and obtain

the certification. This required a serious rework on the overall

software development, including requirements, architecture,

design, testing, and so on. The effort and time required to

certify and, consequently, re-engineer the application largely

overcome the effort and time to build the initial version of the

mechanical ventilator. We share results and lessons learned

from this social project where more than 100 researchers

having different knowledge and expertise, worked hard and

fast in a strong collaborative manner to manage the software

certification and to get a real device finished in a rush since

strongly required to support physicians in treating COVID-19

patients. Note that almost all the team members have worked

on a voluntary basis and monetary compensation has never

been expected.

The paper is structured as follows. Sect. II presents the

methodology we have used in order to provide an answer to

our research questions and a brief case description. Sect. III

presents the IEC 62304 which has guided the development

of the MVM ventilator, while in Sect. IV we present the

software life-cycle that has been followed during this project

and how it has been applied. Sect. V describes in detail all

the development phases and the lessons learned during each of

them, and Sect. VI presents related works in which software

development and emergency situations are combined. Finally,

Sect. VII discusses our lessons learned, by mapping each of

them to the research questions, and concludes the paper.

II. RESEARCH METHODOLOGY

In order to provide an answer to our research questions,

we conducted a case study [29], since it is a suitable method

for studying a phenomenon in its natural context, especially

2https://mvm.care/

when the phenomenon is difficult to study in isolation. Indeed,

in our case, it is difficult to clearly and precisely identify and

delimit in a real context the process and the activities to be

followed when producing software devices that are supposed

to be compliant to safety standards under emergency.

A. Case Description

MVM [30] is an electro-mechanical ventilator equivalent

to the old and reliable Manley Ventilator [31]. It requires a

source of compressed oxygen and medical air, that are readily

available in intensive care units.

MVM is intended to provide ventilation support for patients

that are in intensive therapy and that require mechanical

ventilation. There are different modes of ventilation; the most

common are volume-controlled and pressure-controlled. In the

first mode, the respiratory time cycle is based on the required

volume, while in the second mode the respiratory time cycle

is controlled by the pressure. MVM works in pressure mode

and, in particular, it implements two operative modes: Pressure

Controlled Ventilation (PCV) and Pressure Support Ventilation

(PSV). In the PCV mode, the respiratory cycle is kept constant

and the pressure level changes between the target inspiratory

pressure and the positive end-expiratory pressure. New inspi-

ration is initiated either after a breathing cycle is over, or

when the patient spontaneously initiates a breath. In the former

case, the breathing cycle is controlled by two parameters:

the respiratory rate and the ratio between the inspiratory and

expiratory times. In the latter case, a spontaneous breath is

triggered when the MVM detects a sudden pressure drop

within the trigger window during expiration. The PSV mode

is not suitable for patients that are not able to start breathing

on their own because the respiratory cycle is controlled by the

patient, while MVM partially takes over the work of breathing.

A new respiratory cycle is initiated with the inspiratory phase,

detected by the ventilator when a sudden drop in pressure

occurs. When the patient’s inspiratory flow drops below a set

fraction of the peak flow, MVM stops the pressure support,

thus allowing exhalation. If a new inspiratory phase is not

detected within a certain amount of time (apnea lag), MVM

will automatically switch to the PCV mode because it is

assumed that the patient is not able to breathe alone.

A prototype of the MVM device was built in around one

month and was available in the middle of April 2020. Till that

moment, the team working on MVM only included physicists,

physicians, and engineers as technicians and no well-defined

SW development process was applied, no documentation was

produced, and the certification was not even pursued. However,

as usually required by the governments of countries where a

medical device has to be marketed, the software certification

is mandatory before selling and using the device. It became

evident that the software has the actual responsibility for the

movements of the mechanical parts and, therefore, there should

be evidence for its correct functioning. Hence, a software task

force, a group of computer scientists (including the authors),

has been created to manage the certification of the software.

We had a confirmation of what Marc Andreessen said in
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Activity # People Deliverables

System development plan 3 5
Supporting activities 22 12
System requirements 5 1
Software Architecture Design &

10 3
Risk Management
Software Requirement Specification &

21 15
Software Detailed Design
Implementation 18 N/A
Unit Testing 22 20
Integration Testing 11 2
Validation Testing 9 2

TABLE I: Summary of the effort required for each phase

2011 [32]: “Software Is Eating The World”. This has been

already observed in other fields, like in automotive [33], and

it is becoming evident the importance and the critical role of

the software.3

The need for certification brought to a strong re-engineering

of the MVM software components, while the hardware compo-

nents required only minimal changes. The whole process lasted

around two months and it involved, in a continuous integration

manner, all the stakeholders. The first step of the process

has concerned the analysis of all the standards that must be

followed during the development of a medical device, and the

identification of those related to MVM. Then, a plan and a

process for all the activities to be performed have been devised.

Starting from the software requirement specification, we have

redefined the software architecture and we have rewritten some

of the MVM components. Moreover, before the deployment of

the software, we have performed all the testing activities (unit,

integration, and validation testing) required by the standards.

The MVM software is released under MIT Licence4, and

it is stored in a private repository to control access to it and

avoid incorrect use. Initially, all the documents and the code

were publicly released, but, under the advice of a legal office,

the team decided to limit access to them in order to avoid the

risk of possible litigations.

B. Data Collection and Analysis

The role of the authors of this paper has been to con-

tribute to the definition of the certification process; they

also actively worked in many phases including requirements

engineering, architectural design, testing (unit, integration, and

validation), implementation, documentation, and traceability

checking among the various artifacts and documents.

To provide an overview of the project activities that created

the data for this case study, Table I reports (i) the activities,

(ii) the documentation, in terms of the number of deliverables

– each of these is in most cases a Microsoft Word document

–, and (iii) the number of people involved in each activity.

Data themselves are diverse. They consist of the various

deliverables created for the certification purpose, but also

of work items created during the project completion, such

3https://a16z.com/2019/08/16/software-eaten-world-healthcare/
4https://opensource.org/licenses/MIT

as whiteboards sketches, notes (personal or shared within

subgroups), and emails. Deliverables are all stored in a Google

Drive shared folder to which the authors have full access. The

authors of this paper collected independently those documents

that are not stored into a folder shared among the project,

merged, and cleaned, so to be used for the purpose of this

paper. Moreover, the authors have also full access to the entire

source code of the project, comments in the code, changes

requests, test reports, and so on.

In addition to that, for two months within the project, we

had a large number of virtual plenary and subgroups meetings,

which have allowed us to get a look at the overall picture of

the whole project and the single activities.

The practical experience we report in this paper is based

on the data summarized above, which can be considered

the starting point for identifying the development process,

the various phases composing it, as well as relevant lessons

learned that we will discuss in the paper. We aim to offer our

experience for reducing risks in future developments in similar

contexts. While collecting the lessons learned we made an

effort to report and identify both positive and negative results.

C. Validity Analysis

The data described in the previous subsection were created

not exactly for the purpose of proposing a general process and

guidelines, i.e. for this paper. Instead, data were created for

developing and producing a specific product, MVM, compliant

with safety standards and under hard time constraints. This

limitation cannot be removed by the fact that we had a

diverse and rich amount of data to be analyzed. To handle

this limitation, we use our direct experience and notes we

kept throughout the project.

All the authors extensively discussed the interpretation of

the data to achieve observer triangulation. In line with our de-

cision for conducting a case study, i.e. to study a phenomenon

in its natural context, our findings are indeed tied to the studied

case. The side effect of this realism of context comes at the

expense of the possibility for generalization [34].

III. IEC 62304 MEDICAL DEVICE SOFTWARE

CERTIFICATION

Once the prototype of MVM proved the feasibility of the

project, the developers had to assure safety and usability in

real environments. This started the effort to obtain the certifi-

cation of the ventilator, including the software that should be

compliant with the IEC 62304 standard [16].

IEC 62304 defines safety classes of the software, based

on the potential to create an injury to the patient: Class A - no

injury or damage to health is possible - Class B - non-serious

injury is possible - and Class C - death or serious injury is

possible. The standard itself prescribes a set of activities shown

in Fig. 1, which must be performed (and documented) during

the software development process. Based on the membership

class, some of these activities are mandatory.

Regardless of the class the software belongs to, the standard

requires the software development plan, as well as the software
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Fig. 1: Main activities required by the IEC 62304 standard

requirements specification documents. The former establishes

the process followed during the development, the expected

deliverables, and the software development life cycle model.

The latter contains a description of the software functionalities,

system inputs and outputs, interfaces between software and

other systems, security requirements, user interface, etc. Once

the software requirements are defined, the software architec-

ture design is derived for software belonging to class B or class

C. Furthermore, a software detailed design for each software

unit is required for class C. For all classes, the standard

requires performing software system testing of the entire

system, e.g., verifying that for the input provided the expected

output is obtained. This system testing activity corresponds to

so-called integration testing in software engineering, and it is

the only required testing for software in class A, while for

software belonging to class B or class C, it comes after the

(required) software unit verification at the component level,

and software integration at the architectural level. The standard

is flexible about organization of testing by types and test stage,

but coverage of requirements, risk control, usability, and test

types (e.g., fault, installation, stress) should be demonstrated

and documented.

Finally, software release, software maintenance process, and

software risk management process documents (the last only in

case of class B and class C) are required for the certification.

Once the standard for software certification was identified,

the MVM team started the effort to make the MVM develop-

ment process and software compliant with the standard. This

brought to the identification of a number of activities to be

undertaken to assure the quality of the software embedded in

MVM, and of a process of their organization able to combine

the rigidity of the ISO standard development process with

the flexibility of an agile attitude: the overall goal was to

get the final certification in the fastest and most collaborative

way but still having the rigor required by the standard. This

clear and dynamic software development process brought to

re-engineer most software components to provide evidence of

a comprehensive and defensible argument that the system was

acceptably safe to operate in the identified context.

IV. DEVELOPMENT PROCESS

As already stated, we have undertaken several actions and

activities in order to assure the quality of the MVM software

according to the IEC 62304 standard. The following sec-

tions present the process with all the performed activities.

A. Software development planning

First of all, we have classified the device based on the

potential to cause injuries, as required by the IEC 62304
standard. Starting from the safety classification and taking into

account the activities required by the IEC 62304 standard

(which are summarized in Fig. 1), the whole MVM has been

classified in class C since death or serious injury is possible.

Considering the safety class and the mandatory activities, we

have defined the development process we intended to adopt,

depicted in Fig. 2. The list of activities is:

1) Software development planning, which regards the entire

MVM and maps to activity 5.1 in the standard including

all the supporting activities.

2) System requirements and Software architectural design,

which refer to the MVM and define the desired compo-

nents, after a risk analysis has been performed.

3) Software requirements analysis and Software detailed
design, which refer to a single component previously

identified during the architectural design phase.

4) Software implementation and Unit testing which are per-

formed for every component of the MVM ventilator.

5) Integration and Validation testing, which is performed by

integrating all the software components with the hardware

and by testing the system as a whole.

For each phase of the process, we have defined the tasks to

be performed and the deliverables.

As shown in Fig. 2, the adopted process model resembles

a V-model, and we mapped all the activities required by the

standard to process phases. For each software component, we

decided to work iteratively (inner dark circle in Fig. 2) to

guarantee the conformance among requirements, architecture,

design, and implementation and we have integrated the V-

model with agile practices to favor flexible responses to

changes due to the need to develop the ventilator as fast as

possible. In this way, we could parallelize the process in an

agile like mode and foster a collaborative approach. Moreover,

agile practices are considered by the outer circle in Fig. 2, after

validation/system testing all the processes can be re-executed

to integrate solutions of detected problems. In the end, we can

say that we combined various models of software development

processes, namely, V-model with agile practices and model-

driven development (mostly for the state machine component

described in Sec. V-E).
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Fig. 2: MVM software development process

Lessons learned 1: 1) IEC 62304 and V-Model: The

development process was strongly influenced by the IEC
62304 standard, so the V-model, although not mandated,

is the “best fit” with regulatory requirements as it produces

the necessary deliverables required when seeking regulatory

approval. 2) Use of agile practices: However, it was neces-

sary to integrate the V-model with agile practices, to combine

efficiency, quality, maintainability, and flexibility.

B. Teams definition and meetings planning
The activities and the teams were organized as follows.
1) Teams definition: Seven subgroups were created ad hoc

during the project taking into account competencies, workload,

and availability of individuals. We identified a group leader,

which was responsible for meeting deadlines and for reporting

the progress to the project coordinator. Each activity was

assigned to each team. The first group was in charge of defin-

ing the software development plan, supporting activities, and

performing the risk analysis; the second group had the goal to

define software requirements; the software architecture specifi-

cation was designed by group three; group four developed the

MVM software. Group five and six run software unit testing,

and integration and system testing, respectively. Another group

prepared the operational and maintenance manual.
2) Meetings planning: The whole MVM team met daily

(including holidays) for 1 hour from 5 PM to 6 PM CET

to check the status of the project and fix the goals for the

next day. The project leaders went through the task list to

check the status of each task and to check if some obstacles

emerged. Moreover, each sub-team had to organize task-

specific meetings to synchronize their work. Because of the

lockdown due to the COVID-19 emergency in Italy, only

a few in-person meetings were organized (and authorized

by the special national commissioner). Moreover, since the

teams include people from Europe and America, only the late

afternoons and nights were usable for online meetings.
The MVM project was challenging also for what concerns

the development team characteristics. The team was in fact

(i) multidisciplinary and heterogeneous, involving people with

different backgrounds including physicians, physicists, elec-

tronic engineers, and computer scientists, and (ii) composed of

volunteer people motivated by the social nature of the project

and by their passion.

Lessons learned 2: 1) Coordination effort: The project

was successful but there was a quite huge overhead of

coordination, with various calls every day from the morning

till evening. The coordination of the team should not be

underestimated. Open-source software development could be

a good development experience from which projects of this

nature can learn. 2) Enlarging team: We observed what is

reported in the Mythical Man-Month [35]: adding people is

not necessarily a good solution to improve the efficiency and

effectiveness of a team. 3) Commitment and participation:

Having responsibility for each sub-activity and setting strict

intermediate goals have favoured commitment and participa-

tion.

C. Supporting activities

In parallel to the definition of the development process, we

defined a set of supporting activities: project management,

the definition of a change control process, the definition

of the development environment, and the definition of code

guidelines.

1) Tools and instruments for project management: Initially,

we have selected the tools supporting us in project manage-

ment. We had evaluated the use of a project management tool

like Jira, but in the end, we decided to use only a combination

of more accessible tools, considering the heterogeneity of the

group, like Google Drive, GitHub, Zoom, and Slack. We have

decided to adopt UML (Unified Modeling Language) to model

system requirements and software architecture, and it turned

out to be understandable also for people not experts in software

engineering. We have put all the documents on Google Drive

and the code on GitHub, which provides hosting for software

development and version control using Git. This allowed peo-
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ple from all over the world to contribute to developing different

parts of the software. This approach has allowed keeping track

of all the changes in the code, which is really useful to manage

and control the software development process. Furthermore,

we have configured a continuous integration system using

Travis CI5 (Continuous Integration).

2) Reviewing process: For all the activities that foresee

a document as output, we have applied two review steps.

The first review was performed internally by one designated

member of the team. Once the document was approved, the

Design Authority (Elemaster - the company involved in MVM

production) was in charge of reviewing such documents and

producing the Review Acceptance document containing all

the comments. Later, the comments were included in a new

version which was resubmitted again to the Design Authority.

This process has continued until the Design Authority has

approved the final version of the document.

3) Document templates: The initial templates for the docu-

ments were kindly provided by the Canadian Nuclear Labora-

tories (CNL) sub-team, which has great experience in critical

software certification (not in the medical field, though). This

helped greatly to speed up the process from the start. To keep

track of the links among requirements in the documents we

have used an in-house tool developed by a CNL collaborator.

This tool reads each document subject to traceability and

generates a matrix of requirements. The tool has been daily

executed to illustrate the links that exist and to report missing

or faulty links.

Lessons learned 3: 1) Multiplicity of tools: The use of a

great variety of tools (one tool for each particular purpose)

even if not integrated and not specific for software project

management, has provided indispensable support to the team.

2) Templates and review process: Having a partner that pro-

vided all the necessary templates and a clear review process

has helped to define which activities should be performed.

3) Use of UML: Standard graphical notations like UML

shown to improve communication and to be easily usable by

non-software experts (very skilled in other fields, though).

V. DEVELOPMENT PHASES

A. System requirements (5.2)

One of the obstacles met during the first implementation

of MVM, was the lack of well-defined and traceable system

requirements. This has caused a lot of misunderstanding

between the developers of different components and some

operations did not fit with the requirements of the standards

that regulate the ventilator development. According to point

5.2 of the standard, the system requirements activity has been

performed to define device requirements at a higher level of

abstraction.

In this phase, we have defined functional, performance,

safety, and cybersecurity requirements, the overall system

structure, environmental conditions, materials, and human

5https://travis-ci.org/
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Fig. 3: Overall MVM software architecture

factors. Furthermore, each requirement has been uniquely

identified by a number.

The major change discovered during writing software re-

quirements was that the prototype was vulnerable to faults

because, in case of failure of one of the components, the

system was not able to put itself in a safe mode, such that

the valves are positioned to allow the patient autonomous

breathing. For this reason, the necessity to have a supervisor

came out. This required a change of the initial electronic board

with the introduction of a small micro-controller.

Reverse engineering some parts of the prototype was also

useful in order to get a complete and consistent requirements

specification of the device operation. It was applied when

no enough information was available, and this was the case,

for example, for the specification of the alarms. The reverse

process also helped to reveal details useful to specify the

duration of a trigger window, namely the time interval within

which spontaneous breathing can be detected (in PCV mode).

Lessons learned 4: 1) Written requirements: Not having

written requirements since the beginning led to having vari-

ous attempts to address the requirements in different software

components. For this reason, precise system requirements

are very important also in an emergency situation. Having

developers referring to the same written documents without

inconsistencies reduces the development time. 2) Reverse
engineering: For systems for which a prototype is present,

especially if it is developed by domain experts, reverse

engineering has shown to be a viable solution for discovering

functionalities and configuration parameters to be included

in system requirements. 3) Need of a traceability system: A

traceability system helps developers to trace all the require-

ments and their changes through all the development process.

B. Software Architecture Design (5.3)

As shown in Fig. 3, the architecture was designed to be

composed of three main components (or units according to the

terminology of the standard), namely Graphical User Interface

(GUI), Control Software (Controller), and Supervisor Software

(Supervisor).

The GUI is the software running on the touch screen

panel. It displays information to the user like airway pressure,

minute volume, positive-end expiratory pressure for the most

recent breath, respiratory rate, and peak inspiratory pressure.

Furthermore, it acquires data from the user: ventilation settings

and alarm settings. The controller receives user inputs from the

GUI, e.g. the start/stop ventilation command. It implements

the state machine of the ventilator behavior, which has mainly
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Fig. 4: Detailed MVM software architecture

three phases: ventilation off, running in PCV mode, and run-

ning in PSV mode. Based on the current state, it opens/closes

the input and output valves. Moreover, the controller manages

ventilator alarms in case of errors. The supervisor monitors the

overall behavior of the system. It checks if the controller, the

GUI, and the hardware are working as expected, and, in case

of errors, it raises alarms. Furthermore, the supervisor forces

the machine into a safe mode to prevent patient injuries in

case of errors during ventilation.

Lessons learned 5: 1) Upfront aspects balancing: As we

can learn from software architecting, it is important to go

towards “just-in-time architecture” [33] and to find a balance

between upfront aspects (what is planned before the start

of development) and emerging aspects (what appears as

decisions are taken in the course of the development, e.g.

by fixing wrong assumptions or making decision deliberately

postponed) [36]. 2) Importance of the architecture: Software

architecture is still important even during emergency devel-

opment. In fact, we have experimented that without a well-

defined architecture (as for the prototype), it was not clear

how software components were supposed to synchronize and

exchange information among them.

C. Risk management (7)

In the risk management activity, each component of the

MVM software has been classified based on the potential

to create injuries (see safety classes in Fig. 3) as required

by the IEC 62304 standard. Both GUI and controller are

classified as class A software because their behavior, despite

affecting the operation of the machine, does not cause patient

injuries. On the other hand, the supervisor is the most critical

component, since it both forces the machine into a safe mode

to prevent patient injuries in case of errors during ventilation

and intervenes in case of GUI and controller failures.

Lessons learned 6: 1) Safety assurance effort: Isolating

safety-critical features, by organizing the system in different

components, has allowed us to focus the safety assurance

effort on a limited portion of the system.

D. Software Requirement Analysis (5.2) & Software detailed
design (5.4)

The third activity consists of specifying for each software

component the requirements in a separate document, detailing

those introduced in the system requirements. The documents

contain functional and capability requirements, software inputs

and outputs, interfaces between software and other compo-

nents, alarms and warnings, user interface requirements, and

requirements related to system installation and maintenance.

We have widely used state machines to define the behavior

of GUI, Controller, and Supervisor. Often, we have used

diagrams and drawings, and in few cases a more powerful tool,

such as Yakindu (more in Sect. V-E), which has been used in

order to identify both states and events that trigger the change

of state. For each state, we have defined the detailed behavior,

the user inputs, the expected outputs, performance, and failure

conditions. Furthermore, for each software component, we

have defined the software unit interfaces, to ensure that the

software subsystem will communicate properly with external

components. Fig. 4 refines Fig. 3 and shows the detailed

architecture of MVM.

Users interact with the User Interface subcomponent, and

the interaction is mediated by the GUI controller and the

Interface component, which manages the connection with

the control software - via a USB serial port - or with the

Supervisor - via a UART interface. The monitor component is

used to monitor the interaction with the GUI.

The logic of the Control Software (Controller) is in the

Control subcomponent. This component is in turn composed of

two subcomponents, the valve controller controlling the valves

and the state machine component. The state machine compo-

nent controls the operation modes (i.e. ventilation off, running

in PCV mode, and running in PSV mode). The controller

receives user input from the GUI, e.g. the start/stop ventilation

command. The vital signs of the patient are monitored by the

monitor subcomponent, and it manages ventilator alarms in

case of errors. The controller also interacts with the hardware

through the Hardware Drivers component to open or close the

input and output valves.

The Supervisor Software (Supervisor) component gets mea-
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Software Lines of code
unit Prototype Released version

GUI 14,347 26,027
Controller 4,653 14,331
Supervisor NA 2,689

TABLE II: Lines of code of the MVM software units

surements from the Hardware Drivers component, monitors

both the hardware devices and the patient breath, and, when

needed, e.g. when switching to the safety mode, raises alarms

and changes parameters of the controller and the GUI.

Lessons learned 7: 1) Modularity and parallelization:
Designing a product in a modular way has been a successful

decision, since, in a distributed project (such as the one of

the MVM) it has allowed different teams to work in parallel

on different parts of the system. 2) State machines for wide
interpretability: We have found that using state machines,

for the specification and the design, has contributed to favor

the discussion on the adopted solutions even with people not

used to software development since graphical representations

are easily understandable.

E. Implementation (5.5)

Some software components of the existing MVM prototype

needed to be re-engineered and re-implemented. Table II

reports the lines of code of the three main software units

(before the re-engineering effort and at the end).

The GUI component is written using the PyQT5 frame-

work in Python6. We have added several new functionalities

expected by the software requirement specifications. For ex-

ample, many alarms have been changed, in terms of thresholds

and behavior. Moreover, to avoid problems in the communica-

tion between GUI and controller, we have devised a new com-

munication protocol used by the GUI to send/receive messages

to/from the controller. In particular, we had to implement in

the communication protocol the guidelines defined in the IEC
61784 standard [37].

The MVM controller is written in C++ and it has been

changed a lot with respect to the prototype. One of the parts

that have been completely rewritten is the state machine. We

have introduced the use of the Yakindu Statechart tool7 for

its implementation. Fig. 5 reports a high-level version of the

state machine for the controller, showing the states in which

the ventilator can be and the events that cause state changes.

In detail, after the startup and the self-test phases, the machine

is in the ventilation-off mode. From that, it can go either to

the PSV or PCV modes. Inside these modes, there are other

sub-states (including inspiration and expiration) not reported

in the figure to keep it simple and readable. The C++ code of

the controller state machine has been automatically generated

from the Yakindu model.

6Qt is set of libraries for accessing many aspects of modern desktop and
mobile systems. PyQt5 is a set of Python bindings for Qt v5. More info at:
https://pypi.org/project/PyQt5/

7https://www.itemis.com/en/yakindu/state-machine/

Fig. 5: Yakindu state machine of the MVM

Since the re-engineering process has involved not only the

software but also the hardware part of the MVM, e.g. the

valve controller has been changed too, to fit with the HW

modifications. The change led to the definition of a new tuning

method. The controller has been also adapted in terms of

alarms since they have to comply with the ones that have

been added or modified in the GUI code. In particular, all

the alarms have been implemented to comply with the IEC
60601-1-8 [38] and ISO 80601-2-12 [39] standards.

In the re-engineered MVM version, the supervisor has been

developed in C++ from scratch, and it required the addition of

two different software serial lines: one used to communicate

with the GUI and one with the controller.

Lessons learned 8: 1) Mix of programming languages:
Using several programming languages in a single project

is usually discouraged [40]. However, in an emergency

(such as during COVID-19) in which the products have

to be delivered as soon as possible, we have experienced

that having more languages allows the inclusion of more

developers and speeds up the implementation process, with

only a minimal effort in integration of the code. 2) Coding
standards and guidelines: Sharing the coding standards and

guidelines (e.g., the importance of comments [41]) with all

the people involved in the implementation phase is of key

importance, in particular with heterogeneous development

groups, even during emergency development. 3) Advantages
of state machines in implementation: State machines added

flexibility and maintainability since it was very simple to

modify it and then regenerate code, which was directly

integrated, through a wrapper, to the hand-written code.
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F. Unit Testing (5.5)

The testing activities have been executed in parallel to the

implementation, since every test failure has required correc-

tions in the code, and it has been performed against the unit

software requirement specifications.

As MVM has different components, each one implemented

using a different programming language, we have used several

testing frameworks. We have unit-tested the GUI using PyTest-

Qt8, which has allowed us to simulate users by faking clicks

on the buttons. To test the controller and the supervisor, we

needed to mock the hardware to emulate the interaction with

it, and test the software units by using the Catch2 framework9

and the Trompeloeil mocking library10.

Besides, we have configured a continuous integration system

on Travis CI to guarantee that new software implementations

did not compromise the functioning of the already existing

code. By using the CI tool, we have re-executed all the unit

tests for every commit made on each component.

We have tracked all the testing failures using the GitHub

issues tracking system and this has allowed us to monitor the

progress of the fixes in the software.

Lessons learned 9: 1) Testing not only safety-critical compo-
nents: Defining in advance the safety classes of all the com-

ponents in the developed system can increase significantly

the rapidness of testing activities. In fact, medical software

safety standards do not mandate extensive unit testing for

class A components. Thus, a good practice is to design the

system in a modular way, isolating all the non-dangerous

functions (i.e., in class A) that testers can limitedly check.

2) Importance of testing: Besides what is required by the

standards, testing activities are important when performed

for safety-critical components. This is a consolidated aspect

when working with software engineers but not for all the

people composing heterogeneous teams such as the MVM

ones. 3) Advantages of CI tools in community projects: As

MVM has been a community project, where a lot of people

have worked at the same time on the same system, CI tools

have proved to be crucial for maintaining under control the

modifications made by all the developers.

G. Integration (5.6) & Validation Testing (5.7)

This activity has required incremental integration between

software units and hardware components. The main challenge

has been the need of having the hardware available since

some of the software components included in the controller

or supervisor require direct interaction with it. Even if during

the first integration phases the HW can be ignored, it must be

considered for the final integration steps. Thus, final integra-

tion testing phases have been performed on-site, only by the

people working in the company that produces the MVM, or

by the ones that had a physical version of the ventilator. As

8https://pypi.org/project/pytest-qt/
9https://github.com/catchorg/Catch2
10https://github.com/rollbear/trompeloeil

we worked with a ventilator, we had to simulate the patients.

For this purpose, we have used an active lung simulator, such

as the ASL 5000 [42], or a passive mechanical one. After

the execution of the integration testing activities, for each one

of the test cases, we have reported the outcomes in Integration

Test Procedure and Integration Test Report documents.

During validation testing the whole system has been tested

as a unit, to confirm the correct behavior of MVM according

to the system requirements. This activity has been performed

over an actual physical version of MVM and simulating the

patient breath by using the ASL 5000 active lung simulator.

It has been guided by the ISO 80601-2-12 standard [39],

to prove the basic performance and usability of the ventilator.

Lessons learned 10: 1) Integration testing for SIMDs: It

is particularly challenging to develop and validate software-

in-medical-devices (SIMDs) and in general, systems that

integrate hardware, software, and mechanics by distributed

teams. Often, real hardware is needed for testing the software

that is affected or affecting a piece of hardware. Software-in-

the-loop simulation is often a good solution to this challenge;

however, it is not a solution in general. In fact, simulation

requires a special setting with professional simulation tools

and an accurate hardware model. They are not always easily

available, especially in a context in which the hardware

is under development as the software is. Moreover, as we

can learn from robotics, “Current simulation solutions are
not able to emulate real-world phenomena in a sufficiently
realistic manner. ” [43].

VI. RELATED WORKS

There are lately several research projects that study the

impact of the COVID-19 pandemic on the way software

developers work [44]–[47]. These papers try to relate practices

adopted because of the pandemic, especially Working From

Home (WFH), with the productivity and the well-being of

software developers working on the usual software projects.

In all these papers, the authors signal a decrease in productivity

due to the difficulty of coordination between colleagues and to

the stress because of the pandemics. In our MVM experience,

we cannot say the same: people worked harder because of the

need and willingness to finish as soon as possible a crucial

product for COVID-19 patients. Not having direct access to the

physical devices of course has had a negative impact on some

activities but the team found several solutions to overcome

also these problems (e.g., see Sect. V-G).

On the other hand, there are studies and experience reports

about using already existing software, and IT approaches,

for an emergency, also applied to COVID-19 patients [48],

[49]. However, no particular attention is given to software

development. Other studies are focused on developing new

medical software but in a classical software development

environment [50], [51]. However, our study is different from

that, since it is addressing the problem of developing and

certifying a piece of software for an emergency amid the

emergency itself. Some suggestions like the integration of agile
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practices and the need for rigorous requirement specification

have been applied to our project as well, but we expect that

medical SW development without any emergency is more

planned and structured, and some of the lessons we learned

may not hold.

Other studies describe the development of new software and

AI solutions for COVID-19 during the emergency. The area

of medical imaging is, as expected, the most relevant [52].

Machine Learning algorithms have been promptly adapted to

the diagnosis of COVID-19 cases. In [53], the authors present

a rapid AI development cycle for an automated detection

solution using deep learning CT Image Analysis. Those papers

focus more on data collection and management than software

development. Regarding, instead, the SW development of

medical devices for COVID-19, we can compare MVM with

the numerous open-source community-driven projects working

on mechanical ventilators [54]. We could not found reports

on their experience in SW development and certification. Not

surprisingly, only a few of them11 reached the certification

while many others, even if very promising, are still behind.

We believe that this paper could provide a guideline for them

as it would help, God forbid, future similar projects.

VII. CONCLUSION AND FINAL REMARKS

In this paper, we have presented our experience regarding

the development and certification of the MVM, a mechanical

ventilator for COVID-19, with respect to the IEC 62304
standard. The certification required a re-engineering of the

entire software since in the prototype the software component

was underestimated. What we learned from this experience

is that obtaining certification is not just producing the docu-

mentation that is needed to get a stamp from a certification

authority, but instead, we had evidence of the value of being

obliged to follow a certification process even in emergency.

Besides having an apparently functioning prototype, the effort

of adhering to a certification process led to discovery various

malfunctions and errors in the implementation. For instance,

before the re-engineering, there was no clear maximal limit

on the duration of alarm audio pause, while its duration shall

not exceed 120 sec without healthcare professional operator

intervention. Moreover, in the implementation, there was no

clear distinction between snooze (to allow the operator to

pause the active auditory alarm signals) and acknowledge (to

allow the operator to cease the alarm signal for which no

associated alarm condition currently exists - alarm reset). The

standard requires snooze and acknowledge to be two separate

functionalities.

In only 42 days from the initial prototype production to

the demonstration of performances (the fastest approval by

the FDA starting from a concept), the FDA (Food and Drug

Administration) declared that the MVM falls within the scope

of the Emergency Use Authorization (EUA) for ventilators12.

The EUA is released when certain safety criteria are met even

11https://bit.ly/2POPm3g
12https://bit.ly/3dcZ6vs

RQs Lessons Learned (LL)

RQ1 (Process) LL1.1 - IEC 62304 and V-Model
LL1.2 - Use of agile practices
LL3.1 - Multiplicity of tools
LL3.2 - Templates and review process

RQ2 (Activities) LL4.1 - Written requirements
LL4.2 - Reverse engineering
LL4.3 - Need of a traceability system
LL5.1 - Upfront aspects balancing
LL5.2 - Importance of the architecture
LL6.1 - Safety assurance effort
LL7.1 - Modularity and parallelization
LL8.1 - Mix of programming languages
LL8.2 - Coding standards and guidelines
LL8.3 - Advantages of state machines in implementation
LL9.1 - Testing not only safety-critical components
LL9.3 - Advantages of CI tools in community projects
LL10.1 - Integration testing for SIMDs

RQ3 (People) LL1.2 - Use of agile practices
LL2.1 - Coordination effort
LL2.2 - Enlarging team
LL2.3 - Commitment and participation
LL3.3 - Use of UML
LL7.1 - Modularity and parallelization
LL7.2 - State machines for wide interpretability
LL8.1 - Mix of programming languages
LL8.2 - Coding standards and guidelines
LL9.2 - Importance of testing

TABLE III: Mapping between RQs and lessons learned

without the formal SW certification. Moreover, after we have

completed the re-engineering activity described in this paper,

the certification request has been forwarded to the Health

Canada agency and to European Certification Authority to get

the CE marking (following the standard certification process).

At the end of September 2020, MVM obtained the Health

Canada Authorization13 and at the beginning of May 2021 the

CE marking. Thank to these achievements, the MVM can be

now sold and used not only in the USA but also in Canada and

Europe. Many countries all around the world have manifested

interest in MVM ventilators. There is an ongoing project which

aims to deliver MVM devices where they are most needed, and

it is currently being sold by an African Union charity14. At the

moment the ventilator is produced by Vexos, which has started

the first production batch of 10,000 pieces to be delivered to

the Government of Canada, and Elemaster, which has actively

contributed in the project.

In this paper, we shared the lessons learned about the

development of the MVM under hard constraints. Tab. III

summarizes the lessons learned and maps them to the research

questions. We believe that the experience and the lessons

learned we report in this paper would help other groups work-

ing on similar projects, requiring certification by organizations

such as FDA, Health Canada, and CE.
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